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We do not know what we
measure when we measure
pH, but we do know that
it is very important.[1]
(Malcom Dole, 1941)
No more; - where
ignorance is bliss,
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Der pH-Wert ist ein wichtiger Parameter in nahezu allen biochemischen
Reaktionen und damit auch für eine Vielzahl von Anwendungsfeldern in
der Medizin, Chemie und Umweltüberwachung. Die herkömmliche Be-
stimmung des pH-Wertes basiert auf der potentiometrischen Messung
mit einer Glaselektrode. Manche Anwendungsbereiche können mit der
Glaselektrode allerdings nicht oder nur unzureichend erschlossen wer-
den, insbesondere im Hinblick auf kleinste Probenvolumina. Zu diesen
Anwendungen gehört die fetale Mikroblutuntersuchung (MBU), die zur
Überwachung der Sauerstoﬀversorgung von Föten während der Geburt
eingesetzt wird. Mit herkömmlichen Blutgasanalysatoren kommt es
immer wieder zu Schwierigkeiten bei der Messung des pH-Wertes in
den geringen Mengen fetalen Blutes (wenige 10 μl), da diese Systeme
ein Probenvolumen von mindestens (35–40) μl benötigen. Durch den
Einsatz von ionensensitiven Feldeﬀekttransistoren (ISFET) kann das
benötigte Volumen wesentlich reduziert werden. Insbesondere ISFETs
auf der Basis von Aluminium-Gallium-Nitrid (AlGaN) und Gallium-
Nitrid (GaN) zeichnen sich neben der Miniaturisierbarkeit durch eine
hervorragende Sensitivität und eine hohe chemische Stabilität aus. In
der vorliegenden Arbeit wurden AlGaN-basierte pH-Sensoren im Hin-
blick auf die genaue und präzise Bestimmung des pH-Werts unter-
sucht. Auf Basis dieser Sensoren wurde ein Mikro-Blut-pH Analysator
XI
für Probenvolumina von 10 μl entwickelt und realisiert, der die Durch-
führung der MBU deutlich vereinfacht.
Für die grundlegende Charakterisierung der pH-Sensoren wurden
impedanzspektroskopische Methoden auf vereinfachten AlGaN/GaN
Metall-Isolator-Heterostrukturen (MIHS) und Elektrolyt-Isolator-
Heterostrukturen (EIHS) angewandt. Auf Grundlage der durchgeführ-
ten Untersuchungen wurde sowohl ein komplettes als auch ein reduzier-
tes Ersatzschaltbild der Heterostruktur hergeleitet. Für die verwende-
ten
Konstant-Phasen-Elemente konnte gezeigt werden, dass sie sich gut für
die phänomenologische Beschreibung von Defektzuständen im Halb-
leiter eignen. Außerdem zeigten die Ergebnisse, dass das standard-
mäßig verwendete eindimensionale Model nicht anwendbar ist, da die
AlGaN/GaN Heterostruktur eine zweidimensionale Verarmungscharak-
teristik ihres leitfähigen Kanals, des zweidimensionalen Elektronen-
gases (2DEG), aufweist. Diese Verarmungscharakteristik hat einen
ausgeprägten Einﬂuss sowohl auf die elektrischen als auch auf die sen-
sorischen Eigenschaften des EIHS-Sensors.
Um genaue und wiederholbare pH-Messungen zu ermöglichen, wur-
den Drifteinﬂüsse und die Querempﬁndlichkeit charakterisiert sowie die
pH-Sensitivität der Sensoren bestimmt. Dazu wurden Impedanz-Span-
nungs-Proﬁle von EIHS Sensoren aufgenommen. Neben der lichtin-
duzierten Drift durch persistente Photoleitung, konnte auch eine lang-
same elektrochemische Korrosion des Sensors nachgewiesen werden.
Für die Bestimmung der pH-Sensitivität wurden drei verschiedene Aus-
wertungsmethoden evaluiert. Die Auswertung über den Wendepunkt
des Kapazitäts-Spannungs-Proﬁls erwies sich als besonders geeignet.
Eine speziﬁsche Querempﬁndlichkeit gegenüber der Ionenstärke konnte
nicht nachgewiesen werden.
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Für die Reduzierung der lichtinduzierten Drift wurde die kontinuier-
liche Beleuchtung des EIHS-Sensors untersucht. Es wurde festgestellt,
dass violettes Licht ungeeignet ist, da es eine ausgeprägte photoelek-
trochemische Korrosion hervorruft. Durch die Charakterisierung des
stark korrodierten EIHS Sensors konnten allerdings weitere Einblicke
in die elektrischen und sensorischen Eigenschaften der AlGaN/GaN He-
terostruktur gewonnen werden. Eine deutliche Verkürzung der lichtin-
duzierten Drift konnte für rotes Licht nachgewiesen werden, ohne das
eine Verstärkung der Korrosion auftrat. Durch die Vergrößerung der
Dicke der GaN-Deckschicht auf 10 nm und die Reduzierung des Alu-
miniumgehalts in der AlGaN Barriereschicht auf 20% konnte die Korro-
sionbeständigkeit der Sensoren erhöht werden. Dabei wurde ein direk-
ter Zusammenhang zwischen der Versetzungdichte an der Sensorober-
ﬂäche und der Größe der Korrosionsdrift entdeckt. Die pH-Sensitivität
wurde im Allgemeinen nicht durch die Optimierungschritte beeinﬂusst.
Nur bei der Optimierung der Heterostruktur wurde eine verringerte
Sensitivität der Flächenladungsträgerdichte im 2DEG beobachtet.
Die Messung des pH-Wertes mit AlGaN-EIHS und ISFET Sensoren
zeigte, dass eine Genauigkeit von ±0.03pH für verschiedenste wässrige
Lösungen sowie für Nabelschnurblut erreicht werden kann. Es wurde
festgestellt, dass kontrollierte Umgebungsbedingungen ein besonders
wichtiges Kriterium für eine hohe Messgenauigkeit sind.
Die erzielten Ergebnisse ﬂossen in die Entwicklung eines Mikro-Blut-
pH Analysators ein. Dadurch konnte ein Funktionsmuster erfolgreich
realisiert werden, das ein Probenvolumen von nur 10 μl benötigt. An-
hand der statistischen Auswertung von Messreihen mit Nabelschnur-
blut wurde nachgewiesen, dass das Funktionsmuster die Genauigkeits-
und Präzisionsanforderungen der Richtlinie der Bundesärtzekammer er-
füllt.
XIII
Im Rahmen dieser Arbeit konnte erstmalig gezeigt werden, dass
AlGaN-basierte pH-Sensoren für die genaue und präzise Bestimmung
des pH-Wertes in komplexen biochemischen Flüssigkeiten wie z.B. Nabel-
schnurblut geeignet sind. Dadurch können spezielle medizintechnis-
che Anwendungsfelder erschlossen werden, die mit herkömmlichen pH-
Sensoren nur unzureichend abgedeckt werden.
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Abstract
The pH-value is an important parameter for nearly all biochemical
reactions and thereby also for a multitude of application ﬁelds such
as medicine, chemistry or environmental monitoring. The common
method for the determination of pH-value is potentiometric measure-
ment with a glass electrode. However, in some application ﬁelds the
glass electrode cannot be employed or it is subject to certain limita-
tions, especially with regard to very small sample volumes. One of
those applications is foetal blood sampling (FBS), which is used for the
monitoring of foetal oxygen supply during birth. The measurement of
pH-value with common blood gas analysers is frequently complicated
by the very small amounts of foetal blood (a few 10 μl) obtained from
FBS, as these systems require a minimum volume of (35–40) μl. With
the use of ion-sensitive ﬁeld-eﬀect transistors (ISFETs) the required
volume can be reduced signiﬁcantly. In particular, ISFETs based on
aluminium-gallium-nitride (AlGaN) and gallium-nitride (GaN) exhibit
excellent sensitivity and a high chemical stability, in addition to the
miniaturisation potential. In this work, AlGaN-based pH-sensors are
investigated with regard to the accurate and precise determination of
pH-value. Based on these sensors, a micro-blood-pH analyser was de-
veloped and realised for sample volumes of 10 μl, which signiﬁcantly
simpliﬁes FBS.
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For the fundamental characterisation of the pH-sensors, impedance
spectroscopy methods were applied to simpliﬁed AlGaN/GaN metal-
insulator-heterostructures (MIHS) and electrolyte-insulator-heterostruc-
tures (EIHS). Based on the investigations that were carried out, a full
and a reduced equivalent circuit for the heterostructure could be de-
rived. The employed constant phase elements were shown to be a suit-
able phenomenological model of trap states in the semiconductor. Ad-
ditionally, it was found that the commonly employed one-dimensional
model cannot be applied, as the AlGaN/GaN heterostructure exhibits
a two-dimensional depletion characteristic of its conducting channel,
the two-dimensional electron gas (2DEG). This depletion characteris-
tic has a pronounced impact on the electrical and sensory properties of
the EIHS sensor.
In order to render accurate and repeatable pH-measurements possi-
ble, the inﬂuence of drift eﬀects and the cross-sensitivity were charac-
terised and the pH-sensitivity of the sensors was determined. For that
purpose, impedance-voltage proﬁles of EIHS sensors were recorded. In
addition to the light-induced drift due to persistent photoconductiv-
ity, a slow electrochemical corrosion of the sensor was detected. For
the determination of pH-sensitivity, three diﬀerent analysis methods
were evaluated. The method that employs the inﬂection point of the
capacitance-voltage proﬁle was found to be very well suited. A speciﬁc
cross-sensitivity to ionic strength was not observed.
For the reduction of light-induced drift, a continuous illumination
of the EIHS sensor was investigated. It was found that violet light
is unsuitable, as it induces a pronounced photoelectrochemical corro-
sion process. However, additional insight into the electrical and sen-
sory properties of the AlGaN/GaN heterostructure was gained from
the characterisation of the corroded sensor. A signiﬁcant reduction of
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the light-induced drift duration was demonstrated for red light without
an ampliﬁcation of the corrosion process. The corrosion resistance of
the senors was increased by increasing the thickness of the GaN cap
layer to 10 nm and reducing the aluminium-content of the AlGaN bar-
rier layer to 20%. It was discovered that the dislocation density at the
sensor surface is directly proportional to the magnitude of the corrosion
drift. The pH-sensitivity was not inﬂuenced by the optimisation steps,
with the exception of a reduced sensitivity of the 2DEG sheet carrier
density, which was observed for the optimisation of the heterostructure
itself.
The measurement of pH-value with AlGaN-EIHS and ISFET sensors
revealed that an accuracy of ±0.03pH can be achieved for several dif-
ferent aqueous solutions as well as umbilical cord blood. It was found
that controlled ambient conditions are especially important in order to
obtain high measurement accuracy.
The obtained results contributed to the development of a micro-
blood-pH analyser. A prototype was successfully realised that requires
a sample volume of only 10 μl. Statistical analysis of small measurement
series of umbilical blood was performed to verify that the prototype sat-
isﬁes the accuracy and precision requirements of the German Medical
Association guidelines.
In this work it was demonstrated for the ﬁrst time that AlGaN-based
pH-sensors are well suited for the accurate and precise determination
of pH-value. Thereby, special application ﬁelds of medical engineering
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1 Introduction
The pH-value is a crucial parameter in nearly all biochemical reactions,
inﬂuencing e.g. reaction kinetics in general or enzyme activity in partic-
ular. Its measurement in aqueous solutions is a standard procedure in
the ﬁelds of chemistry, biology or medicine as well as environmental or
production monitoring. The most common measurement method is po-
tentiometry with a glass electrode, which was developed more than 100
years ago [2] and is widely accepted as the gold standard. An alternative
method employs the ion-sensitive ﬁeld eﬀect transistor (ISFET) that
was ﬁrst described by Bergveld in the 1970s [3]. This semiconductor
based device has several advantages compared to the glass electrode,
but cannot yet compete in terms of commercial success. The main
advantages, miniaturisation and ruggedness, have only been exploited
for very few niche applications, e.g. in the food industry where the
breakage of glass is unacceptable. Presently, no commercial analysis
systems that employ ISFETs are available, although several innovative
and miniaturised concepts can be found in the research literature [4].
A special application challenge that can beneﬁt from the miniaturi-
sation advantage of the ISFET is the analysis of the foetal blood pH-
value during birth. This method is called foetal blood sampling (FBS)
or foetal blood analysis and was introduced by Saling in 1961 [5]. It
is widely employed as a foetal monitoring technique in addition to the
non-invasive cardiotocography (CTG), which records the foetal heart
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rate and uterine contractions. When an abnormal heart rate is observed
in the CTG, the FBS makes it possible to identify if the foetus suﬀers
from asphyxia and an instrumental delivery is necessary, e.g. by Ce-
sarean section. Recent studies show that FBS reduces foetal morbidity,
as a result of fewer Caesarean sections and transfers to the neonatal
intensive care unit [6]. The importance of FBS is also stressed by
the statistical data from the "Bundesgeschäftsstelle Qualitätssicherung
gGmbH" (federal agency for quality assurance) in Germany, which lists
the FBS as a quality indicator for obstetrics [7]. In 2007, for instance,
FBS was performed for about a quarter (26,265) of all singleton preg-
nancies with a pathological CTG (111,042). This amounts to 4% of all
singleton pregnancies (647,394).
The diﬃculty of FBS is that only very small blood samples, in the
range of a few 10 μl, can be obtained and air bubbles can become
trapped in the sampling capillary. Additionally, the coagulation of the
foetal blood is much faster, requiring immediate analysis. Currently,
this analysis is performed using commercial blood gas analysers (BGA)
that require a sample volume of at least (35–40) μl. This, rather large,
minimum volume and the fact that the BGAs, due to their size, are
not optimised for point-of-care-testing (POCT) in the delivery room
are severe challenges for FBS. A portable analysis system with a min-
imum sample volume of 10 μl or less would be needed to facilitate its
routine application. Additional application ﬁelds include the neonatal
care of premature infants, where blood sampling can also be diﬃcult.
Such a system has a market potential of 2.5 to 3 million euro revenue,
considering that about 500 of the larger hospitals in Germany (from a
total of 2084 hospitals in 2009 [8]) are interested in a portable analysis
system with a price tag of 5000-6000 euro [9].
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The pH-ISFET is very suitable for the realisation of a micro-blood-
pH analyser, as it is easily miniaturised. Compared to the glass elec-
trode, the sensing area of the pH-ISFET is much smaller and no longer
a critical design parameter. In conjunction with an appropriate minia-
turised reference electrode a sample volume of less than 10 μl is possible.
This shifts the focus from miniaturisation to measurement accuracy and
precision, which then become the crucial parameters of such an ISFET-
based system. In Germany, the required accuracy and precision is spec-
iﬁed by the "Richtlinie der Bundesärztekammer (RiLiBÄK)" (guideline
of the German Medical Association) [10]. For the determination of pH-
value an accuracy of 0.8% and a precision of 0.4% is mandatory, which
corresponds to 0.06pH and 0.03pH for a pH-value of 7.25. In order to
fulﬁl these requirements a very stable and sensitive pH-sensor is needed.
A new type of ISFET based on an AlGaN/GaN heterostructure has
ﬁrst been described by Steinhoﬀ et al. in 2003 [11]. The superior chemi-
cal stability, biocompatibility and sensitivity reported for these devices
[12, 13, 14] make them ideal candidates for pH-measurements in bio-
chemical ﬂuids such as blood or cell medium. Recent research eﬀorts
are mostly focussed on the functionalisation with biomolecules or cells
for the construction of biosensors [15]. In the few publications that
report on the basic pH-response, it was shown that the pH-sensitivity
is approximately linear in a pH-range from 2 to 12 [11, 16], when small
pH-steps are performed (ΔpH < 0.5). In contrast, insuﬃcient linearity
and stability was revealed by investigations in our research group for
large pH-steps (ΔpH > 2). Values between 40 and 60mVpH−1 have
been found, depending on the growth method and the sensor geometry
[17]. Additionally, a drawn-out drift was observed when the pH-value
was changed from neutral (pH7) to alkaline (pH10) [16]. Investigations
by Kang et al. also conﬁrm an unstable and drifting pH-sensitivity [18].
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As a result of these eﬀects, the reproducibility of pH-measurements
was found to be no better than ±0.2pH in preliminary studies [19].
Although the miniaturisation potential of the ISFET is beneﬁcial for
very small sample volumes, the encapsulation and passiviation of the
electric contact becomes more diﬃcult. Presently, the long-term stabil-
ity of the passivation layer is still unsatisfactory and may well be one of
the reasons for the observed variations of pH-sensitivity and the drift
behaviour.
This thesis is aimed at the construction of a micro-blood-pH anal-
yser that satisﬁes the requirements of the RiLiBÄK, employing AlGaN-
based pH-ISFETs. In order to achieve this goal the following steps are
performed:
• Simpliﬁcation of the AlGaN-ISFET to its basic sensing and trans-
ducing element, the electrolyte-insulator-heterostructure (EIHS),
• Establishment of electrochemical impedance spectroscopy and elec-
trochemical impedance-voltage proﬁling of AlGaN-based EIHS
sensor chips as a suitable characterisation method,
• Fundamental characterisation of AlGaN-based pH-sensors, with
regard to eﬀects that limit the measurement accuracy and preci-
sion, and
• Optimisation of the ambient measurement conditions and the het-
erostructure for accurate and precise pH-measurements.
One of the advantages of the simpliﬁcation to the AlGaN-EIHS is that
the problematic passivation layer can be replaced by a suitable sealing
ring. In addition, far more information on the electrical and structural
properties of the AlGaN/GaN heterostructure can be obtained from
impedance spectroscopy and impedance-voltage proﬁling.
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The thesis is structured into the four main parts: theory and state of
the art (chapters 2 to 4), impedance characterisation (chapters 6 and
7), optimisation (chapter 8) and application (chapter 9). In chapter 2
selected electrochemical fundamentals are explained with special em-
phasis on electrolyte solutions and pH-value. A brief overview of the dif-
ferent methods for pH-measurement and the glass electrode is given in
chapter 3, followed by a discussion of the theory, properties, instrumen-
tation and applications of Si-based ISFETs. The reference electrode,
as a mandatory element of the measuring chain, and its miniaturisa-
tion is also described here. Chapter 4 is dedicated to the AlGaN/GaN
heterostructure with its two-dimensional electron gas (2DEG) and sum-
marises the applications as a ﬂuid sensor which have been reported in
literature. The experimental results are presented and discussed in
the following chapters. After a description of the employed materi-
als and methods (chapter 5), the characterisation of the AlGaN/GaN
heterostructure with a reversible mercury probe on whole wafers using
impedance spectroscopy is presented in chapter 6. Suitable equivalent
circuits are derived and applied to basic impedance-voltage proﬁling.
Subsequently, impedance characterisation is performed on EIHS sensor
chips in an electrochemical measurement cell. These electrochemical
impedance measurements are taken as a basis for the following char-
acterisation of drift behaviour, pH- and cross-sensitivity in chapter 7.
Potential optimisation approaches are identiﬁed and their application
to ambient measurement conditions and the heterostructure layout is
presented and discussed in chapter 8. The construction of a micro-
blood-pH analyser with AlGaN-based pH-ISFETs that realises a min-
imum sample volume of 10 μl is described in the following chapter 9.
The results of pH-measurements of simple buﬀer solutions, commercial
quality control (QC) solutions and umbilical cord blood in this analyser
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setup are discussed, with regard to accuracy and precision. Chapter 10
summarises the results that were obtained in this thesis and looks at
possible further research work.
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2 Theoretic Principles
In this chapter the electrochemical concepts and terms that are used in
this thesis are described and the basic deﬁnitions of acids and bases as
well as pH-value are presented. In addition, the concept and relevance
of buﬀer solutions is given.
2.1 Electrochemical Fundamentals
The deﬁnitions and terms described in this section were taken from the
monographs of Moore et al. [20] and Atkins et al. [21].
Electrolyte Solutions
Aqueous solutions account for nearly all samples that are analysed in
medical and pharmaceutical laboratories. In particular, all biological
and many chemical systems are aqueous solutions that contain various
sorts of ions and are termed electrolyte solutions. Their composition is
of great importance, as the concentration and type of ions has a strong
impact on these systems, e.g. by inﬂuencing (bio-)chemical reaction
rates or the stability of biomolecules.
Throughout this work molarity will be used to express the concen-
tration of the solutions. It is deﬁned as the number of moles of a solute
dissolved in 1 litre of solution and has the dimension of 1mol L−1 = 1M.
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As the employed solvent is always water, the concepts of molarity and
molality (number of moles dissolved in 1 kg of solution) are nearly in-
terchangeable. Therefore, molarity will be used even when the correct
deﬁnitions of some terms are based on molality.
Electrolyte solutions are created by dissolving an electrolyte in a sol-
vent (commonly water). The electrolyte can be an acid, a base or a salt,
which can dissociate into mobile charged ions or molecules. Therefore,
electrolyte solutions conduct electricity by ionic conductance, which is








where κe is the electrolytic conductivity and the ratio lA is termed the
cell constant. For a given setup this constant is usually derived from
the measured conductance of an electrolyte solution with a known value
of κe. The electrolytic conductivity κe is primarily determined by the
concentration of ions in the electrolyte solution. In order to compare
the conductance at equal electrolyte concentrations the speciﬁc con-






with the electrolyte concentration c. Although this equation might sug-
gest that Λm is independent of the concentration, this is not the case. A
deviation due to the interionic interaction becomes more pronounced
with increasing electrolyte concentration. Plots of Λm versus
√
c for
speciﬁc electrolytes can for example be found in [20]. The concepts
of ionic activity and ionic strength were introduced to account for the
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observed deviation. Only in dilute solutions (c < 0.1M) is the concen-
tration as deﬁned above eﬀective for chemical reactions and therefore
measurable. At higher values the interaction between the ions results
in the reduction of the apparent concentration. This eﬀective concen-
tration is termed ionic activity a and can be calculated by the product
of the concentration c and the activity coeﬃcient f :
a = c · f. (2.3)
The activity coeﬃcient f approaches unity at inﬁnite dilution and in
itself is dependent on c through the ionic strength I.
The term ionic strength is a net concentration measure that accounts
for interionic interactions and encompasses all dissolved ionic charges









where ci and zi are the molar concentration and valence of each ion,
respectively. For a 1:1 (monovalent) electrolyte like NaCl, the molarity
equals the ionic strength. For electrolytes with higher valence, the ionic
strength is a multiple of the molarity, e.g. I = 3c for CaCl2. Apart
from the calculation of the activity coeﬃcient, the concept of ionic
strength is used for example in the description of the electric double
layer (EDL). From the preceding discussion it can also be derived that




To measure the chemical properties of electrolyte solutions by means
of electronic equipment a transducing element is needed to mediate
between the ionic and the electronic realm. This element is called an
electrode and, in its simplest form, consists of a piece of metal which
is immersed in an electrolyte solution. The reaction at the surface of
the electrode is always a transfer of charge in one way or another. It
usually takes place in the form of a redox reaction in a broader sense:
electrons are transferred from the electrode to ions or molecules in the
solution (reduction at an anode) or the other way around (oxidation at
a cathode). The combination of an electrode and an electrolyte solution
is called a half-cell, when the dissolved ions are in an electrochemical
equilibrium with the electrode.
Immersing a metal (e.g. Ag) in a solution containing the correspond-
ing metal ions (e.g. AgNO3) is one way to achieve this equilibrium.
This type of electrode is called a metal (or metal/metal ion) electrode
with the following electrode reaction:
M −−⇀↽− M+ + e−.
The cell diagram for this half-cell is given by:
M|M+(c),
in which the single vertical line represents the phase boundary between
the electrode and the solution and c is the concentration of metal ions.
A comma is used to separate the diﬀerent ions in the same phase and a
double vertical line represents a salt bridge in complete electrochemical
cells.
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A second type of electrodes are gas electrodes which are created by a
gas (e.g. H2) ﬂowing past an inert metal (e.g. Pt). The metal acts as a
catalyst for the decomposition of the molecular gas and as an electronic
conductor. As the gas is much less noble than the metal, the electrode
can be treated as being made up of a "metallic gas".
The standard hydrogen electrode, represented by:
H2 −−⇀↽− 2H+ + 2 e−
Pt|H2|H+(c),
is the most common gas electrode which reacts with the hydrogen ions
H+ in the solution and can therefore be used to determine their con-
centration.
Redox electrodes are formed when dissolved ions with two diﬀerent
oxidation states (diﬀerent from zero) are involved in the electrode reac-
tion at a noble metal. In these types of electrodes only electrons pass
through the phase boundary and no electrode material is transferred.
An example of this kind of electrode is the iron(II)-iron(III)-electrode
given by:
Fe 2+ −−⇀↽− Fe 3+ + e−
Pt|Fe 2+(c1),Fe 3+(c2).
An insoluble salt (or metal/insoluble salt) electrode is created when
a piece of metal is coated with a corresponding insoluble salt and im-
mersed into a solution containing the anion of the salt. The most com-
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mon electrode of this type is the silver/silver chloride electrode with
the following electrode reaction and cell diagram:
AgCl + e− −−⇀↽− Ag + Cl−
Ag|AgCl|Cl−(c).
The insoluble metal electrode is used for the construction of reference
electrodes to achieve stable electrode potentials.
Electrochemical cell
An electrochemical cell is formed when two electrodes are immersed in
a common electrolyte solution or into diﬀerent electrolyte solutions that
are connected via a suitable ionic conductor, for example a salt bridge.
By this connection of two half cells the electrode potential diﬀerence
can be measured - the electrode potential of a single half cell cannot
be measured in any way. Establishing a metallic connection between
the electrodes gives a galvanic cell, in which chemical free energy is
converted into electrical free energy, i.e., a potential can be measured.
In an electrolytic cell electrical, free energy is converted into chemical
free energy, i.e., a potential can be applied to drive a chemical reaction.
The relation between electrical free energy and chemical free energy is
given as:
ΔrG = −νFE, (2.5)
with the Faraday constant F , the stoichiometric coeﬃcient ν and as-
suming constant temperature and pressure. The electrical free energy
corresponds to the electrical potential diﬀerence between the electrodes
and is also called the electromotive force (emf) E of the electrochemical
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cell. The chemical free energy is given by the diﬀerence of the Gibbs
energies of the products and the reactants ΔrG.
As a negative value of ΔrG corresponds to a spontaneous reaction,
a positive value of E is obtained for a galvanic cell whereas a negative
E is obtained for an electrolytic cell. The emf can be measured by a
high impedance voltmeter connected to the electrodes. As no apprecia-
ble current will ﬂow through the electrodes in this case, the measured
voltage is also called the open-circuit or rest potential (OCP) of the
cell. The potential diﬀerence that is measured when the current is not
negligibly small is commonly termed the polarisation η of the cell. It
is made up of the cell’s emf and several overpotential terms due to the
current ﬂow. When no junctions, such as a salt bridge, are present in
the cell and the reaction is based on a redox couple, the open-circuit
potential is equal to the equilibrium potential. This potential can be
calculated from thermodynamic data via the Nernst equation. The free







where R is the gas constant, T is the temperature and axX denotes the
activity of agent X with valence x. Applying equation 2.5 to 2.6 the
Nernst equation is obtained:







The term E0 is called the standard emf of the cell and is obtained when
the activities of the reactants and products are unity. It should be noted
that this equation is valid only for constant pressure and temperature.
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For T = 298K and ν = 1, the term ln(10)RTνF can be evaluated to give
59.2mV and is called the Nernst potential or the "Nernstian" slope
EN . This potential is the theoretical thermodynamic limit that can be
achieved for the given cell reaction.
Electrical Double Layer
The charge and potential distribution at the solid/liquid interface can
be divided into three sections: the solid, a ﬁxed and a diﬀuse charge
layer in the liquid. For this work it is assumed that the solid consists of
an insulator on top of a semiconductor and the liquid is an aqueous elec-
trolyte solution. The ﬁxed charge layer is called the Helmholtz or Stern
double layer and the diﬀuse layer is termed the Gouy-Chapman layer.
The combination of both layers is referred to as the Gouy-Chapman-
Stern model. In Fig. 2.1 the schematic ion, charge and potential dis-
tribution at the interface and in the liquid is illustrated for a positive
surface charge σ0. In accordance with Siu and Cobbold [22] and Bousse
et al. [23] this surface charge is assumed to belong to the immediate
interface rather than be located at the inner Helmholtz plane (IHP).
The origin of the speciﬁcally adsorbed surface charge for a metal oxide
insulator and the charge and potential distribution in the solid will be
discussed in sections 3.3.1 and 4.2, respectively.
As a result of charge neutrality the positive charge at the interface
must be balanced by a negative charge either from the liquid or the
solid. As no free charge carriers are available in the insulator, no
balancing from the solid side is possible in the direct vicinity of the
interface. From the electrolyte solution this can be achieved in three
diﬀerent ways. Firstly, via binding of counter ions from the electrolyte









































































Figure 2.1: Ion, charge and potential distribution in the electrical dou-
ble layer for acidic solution with low ionic strength.
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hydrated ions attracted by electrostatic forces to the plane of closest
approach (outer Helmholtz plane - OHP) and thirdly via ions from the
electrolyte that contribute to a diﬀuse region of charge (σMI). The
charge in the Gouy-Chapman layer can be calculated by applying the
Boltzmann relation to the mobile ions and inserting this into Poisson’s
equation. For a monovalent electrolyte such as NaCl this gives:
σMI = −(8kTr0INA) 12 sinh(q(ΦOHP − Φe)
2kT
), (2.8)
where 0 and r are the permittivity of free space and the relative
permittivity, respectively, I is the ionic strength and NA is Avogadro
constant. From this equation it can be seen that the charge in the
Gouy-Chapman layer strongly depends on the potential diﬀerence be-
tween the OHP (ΦOHP ) and the electrolyte (Φe) and also on the ionic
strength. The extent of this diﬀuse layer is characterised by its Debye
length λD, which is inversely proportional to the square root of the










for I given in M. At high ionic strengths (I > 100mM) the Debye
length falls below 1 nm, i.e. the Gouy-Chapman layer is eﬀectively
concentrated at the OHP and can therefore be neglected. In dilute
solutions (I < 1mM) the Gouy-Chapman layer exceeds 10 nm and has
to be taken into account. Especially when the ionic strength is varied
over several decades, the inﬂuence on the Gouy-Chapman layer becomes
important.
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The charges at the OHP and IHP can be derived using a parallel
plate capacitor approximation and primarily depend on the adsorbed
charges and counter charges as well as the ionic strength. The counter
ion binding takes place at the IHP and partly balances the surface
charge σ0 through ions of opposite charge. For simplicity, the planes
for counter cations and anions are assumed to coincide. It should be
noted that counter ion binding can only take place when the counter
ions have stripped oﬀ their hydration sheath to approach the IHP.
Therefore, the electrostatic potential Φ0 has to be suﬃciently high to
overcome the solvation energy of the counter ions. When the surface
charge is shielded to the extent that ΦIHP is no longer able to overcome
the solvation energy, the remaining charge σ0 − σCI is balanced at the
OHP and in the Gouy-Chapman layer.
2.2 pH-Value and Buﬀer Solutions
In this section the primary measurement quantity of this work, the
pH-value, is introduced. The fundamental concepts of acids and bases,
the deﬁnition of the pH-value itself and ways to stabilise the pH-value
in solutions through buﬀer systems are discussed. The monographs of
Schwabe [24] and Galster [25] were consulted for this section.
Acids and Bases
A special and important class of electrolytes is formed by acids and
bases. Their equilibrium is one of the most widespread and critical pa-
rameters in chemical and biological systems. Therefore, many theories
have been proposed to describe the phenomenon in the most general
and comprehensive way, starting with Arrhenius at the end of the 19th
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century [26]. His concept deﬁned acids as substances that produce hy-
drogen ions and bases as substances that produce hydroxide ions upon
dissociation in aqueous solutions. In 1923 Brønsted [27] and Lowry
[28] proposed independently that the Arrhenius theory should be ex-
panded to include non-aqueous solutions by deﬁning acids and bases as
substances the can donate or accept protons, respectively:
acid −−⇀↽− proton + base. (2.10)
A more general deﬁnition was also introduced in the same year by
Lewis to include reactions in which no hydrogen ions participate. In his
concept acids can accept and bases can donate electron pairs. However,
the Brønsted-Lowry theory is the most widely used deﬁnition and will
also be adopted for this work.
The strength of an acid or base is given by their degree of dissociation
in solutions. Strong acids (e.g. HCl) dissociate completely, whereas
weak acids (e.g. acetic acid (CH3COOH)) are only partly dissociated.
The dissociation of an acid is represented by:
HA+H2O −−⇀↽− H3O+ +A−, (2.11)






For suﬃciently low ion concentrations the activity of H2O can be
approximated as 1. The other activities can be identiﬁed by their con-
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centration and the concentration of H3O
+ is replaced by H+ for the





To facilitate the handling of these values they are commonly repre-
sented on a logarithmic scale:
pKa = − log(Ka). (2.14)
From equation 2.13 and 2.14 it can be derived that a strong acid
corresponds to a Ka close to one (or a small pKa) and a weak acid to
a small Ka (or a high pKa). In table 2.1 the dissociation constants of
several acids are given. The dissociation constant of a base pKb can be
derived in a similar way giving:





B+H2O −−⇀↽− BH+ +OH−. (2.16)
pH-value
In the early 20th century, it was discovered that the concentration of
hydrogen ions is a crucial parameter for all chemical and biochemical
reactions due to its involvement as a reactant or as a catalyst [29, 30].
This fact has had an impact not only on academic research in ﬁelds
that are related to chemistry, but also in various branches of indus-
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Table 2.1: Dissociation constants of various acids at 298K.
acid Ka pKa
HF 7.1× 10−7 3.15
H2CO3 4.2× 10−7 6.38
HCO –3 4.8× 10−11 10.32
H3PO4 7.5× 10−3 2.13
H2PO
–
4 6.2× 10−8 7.21
HPO 2 –4 4.8× 10−13 12.32
try, including chemistry, pharmacy, biotechnology or medicine as well
as the food, textile and metal industry and environmental monitoring.
The ﬁrst comprehensive overview of the application ﬁelds was given
by Kratz in the 1950s [31]. The original deﬁnition of the "Wasserstof-
fexponenten pH" (hydrogen exponential - today commonly: pcH) by
Sørensen in 1909 [32] as the negative logarithm of the hydrogen con-
centration cH+ in (not necessarily aqueous) solutions greatly simpliﬁed
the handling of the extraordinarily variable values which span several
decades:
pcH = − log cH+ . (2.17)
Due to the logarithmic scaling, it has to be treated as a measure for the
potency of the hydrogen ions rather than as an accurate quantiﬁcation
of their concentration. However, it was realised that the activity, or
eﬀective concentration, of the hydrogen ions rather than their concen-
tration is the measurable and signiﬁcant quantity for chemical reac-
tions. This is due to the interionic interaction, which becomes more
pronounced at higher ion concentrations. In addition, it was discov-
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ered that the hydrogen ion itself does not exist in solutions. It can
only be found in its hydrated form - the hydronium ion H3O
+. These
observations led to the correction of the original deﬁnition to give:
pH = − log aH3O+
M
, (2.18)
where aH3O+ is the activity of the hydronium ions. Nevertheless, when
the interionic interaction and the hydration of hydrogen ions are neg-
ligible, the original deﬁnition from Sørensen is often adopted. For the
sake of simplicity no diﬀerentiation between concentration and activity
is made in this thesis and the term "hydrogen ion" (H+) is used where,
strictly speaking, "hydronium ion" (H3O
+) would be the correct term.
Apart from the presented deﬁnitions, which are of a theoretical na-
ture and seldom applied to measurements, a practical pH-scale is com-
monly used for the actual measurement of the pH-value. This deﬁnition
is closely linked to the standard measurement method - potentiometry.
For potentiometric measurements, an electrochemical cell consisting of
a pH-sensitive indicator electrode (commonly a glass electrode) and a
reference electrode is employed. The pH-scale relates the cell’s mea-
sured emf Ex of an unknown solution to the emf Es of a standardized
buﬀer solution. The pH-value pHs of the buﬀer solution is determined
very accurately, approaches the true paH value and is invariant with
time. Then the pH-value pHx of the unknown solution is given by:
pHx = pHs − Ex − Esln(10)RT
F
, (2.19)
assuming that the indicator electrode exhibits an ideal "Nernstian" re-
sponse ln(10)RTF . This approach corresponds to a one-point calibration.
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A more general approach, which can also be applied if the slope of the
pH-sensitivity is unknown, employs two standardized buﬀer solutions
(pHs1 and pHs2) to calculate the actual slope using the corresponding












pHs2 − pHs1 (2.21)
is the slope of the pH-sensitivity in mV/pH. As two buﬀer solutions
are used, this method is also referred to as two-point calibration. If
the pH-sensitivity of the employed indicator electrode is not linear, the
calibration can be extended to include three or more buﬀer solutions.
In this case, equation 2.20 is applied to those two neighbouring buﬀer
solutions (pHsa and pHsb) where Esa < Ex < Esb. Generally, it should
be noted that these practical deﬁnitions have an inherent uncertainty
that is based on the diﬀerence of the diﬀusion potentials in the mea-
surement chain.
Buﬀer Solutions
The solutions that are employed to perform calibration routines are
called standard or buﬀer solutions. Their foremost purpose is to supply
a constant pH-value and withstand changes of pH due to contamination
or dilution. This ability is not only required for calibration, but plays
an essential role in many chemical and biochemical reactions. The
activity of enzymes, for example, is strongly inﬂuenced by the pH-
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value with a typical optimal value around 7. In more acidic or alkaline
environments the activity is reduced through inhibition of the enzyme
or the substrate. Another critical and elaborate buﬀer system can
be found in human blood, whose pH needs to be kept at 7.4 ± 0.05.
Deviations from this value have severe pathological and potentially fatal
consequences.
Typical buﬀer solutions are a mixture of a weak acid (e.g. KH2PO4)
with a corresponding salt (e.g. K2PO4) and their function can be
explained by looking at the dissociation reaction of the acid:
HA −−⇀↽− H+ +A−. (2.22)
Here, HA is the undissociated weak acid and A− the salt anion. The





Rearranging for [H+] and applying the common logarithm gives:




As the acid is only slightly dissociated its concentration is equal to [HA]
and as the salt is dissociated completely its concentration is equal to
[A−]. When adding a small amount of a strong acid to the buﬀer, the
equilibrium in reaction 2.22 is shifted to the left to produce more undis-
sociated acid [HA], a strong base on the other hand induces a shift to
the right to produce salt anions [A−]. Therefore, only the ratio [A
−]
[HA]
varies slightly resulting in a small change of pH that can be derived from
equation 2.24. Due to the logarithmic dependency the best buﬀering
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capacity is obtained when salt and acid are mixed in equal shares giving
a buﬀer with pH = pKa. To induce a pH change of 1, for example, the
ratio [A
−]
[HA] needs to be 0.1 which requires a fair amount of acid or base.
The buﬀering capacity also increases with higher total concentration
of the solution. Other important characteristics of buﬀering solutions
include the dilution value ΔpH 1
2
, which is the change in pH when dilut-
ing the buﬀer by adding an equal share of water, and the temperature
coeﬃcient dpH/dT , which expresses the pH change per Kelvin.
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3 Methods for the
Measurement of pH-Value
In this chapter a brief historical overview of pH-measurement is given
followed by a short discussion of the most commonly applied pH-sensor
device - the glass electrode. The measurement of pH-value with the
Si-based ISFET is described in more detail, as most of the discussed
aspects are also applicable to the investigated pH-sensor based on an
AlGaN/GaN-heterostructure. The reference electrode, as a mandatory
element for every electrochemical measurement of pH-value, is covered
at the end of this chapter. Parts of the material presented here have also
been published as a more comprehensive review on the glass electrode
in comparison to the ISFET [33].
3.1 Historical Development
Methods to monitor the pH-value go back as far as the 16th century
when violet extract was used by alchemists as an indicator for acids -
eﬀectively a colorimetric approach which is still applied today in the
form of universal indicators. Presently, so-called optodes make use of
immobilised indicator dyes [34] and have become established in a few
niche applications. The measurement of the pH dependent dissociation
kinetics of an ester was proposed by Arrhenius in 1889 [35] as another
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non-electrochemical method. Although it is obsolete because of its
laborious and time-consuming nature, it is still considered a very accu-
rate method especially in non-aqueous environments [24]. The variety
of electrochemical approaches for the determination of pH is illustrated
in ﬁg. 3.1. They can be divided into electrodes mainly involving an (im-
mobilised) liquid or gas on the left hand side and all-solid-state devices
on the right hand side. Their placement from top to bottom represents
an approximate timeline of their ﬁrst use for pH-measurements. The
standard hydrogen electrode was used at the beginning of the 20th cen-
tury by Sørensen and other researchers. This gas electrode (Pt|H2|H
+)
is the ideal hydrogen ion selective electrode by theory and was ﬁrst ap-
plied for the measurement of hydrogen ion concentration in 1904 [36].
Today it is obsolete for practical purposes, due to its rather elaborate
measuring setup, but it is still a primary standard for the deﬁnition of
the pH scale. Another method widely used at that time was the organic
redox system Chinhydron, a 1:1 mixture of Chinon and Hydrochinon
[37]. The redox potential of this electrode (Pt|Chinhydron, H+) can be
utilised in the pH-range between 1 and 8 and currently still has some
relevance for measurements in hydroﬂuoric solutions [25].
Although the glass electrode was developed in 1909, it took another
30 years before it was recognised as a convenient and accurate device
for the determination of pH-value and the ﬁrst commercial ready-made
electrodes were available. This was partly due to the lack of appropri-
ate instrumentation for the potentiometric measurements as the glass
electrode exhibits very high impedance (several 100MΩ). With the
increased awareness of the importance of pH-value for academic re-
search as well as industrial processes a less complex and time-consuming
setup was needed. This is why investigations mainly concerning prac-




























































1930. This process was further stimulated by the introduction of the
MacInnes glass [38] which extended the pH range of glass electrodes and
became a standard glass in the following years. The breakthrough came
with the development of the vacuum tube in the 1930s and the tran-
sistor in the 1950s, resulting in high input impedance voltmeters. As
the glass electrode in its conventional form (commonly Ag|AgCl|Cl – ,
H+|glass membrane|H+) relies on an inner ﬁlling solution (typically
buﬀered KCl), attempts to minimise the practical drawbacks of this ap-
proach have been made. In the 1970s an all solid-state glass electrode
was realised in the form of an enamel electrode [39]. Recent progress
on this subject has also resulted in long-term stable pH-sensors with
a conducting polymer (e.g. polypyrrole/Naﬁon®) replacing the inner
electrolyte [40]. The replacement of the rather fragile glass membrane
by polymer membranes was investigated using cation exchanger mem-
branes [41] as well as membranes doped with ionophores [42].
All-solid-state electrochemical approaches were ﬁrst realised by
metal/metal oxide electrodes, which set themselves apart from the glass
electrode by the simplicity and ease of handling. They were therefore
intensely studied in the 1920s and 30s (cf. [24]). The antimony electrode
(Sb|Sb(OH)3, H
+) [43] relies on hydroxide groups on the surface and
resembles a redox electrode of type 2 for hydroxide ions. Its practical
pH-range lies between 1 and 10 for temperatures up to 80 °C. Due to its
robustness, it is used in harsh environments and hydroﬂuoric solutions
and has additionally found application in microelectrodes for intraoral
[44] measurements. The bismuth electrode exhibits similar properties
with a measuring range between pH 6 and 14 [45]. Electrodes em-
ploying transition metal oxides of tungsten or molybdenum were ﬁrst
reported in 1940 [46] and are based on the change of their oxide valence
state corresponding to the pH-value of the solution. Recent research is
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also directed at transition metal oxide bronzes [47]. Other metal/metal
oxide electrodes include palladium and iridium oxide electrodes (e.g.
Pd|PdO, H+), which are heterogeneous redox systems. With a pH-
range of 3 to 10 they are recommended for microelectrodes in medical
applications [48]. Ruthenium oxide, screen-printed as a thick ﬁlm, has
also been reported to be a suitable pH electrode [49]. The applicability
of further metal oxides has been discussed by Fog [50]. The general
drawback of metal/metal oxide electrodes, however, is the relatively
pronounced cross sensitivity to oxidising and reducing agents.
The ISFET was originally not intended as a device to measure pH-
value. In 1970 Bergveld reported preliminary results of a solid-state
device, similar to the metal-oxide-semiconductor ﬁeld-eﬀect transistor
(MOSFET) immersed in an aqueous solution, which was able to mea-
sure the activity of sodium ions [3]. Even two years later, when the
pH-sensitivity of the ISFET was discovered, it was not seen as an alter-
native to the glass electrode but ﬁrstly as a tool for electrophysiological
experiments [51]. The pH-sensitive layer originally used by Bergveld
was thermally formed SiO2. Over the following decade alternative lay-
ers like Si3N4 [52], Al2O3 [53] and Ta2O5 [54] were investigated. Much
like the glass electrode 60 years earlier, it also took approximately 30
years for the ISFET to be commercialised. In 1994 the review on
ISFETs by Janata posed the question: "why have they not yet found a
practical application?" [55]; whereas 10 years later Bergveld was able
to list some 20 manufactures of ISFETs in his personal historic review
[4]. Bergveld’s review is also recommended for a more comprehensive
historical overview of the development of Si-based ISFETs. The most
recent research on alternative material systems has brought forth the
group III-Nitrides as promising candidates not only for the now widely
available optoelectronic devices [56], but also for sensing applications
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[57, 13]. The application of AlGaN transistor devices for the monitor-
ing of pH was ﬁrst reported in 2003 [11] and there is still considerable
interest in these devices due to their favourable material properties.
3.2 Glass Electrode
The design of the conventional glass electrode is illustrated in ﬁg. 3.2.
It can be seen that it is a measuring chain in itself consisting of an
inner reference electrode (typically Ag/AgCl) immersed in a suitable
inner buﬀer solution (commonly saturated with chloride ions). The
glass membrane separates the inner solution from the analyte solution
and serves as the actual sensing element of the electrode. The chain is
completed by an outer reference electrode that matches the inner one
to avoid additional potential diﬀerences, giving:
Ag|AgCl|Cl−,H+(aH3O+,i)|glass|H+(aH3O+,x)||Cl
−|AgCl|Ag.
The applicability of the glass electrode for pH measurements is based
on the phase boundary potential which develops at the glass-solution
interface. This potential or emf Em is nearly exclusively dependent on
the hydrogen ion concentration of the solution (within a certain pH
range). From thermodynamic considerations the membrane potential
is calculated using the Nernst equation, giving:
Em = E
N (pHi − pHx), (3.1)
















Figure 3.2: Schematic diagram of the glass electrode measurement
chain
At present the "dissociation mechanism" as presented by Baucke [58]
seems to be the most appropriate model to describe the pH-sensitivity
of the glass electrode. It assumes that SiOH groups at the surface of
the glass membrane are mainly responsible for the potential genera-
tion. The slight deviation from the ideal nernstian sensitivity that is
observed in practical measurements is assigned to parasitic potentials
in the measurement chain, diﬀusion processes in the membrane or the





with the electromotive eﬃciency αem on the order of 0.995 [59].
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The properties of the glass electrode include a high impedance on the
order of 10-1000 MΩ due to the low electric conductivity of the glass
membrane. This fact makes the use of a high input impedance volt-
meter as well as suﬃciently high insulation resistance mandatory. The
pH-sensitivity is generally near-Nernstian in the range of 58mV/pH
with a temperature coeﬃcient of −0.1983mV/(pHK) for an ideal glass
electrode. The working temperature of glass electrodes covers the range
from -25 to 130 °C, although special designs are needed below 0 and
above 100 °C. One of the main advantages of the glass electrode is
the fact that its sensing mechanism does not involve redox reactions.
Therefore it is not inﬂuenced by reducing or oxidising agents. The
cross sensitivity towards diﬀerent cations depends not only on the pH-
value but also on the glass composition. With increasing radius of the
hydrated cations (K −−→ Na −−→ Li) in the glass the cross sensitivity de-
creases [60]. The response time (T90) of the glass electrode is typically
in the range of several seconds, for aged or contaminated electrodes the
response time can be up to 1000 times higher.
As the impedance of glass electrodes is commonly in the range of
(10–1000)MΩ, the instrumentation needs to have an input impedance
at least a factor of 1000 higher. Suitable devices can be found in the
MOSFET and the operational ampliﬁer, an integrated circuit employ-
ing MOSFETs with input impedance in the TΩ-range. In their simplest
form, they are used as impedance transformers as illustrated in ﬁg. 3.3.
Today, commercial pH-meters are based on microprocessors and oﬀer
automated temperature compensation, guided calibration with auto-
mated buﬀer recognition as well as recording and output of pH-data.
The glass electrode has become by far the most important and widely
used measuring device for the determination of pH-value. It is used for





Figure 3.3: Impedance transformation circuit using a MOSFET for the
measurement of glass electrode potential.
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as controlling the optimal pH-value for enzymatic reactions as well as
monitoring production by checking the pH-value of waste water. Due
to the vast number of possible applications, the ﬁelds where the glass
electrode cannot or can only be applied with limitations are brieﬂy dis-
cussed. These ﬁelds may in turn be ﬁlled by alternative devices such as
the ISFET. Although the applicability of glass electrodes is not limited
to aqueous solutions, non-aqueous solutions may pose diﬃculties. It is
possible to measure pH in liquid ammonium (at -33℃) for the titration
of very weak acids [61], however solutions containing hydroﬂuoric acid
are excluded due to the dissolving of the membrane. The miniaturi-
sation of the device is another problem that can only be realised with
great eﬀort down to a minimal length of approximately 1 cm [25] be-
cause of its discrete and rather elaborate design. This fact also limits
the possibility for mass production and results in bulky devices typi-
cally with a diameter of 12mm and a shaft length of several centimetres.
Its main restraint however lies in the fragility of the glass membrane,
which deﬁnes the overall mechanical stability of the glass electrode and
hinders the usage, in the food industry for example. It can nevertheless
be used in high pressure environments up to 90 bar in the conventional
form and up to 1500 bar with special designs [62]. The lifetime of the
electrode is limited by the employed glass membranes, which generally
belong to the less stable glass types leading to continuous ageing even
without usage. As the practical lifetime strongly depends on the op-
erating conditions, especially the temperature, it is diﬃcult to predict,




The structure of the ISFET is closely related to the MOSFET as illus-
trated in ﬁg. 3.4. The MOSFET is based on the modulation of current
in the semiconductor by an electric ﬁeld that is capacitively coupled
perpendicular to the surface through an insulating oxide layer (com-
monly SiO2). For the ISFET the gate metal is replaced by a suitable
sensing layer (e.g. Si3N4, Al2O3 and Ta2O5) that is exposed to an
electrolyte solution. The gate potential is controlled using a reference
electrode. One of the advantages of this device is that its manufactur-
ing can be integrated into commercial semiconductor technology [63]
and could therefore be mass fabricated. However, a cost reduction can-
not be achieved, as the large number of devices needed for this does
not coincide with the current demand for pH-sensors.
Initially, this device was seen as the direct integration of a glass elec-
trode and MOSFET, which combines chemical sensing properties and
impedance transformation [3]. This was mainly due to the similari-
ties between the silica-based glass membrane and the SiO2 insulator,
which was the ﬁrst gate oxide layer to be employed. Therefore, the
initial theoretical description of the ISFET was derived form the glass
electrode, even though the devices exhibited a clear deviation from the
near-Nernstian response [53]. One of the most prominent diﬀerences
to the glass electrode is that the ISFET is not a measuring chain in it-
self, i.e. no inner reference system is needed. Additionally, the ISFETs
functionality is based on the ﬁeld eﬀect over the insulating oxide layer,
whereas the glass membrane needs to be conducting. The successful
use of various other metal oxides and nitrides as pH-sensitive layers
[52, 53, 54] also emphasises the diﬀerences between the ISFET and
the glass electrode. Therefore, the ISFET should rather be viewed as
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a combination of the metal/metal oxide electrode and the MOSFET.
Both devices share a common charging mechanism, but the charge bal-
ancing is fundamentally diﬀerent. On the one hand, the metal/metal
oxide electrode can balance the charge directly through electrons from
the metal contact. It is therefore susceptible to redox agents and has
a rather low input impedance. On the other hand, the ISFET needs
to balance the charge through the ions in the solution as the gate is
insulating. It is therefore susceptible to changes in ionic strength and
has a high input impedance.
3.3.1 Theory
The pH-sensitive part of the ISFET is the oxide-solution interface. This
interface has been extensively studied in colloid chemistry resulting
in the "site-dissociation model" by Yates [64] and Healy [65]. It was
ﬁrst applied to the description of ISFETs by Siu and Cobbold [22] and
extended by Bousse [66]. For the sake of better comparison to the
glass electrode, SiO2 will be taken as an example for the oxide layer.
Similar to the "dissociation mechanism" introduced for the glass elec-
trode by Baucke [58], discrete hydroxyl groups are involved in the in-
terface reaction:
SiOH + H2O ←−→ SiO− +H3O+.
The "site-dissociation model" however describes metal hydroxyls as
amphoteric and also takes the reaction



























Figure 3.4: Schematic cross section of (a) the MOSFET and (b) the
ISFET.
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into account, though there is no consensus whether the silica surface





















assuming that the activity of surface groups a′ is equal to the surface
concentration c′ expressed in number of sites per unit area and taking




indicates that the surface activity is considered.
















SiOH is the total density of available
surface sites, q the elementary charge and [B] the net number of charged
groups. The relation between the surface and bulk hydronium activity
(index B) is given by:








with the surface potential Φ0.
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This mechanism of charge adsorption needs to be balanced by some
form of countercharge to maintain electroneutrality. As the oxide is
an insulator no charge transfer is possible through the semiconductor
and the countercharge needs to be supplied by the electrical double
layer in the electrolyte solution. For the sake of simplicity the Gouy-
Chapman model will be used here. In this model a diﬀuse charge layer
is formed electrostatically with opposite sign compared to the surface
charge (ﬁg. 3.5). Employing equation 2.8 this can be expressed by:
σEDL = −(8kT0INA) 12 sinh(zqΦ0
2kT
) = −σ0, (3.7)
for σEDL = σMI and Φ0 = ΦOHP − Φe. The fact that the ions can
only approach the surface to a ﬁnite distance could be accounted for
by the inclusion of a Helmholtz layer (Gouy-Chapman-Stern model),
but for the discussion of the general approach the simple model is suﬃ-
cient. Several rather complex derivations for the surface potential with
respect to bulk pH-value have been published which require some as-
sumptions [68, 69]. However, a remarkably simple approach to calculate
the relationship between the surface potential and the bulk pH-value
using equations (3.5) to (3.7) has also been published recently by van
Hal [70]. He introduces the concept of the intrinsic buﬀer capacity
βint as the capability of the surface to store charge as a result of an















Figure 3.5: Assumed structure of the metal oxide/electrolyte solution
interface with charges and potentials.
Using equation (3.5) the intrinsic buﬀer capacity can be calculated.
The capability of the solution to store charge with respect to a small






This capacitance is calculated using equation (3.7). Combining equa-

























This expression is the ISFET analogy to equation 3.2 from the theo-
retical description of the glass electrode. The sensitivity parameter αs
is the equivalent to the electromotive eﬃciency of the glass electrode
αem. For the sensitivity to be close to the Nernstian limit αs needs
to approach unity. This can be achieved by a high intrinsic buﬀer ca-
pacitance and a small diﬀerential capacitance. It is worth noting that
the approach by van Hal is general in the sense that it can include not
only the "site-dissociation model" and the Gouy-Chapman theory, but
any combination of a charging mechanism and a double layer model (or
the charge balancing in general) and that it is applicable to all metal
oxide/solution interfaces [71]. Si3N4 for example is best described by
an extended "site-dissociation model" with SiO2 and amine groups as
suggest by Harame [72].
Possibly, this model may also be applied to the glass electrode where
the charging mechanism is similar to the oxide/solution interface [58].
For this purpose, suitable descriptions of the surface potential depend-
ing on pH-value and the surface charge depending on surface potential
would have to be derived.
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3.3.2 Properties
As mentioned previously, the ISFET incorporates an impedance trans-
former leading to a high input impedance (typically several 100MΩ)
and a low output impedance (depending on the gate geometry W/L, on
the order of 100-1000 Ω). This fact is beneﬁcial for the following mea-
suring instrumentation as its input impedance and the cable insulation
are no longer critical parameters.
The sensitivity of the ISFETs is strongly dependent on the nature
of the gate oxide. Using the approach by van Hal, the pH sensitiv-
ity is characterized by the intrinsic buﬀer capacity βint which can be
calculated from colloid data for the dissociation constants (pK+, pK−
with pK = − log(K)) and the total density of surface sites (Nss) of the
various oxides. Table 3.1 shows the range of values that can be found
in literature with the point of zero charge pHPZC = 12 (pK+ + pK−)
and Nss which are determined experimentally and ΔpK = pK−−pK+
which is obtained by ﬁtting measured data to the "site-dissociation



























































































































































































































































































From equations (3.5) and (3.8) it can be seen that βint, and with
it the pH-sensitivity, is dependent on pH-value. This has also been
conﬁrmed experimentally for several oxides as shown in ﬁgure 3.6a.
Apart from the observed non-linearity, which is most prominent for
SiO2, the slopes vary considerably. The theoretically predicted ranges
are in good agreement with the measured ones and it was found that
the pH dependency of the sensitivity is reduced with decreasing ΔpK
and increasing Nss of the insulator [70]. It is clear from table 3.1 that
Al2O3 and Ta2O5 have become the preferred insulator materials for
the fabrication of ISFETs. The recent research on III-Nitrides, how-
ever, suggests that Ga2O3 is a promising candidate too. The selectivity
of ISFETs is dictated by the choice of the insulator material. Ion se-
lectivity constants towards alkali ions (KH,Na and KH,K) have been
determined by Abe [53] to be approximately 10−5 for SiO2, 10−7 for
Si3N4 and negligible (presumably on the order of 10−9) for Al2O3. The
cross-sensitivity can be explained similar to the alkali error of the glass
electrode by the speciﬁc adsorption of alkali ions, extended by the ad-
sorption of halide ions at positively charged SiOH+2 sites [23]. However,
the inﬂuence of the ionic strength of the solution on the diﬀerential ca-
pacitance (through equation 3.7) and the pH sensitivity in turn, has to
be taken into account as well and may be the more predominant factor
for selectivity [71]. This inﬂuence also decreases with increasing βint
and is therefore in qualitative agreement with the experimental values
by Abe. The response to changes in ionic strength at a constant pH is
also illustrated in ﬁgure 3.6b. A large, non-linear dependence on elec-
trolyte concentration is found for SiO2, whereas Ta2O5 exhibits only a
small, linear response.
The temperature dependence of the ISFET is the sum of several fac-
tors. In addition to the thermal behaviour of the reference electrode
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Figure 3.6: The response of an ISFET to (a) electrolyte pH at constant
TBACl concentration of 0.1 M and (b) NaCl electrolyte
concentration at constant pH of 5.8 [4].
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and the thermodynamic dependency of EN , the FET semiconductor
device is also inﬂuenced. The main parameters are the threshold volt-
age Uth and the electron mobility μ, for which only empirically derived
thermal coeﬃcients are available. Although an athermal point for the
drain current exists, it has to be determined individually for each device
and cannot be engineered towards a speciﬁc value on a larger (wafer)
scale. Several concepts to minimise the thermal sensitivity have been
devised including the superposition of an AC signal or the on-chip com-
pensation using a paired MOSFET with matched characteristics [80].
Another possible approach is to correct the raw data by previously mea-
sured temperature characteristics. Light sensitivity is a challenge that
originates from the semiconducting nature of the ISFET and although
it has been reduced over the years, it still exists. Especially under
conditions of intense illumination, such as direct sunlight, it has to be
accounted for. The simplest way to do this is to shield the ISFET from
ambient illumination by appropriate housing. The overall response to
rapid changes in pH is faster than for the glass electrode and does not
deteriorate with time. For high velocity ﬂuid jets, response times (T95)
as fast a 5ms are reported [81] using a special measurement setup. In
practical ﬂow-through setups with lower ﬂuid velocities a range of 0.3 to
2 s is typically obtained [82]. Therefore, the response time is thought
to be limited by the ﬂuid kinetics rather than the interface reaction
kinetics or the underlying FET structure.
3.3.3 Instrumentation
The ISFET itself is part of the ampliﬁcation system, as its FET part
already achieves impedance transformation. Therefore, the electrical




Figure 3.7: Schematic diagram of the ISFET source follower circuit.
This can be achieved by operating the ISFET with constant drain cur-
rent ID. A source follower as illustrated in ﬁg. 3.7 is a simple way to
do this. It is analogous to the circuit in ﬁg. 3.3 when the glass elec-
trode and the MOSFET are replaced by the ISFET. More elaborate
designs include source and drain followers, which employ a constant
drain-source voltage in addition to the constant drain current, and dif-
ferential ISFET/MOSFET pairs as have been suggested by Bergveld
[80]. The functionality of the pH-meters for glass electrodes is naturally
also available for ISFETs. The possibility to apply common pH-meters
to the discussed circuits has brought forth interfacing modules as well




The ISFET has found its way to commercial application primarily in
ﬁelds where the glass electrode cannot be used. This includes ﬁelds
where the fragility of the glass electrode or its size prohibits its appli-
cation. Interestingly, the ISFET manufactures have seldom exploited
the size advantage of the ISFET but continue to fabricate rod-shaped
devices with similar dimensions to the glass electrode. This can partly
be attributed to diﬃculties in miniaturising the reference electrode for
which no satisfactory solution has been found. Attempts to manu-
facture a miniaturised reference electrode have included pH-insensitive
ISFETs (termed REFETs) [83] as well as conventional Ag/AgCl elec-
trodes with gelled electrolytes in microcavities [84]. The proper encap-
sulation of the ISFET sensor chip is another challenge that has to be
overcome [85].
The ruggedness of the ISFET has led manufactures to position their
devices mainly for the food industry advertising it as "unbreakable".
Its fast response, dry storage, easy brush cleaning and the possibility
to measure in viscous and solid samples are also highlighted in adver-
tisements. The few examples where miniaturised ISFET systems have
made it to the market include a pocket-sized pH-meter introduced by
Shindengen (Japan) - today continued by Hach (USA) - in 2004 and an
indigestible, wireless capsule for measuring pH, pressure and tempera-
ture in the gastrointestinal tract by SmartPill Corp. (USA) that was
approved by the U.S. FDA (Food and Drug Administration) in 2006.
Interestingly, the latter concept was not introduced with the ISFET
but is in fact nearly 50 years old and was also suggested to employ
a miniaturised glass electrode [86], although no commercial device re-
sulted from this work. In academic research the ISFET has mainly
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been applied in biomedical ﬁelds primarily stressing the size advantage
e.g. integrated into catheter tips to measure the blood pH in vivo,
which came close to commercialisation [87]. Biocompatibility issues,
however, made the introduction to the market impossible. Another
application example are ﬂow-through cells with four integrated partly
functionalised ISFETs (H+, Na+, K+, Ca+2 ) [88] or the combination
of pH and pCO2 ISFETs [89]. The micro ﬂow cell for blood gas analy-
sis fabricated by Shoji et al. [90] employed a pH-ISFET in addition to
conventional, but miniaturised, pO2 and pCO2 sensors. An impressive
reduction of sample volume to 0.34 μl was achieved, but the applica-
tion to real blood samples was never shown. It is likely that the same
biocompatibility and stability issues described earlier have prevented
accurate and stable measurements.
More innovative approaches have been demanded and suggested by
Bergveld for future development opportunities [4], as the common ap-
proaches only exploit the miniaturisation potential but stay conven-
tional in principle. Sensor/actuator systems can be realised by de-
positing a noble metal electrode around the ISFET which can actuate
a pH change through the electrolysis of the water. This way a dipstick
titrator can be realised [91] and feedback systems are possible. Due
to the fast response time of the ISFET it is also feasible to eliminate
drift problems of the device by dynamic measurements [4]. For mea-
surements under uncommon or extreme conditions few results can be
found. Similar to the glass electrode, solutions containing hydroﬂuoric
acid are also excluded as metal oxides are etched by them. Results for
Si3N4 and Ta2O5-ISFETs indicate that they can be employed in non-
aqueous solvents with good agreement and faster response time com-
pared to the glass electrode [92]. High pressure environments should
not pose serious limitations to the application of ISFETs. For commer-
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cially available ISFETs a slightly lower temperature range (-5 to 80 °C)
is stated, compared to glass electrodes. Ageing of the device even with-
out usage as observed for glass electrodes does not occur for ISFETs.
The practical lifetime is mostly determined by the device packaging as
the bare ISFET chip itself is essentially non-ageing [93], does not require
special storage conditions and can easily be brush cleaned. Therefore
the lifetime, again depending on the operating conditions, should be on
the order of several years.
3.4 Reference Electrode
All electrochemical methods for the measurement of pH-value share
a common element in their measuring chain: the reference electrode.
This second half-cell in conjunction with a pH-electrode completes the
measurement circuit and forms the measurement cell. It should be
noted that a reference electrode is mandatory for every type of pH-
electrode, be it a glass electrode, a metal/metal oxide electrode or an
ISFET.
3.4.1 Conventional Design
Reference electrodes based on insoluble salts are utilised most fre-
quently as they are easy to manufacture and exhibit very good repro-
ducibility. The silver/silverchloride electrode (Ag/AgCl) has found the
most widespread application followed by the mercury/calomel electrode
(Hg/HgCl2). The potential of the Ag/AgCl electrode in an electrolyte
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solution containing chloride ions can be derived using the Nernst equa-
tion (eq. 2.7):
E = E0Ag+E
N logLAgCl−EN log aCl− = E0AgCl−EN log aCl− , (3.13)
with the solubility product LAgCl = aAg+aCl− . It is easily seen that
the electrode potential only depends on aCl− for given environmental
conditions. The potential is reversible in a temperature range from -30
to 130 °C.
An Ag/AgCl reference electrode commonly consists of a glass body in
which a silver wire coated with silver chloride is immersed in a concen-
trated (3M) or saturated (∼3.5M) potassium chloride (KCl) solution
that is also saturated with AgCl (ﬁg. 3.8). The internal electrolyte so-
lution establishes a stable potential that is passed to the sample via the
junction. The junction is required to balance the internal and external
potential by exchanging ions, but also needs to prevent contamination
of the internal electrolyte solution, as this would impair the potential
stability at the internal electrode.
The junction can be realised as an open junction or with various
types of diaphragms. To minimise the contamination of the internal
electrolyte solution from the sample, an additional junction can be
added via a salt bridge (double junction reference electrode). The po-
tential equilibrium between the internal and external solution is ensured
by leaking internal solution through the junction by a slight internal
overpressure. This is normally achieved using the hydrostatic pres-
sure by opening the ﬁlling hole. The leakage rate ranges from 2ml/d
for glass frits to less than 0.05ml/d for ceramic diaphragms and cap-
illary junctions. The conductivity of the junction, and subsequently









Figure 3.8: Schematic drawing of a conventional reference electrode.
tional to the leakage rate. The most common type of junction is the
ceramic diaphragm, which is made up of a porous ceramic plug with a
diameter of 1mm that is melted into the glass body. This junction is
also commonly applied for the construction of combination electrodes,
which incorporate a glass and a reference electrode in a single probe.
However, the porousness (diameter <1 μm) and the low leakage rate
make the ceramic junction susceptible to contamination and clogging
and it exhibits a rather high impedance of about 5 kΩ. To minimise
clogging of the junction higher leakage rates and/or bigger pores have
to be employed. This is the case for open junctions like the capillary
junction with an inner diameter of approximately 10 μm and leakage
rates down to 0.03ml/d. Clogging is reduced as only a single pore is
used which can be cleaned by a short overpressure impulse. This makes
them a suitable choice for the application in blood gas analysers where
the junction can become blocked by blood clots. The disadvantage of
52
Figure 3.9: Typical measurement artifacts related to the liquid junction
potential [94].
this junction is the extraordinarily high electrode impedance (>10MΩ)
leading to more strict isolation and shielding as well as instrumentation
requirements. Furthermore, it also distorts the impedance spectrum at
high frequencies in electrochemical impedance spectroscopy. In general,
many measurement artifacts in electrochemical pH-measurements can
be related to the reference electrode junction, as illustrated in ﬁg. 3.9.
The solution kinetics inﬂuence the junction potential, e.g. by stirring,
and a stabilisation period or overall drift may be observed. The sta-
bility of the junction potential is also inﬂuenced by the choice of the
internal electrolyte solution. By using concentrated or saturated elec-
trolyte solutions the charge transfer is determined by these ions and
independent of the ions in the sample. The inner electrolyte solution
should exhibit nearly equal diﬀusion constants for cations and anions
to establish a stable potential. Otherwise, the charge transfer across
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the junction would be unequal, resulting in a drifting potential. Other
requirements for the internal electrolyte include: no reaction or contam-
ination of the sample and solubility in the employed solvent. For the
Ag/AgCl reference electrode in aqueous solutions, potassium chloride
fulﬁls these requirements when no Ag ions are present in the sample.
Otherwise the sample may be contaminated through the formation of
AgCl.
For the application of conventional reference electrodes in harsh en-
vironments the internal electrolyte solutions can be solidiﬁed using gels
or polymers. The closed glass body makes the electrode more resistant
to external pressure and only a very small amount of sample solution
can enter the electrode. The gel matrix does not impede the diﬀusion
of ions and the conductivity of the internal electrolyte solution appre-
ciably. Commonly employed gels include agar-agar, agarose, polyvinyl
alcohol or polyacrylamid in concentrations of up to 20% in connection
with an open junction (diameter 0.5 to 1mm). Although no exchange
of electrolyte solution takes place across the junction, the diﬀusion of
ions from and to the sample solution is not restricted, which leads to
a slow contamination and dilution of the internal electrolyte solution.
This is why every sample leaves a trace in the gel. The temperature
and time dependent phase separation in the gel with the subsequent
loss of water and shrinking of the gel is another eﬀect that limits the
lifetime of gel-based electrodes.
3.4.2 Miniaturisation
One of the advantages of the ISFET, the small dimensions of the active
sensor area and the possibility of miniaturisation, is seriously hampered
by the dimensions of conventional reference electrodes. Therefore many
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attempts have been made to overcome this challenge by the develop-
ment of micro reference electrodes. Three diﬀerent approaches can
be found in literature: quasi-reference electrodes (QRE), miniaturised
conventional reference electrodes (integrated micro reference electrodes
- iμREe) and the previously mentioned REFETs.
The ﬁrst miniaturisation approach is based on omitting parts of the
conventional design. This automatically implies a deterioration of the
electrodes properties, especially with respect to potential stability and
lifetime. The quasi-reference electrode only consists of the internal
electrode (Ag/AgCl or a noble metal) in direct contact with the sam-
ple solution. They can easily be integrated on-chip with the ISFET but
exhibit a pronounced sensitivity to the transfer ions for insoluble salt
electrodes (e.g. Cl – for Ag/AgCl) or are susceptible to redox couples.
If the reference potential stability is not too critical and the sample
composition can be assumed constant with respect to transfer ions and
redox couples the QRE is the most straightforward approach that can
be manufactured in a very simple way. It is also employed as a sec-
ondary reference electrode to establish a reference point for diﬀerential
measurements between an ISFET and a REFET or a true reference
electrode. A slightly more stable reference electrode can be realised
by covering a QRE with a polymer-, epoxy- or gel-based electrolyte
similar to the conventional gel reference electrodes mentioned earlier,
but omitting a discrete junction. The solidiﬁed electrolyte is coated
onto the QRE and contacted by the sample solution over the whole
surface [95, 96]. This way the inﬂuence of the transfer ions is reduced.
However, due to the relatively large wetted area the electrode potential
is inﬂuenced by the solution composition and the lifetime is limited.
A miniaturised conventional reference electrode is created when a
small open junction is used to minimise the contact area with the
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sample [97, 98]. Therefore, this second approach achieves miniatur-
isation by reducing the actual dimensions of the conventional design
and retains the properties of a conventional reference electrode. The
realisation of the open junction, however, is a technological challenge
especially with respect to the integration into an established production
process [84, 90]. In general, the lifetime of the iμRE is reduced as there
is little space available for the internal electrolyte solution. This re-
sults in a much faster depletion and/or contamination of the electrode.
When only the dimensions directly at the sample have to be minimised,
but the main body of the electrode can be realised conventionally, the
capillary reference electrode is best suited.
The third approach combines the QRE with the possibility to mon-
itor the reference potential using a REFET. The REFET itself is a
modiﬁed ISFET that is insensitive to ions in general and to pH in
particular. A near perfect integration of a reference electrode can be
achieved by realising the ISFET, the REFET and a small metal QRE
(e.g. Pt) directly on the chip. The rather unstable potential of the
QRE is measured by both the ISFET and the REFET and can be sup-
pressed using a diﬀerential ampliﬁer system with a high common-mode
rejection ratio. The ampliﬁed signal only contains the response of the
ISFET to changes in ion concentration, assuming that the REFET is
insensitive to ions but otherwise identical to the ISFET. The challenge
that has not been overcome so far is to develop a modiﬁcation for the
ISFET that eliminates the ion sensitivity but maintains all other prop-
erties. For the elimination of ion sensitivity the sensor surface has either
been coated using inert and ion-blocking layers like parylene [83], teﬂon
[99] and or directly modiﬁed by grafting with long-alkaly-chain silanes
[100]. These modiﬁcations only reduced the pH-sensitivity either in a
small pH range [83] or by a factor of 5 [99] which is not suﬃcient for
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practical applications. However, even a perfectly inert surface of the
REFET changes its electrical properties compared to the ISFET due
to the diﬀerent charge and potential distribution at the surface result-
ing in diﬀerent surface potentials and a diﬀerential signal. A possible
solution to this problem is to bias the REFET in such a way that it
behaves electrically identical to the ISFET, as suggested by Bergveld
[4]. For ﬂow-through systems with a relatively high sample frequency
a diﬀusion barrier which retards the response time of the REFET has
been applied [101]. This pseudo-REFET can act as a reference sensor
during the passage of the sample as is reacts slowly enough to changes
in the sample. Although the REFET is a promising approach, no break-
through has been achieved so far and only very few publications still
investigate the topic.
In conclusion, the miniaturisation of the reference electrode can be
achieved for speciﬁc applications but there is no universal solution avail-
able that would enable the construction of a miniaturised and inte-
grated ISFET-based pH-sensing device with comparable versatility as
the combination glass electrode.
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4 AlGaN-based Fluid Sensors
In this chapter the material properties of Group III-Nitrides and the
structure of the used sensor devices are presented. An overview of the
state of the art in AlGaN-based ﬂuid sensors for pH-value, anions and
functionalised (bio-)sensors is given and their theoretical description is
discussed.
4.1 The III-Nitride Material System
The III-V compound semiconductor GaN and its ternary and quater-
nary alloys with Al and In form the III-Nitride material system which
is nowadays considered one of the most important semiconductors after
Si [102]. They can form a hexagonal (wurzite) or a cubic (zincblende)
crystal structure. The wurzite structure is the more stable and com-
monly employed conﬁguration. In this work, the term "III-Nitrides"
will be used to refer to GaN and AlxGa1-xN with a wurzite crystal
structure. InN and InxGa1-xN will not be discussed.
The fabrication of large area GaN samples was ﬁrst described about
50 years ago [103], but initially their potential was dismissed due to in-
suﬃcient material quality and the inability to produce p-type material.
It took about 30 years to improve the growth techniques and, conse-
quently, the structural properties. This improvement lead to increasing
research activity on III-Nitrides and their commercial breakthrough
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Figure 4.1: Bandgap and lattice constants of III-Nitrides and other se-
lected semiconductors [16].
in 1994 with the introduction of the blue GaN-based light-emitting
diode (LED) [104]. Since then a multitude of application ﬁelds have
been discovered, with optoelectronic devices as the undisputed leader
in terms of commercial success and research activity. High-power and
high-frequency transistors, devices for harsh and high temperature en-
vironments and especially sensor devices have also received increasing
research interest in the past 10 years.
Properties and Advantages
One of the most prominent properties and advantages of III-Nitrides
compared to Si or other III-V semiconductors (e.g. GaAs) is the possi-
bility to obtain so-called wide band gap semiconductors like GaN and
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AlN with a band gap of 3.44 eV [105] and 6.2 eV [106], respectively,
as well as semiconductors with a small band gap like InN with 0.7 eV
[107]. Additionally, the band gap can be engineered over a broad range
to any value between 0.7 and 6.2 eV using the ternary alloys AlxGa1-xN
and InxGa1-xN via adjustment of x (ﬁg. 4.1). All III-Nitrides are di-
rect semiconductors and can therefore be used to build optoelectronic
devices. The large band gap of GaN and AlxGa1-xN in conjunction
with substrates like sapphire and undoped SiC enables the fabrication
of devices that are transparent in the visible light spectrum.
The high bond strength of GaN and AlxGa1-xN results in a high
chemical stability, which is beneﬁcial for devices in harsh or high tem-
perature environments. However, it also presents a technological chal-
lenge when structuring the material. Biocompatibility of GaN and
AlGaN was shown to be superior to common semiconductors like Si
[108, 109]. In the corresponding publications, the term biocompati-
bility was deﬁned in the sense that cell cultures adhere well to the
semiconductor and no signs of toxicity or change in cell morphology
can be observed.
The spontaneous and piezoelectric polarization of III-Nitrides is up
to ten times larger in comparison to other III-V and II-IV semiconduc-
tors [110]. This property was exploited for the construction of surface
acoustic wave (SAW) devices [111]. The polarization is also used for the
fabrication of AlGaN/GaN heterostructures with a highly conducting
2DEG channel. This heterostructure is the basis for the sensor devices
employed in this work. As the wurzite structure is noncentrosymmet-
ric, two diﬀerent stacking sequences are possible on GaN and AlGaN.
This results in a polarity of the surface that can be inﬂuenced by the
choice of growth parameters [110]. For a Ga-face surface the spon-
taneous polarization is orientated towards the substrate, whereas for
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an N-face surface its is orientated towards the surface. Other electri-
cal properties include a reasonable electron mobility and high electron
drift velocity [112] as well as the possibility to achieve n-type material
using Si and p-type material using Mg as dopants. As-grown material
can exhibit unintentional n-type doping (due to N-vacancies), p-type
doping (due to the incorporation of C) or be compensated, depending
on the growth method.
Applications
As stated earlier optoelectronic devices are the primary applications of
III-Nitrides and light emitting devices were the ﬁrst to be developed.
Especially the blue p-n LED developed in 1994 by Nakamura [104] and
its subsequent, very successful commercialisation by Nichia Corp. was
a milestone for LEDs in the blue and (ultra-)violet spectral range. This
success also allowed for the development of white LEDs that use high-
intensity blue InGaN-LEDs to excite yellow ﬂuorescence in a phosphor
layer giving the overall impression of white light. These LEDs are now
commercially widely available and are used as energy saving alterna-
tives for room lighting or in the automotive industry. Following the
blue LED the fabrication of continuous wave laser diodes (LD) based
on III-Nitrides was achieved in 1996 [113]. Especially the informa-
tion technology industry beneﬁted from this development, as the blue
LD made the construction of optical storage devices (e.g. the Blu-ray
disc) with a much higher data density (factor 4) possible, due to the
shorter light wavelength. The direct, large and tunable band gap of the
III-Nitrides and the possibility to grow single and multi quantum-well
(SQW/MQW) structures enabled the manufacturing of blue and green
LEDs and LDs. The aforementioned advantages are also exploited for
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the construction of photodetectors especially in the ultra-violet (UV)
region. On the one hand, the band gaps of GaN and InxGa1-xN are
well suited to achieve solar-blind characteristics. By employing a rel-
atively thick (approx. 1μm) epitaxial ﬁlter layer and using backside
illumination through the transparent substrate an upper cut-oﬀ wave-
length of less than 365 nm is realised. On the other hand, the possibility
to fabricate MQW structures increases the sensitivity of the detector
[114]. These devices have found commercial application in for example
ﬂame sensors or medical UV monitoring, and are available as low-cost
devices from manufacturers like Advanced Photonix Inc., sglux SolGel
Technologies GmbH or Kyosemi Corp.
Electronic devices based on III-Nitrides can be found mainly in the
form of high electron mobility transistors (HEMT). They employ het-
erojunctions which are formed by diﬀerent compositions of the ternary
alloys. This allows for the local optimisation of charge transport proper-
ties especially for high frequency applications. Their wide band gap and
fairly good thermal conductivity [112] also makes them applicable at
high temperatures and for high power applications. III-Nitride HEMTs
are commonly based on an AlGaN/GaN heterostructure and the ﬁrst
promising research results were published in 1996, demonstrating high
maximum current, transconductance, breakdown voltage and cut-oﬀ
frequencies in the range of 50GHz [115]. About a decade later a mul-
titude of companies started to announce GaN high-power and/or high
frequency HEMTs [116] and the ﬁrst commercially available GaN radio
frequency HEMTs were introduced in 2006. Currently GaN HEMTs
are available from Cree Inc., Nitronex Corp., Toshiba America Elec-
tronic Components Inc. or RF Micro Devices, with a frequency and
power range of up to 14GHz and 50W, respectively. These devices are
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mainly targeted at the communication market with next generation
mobile communication standards like UMTS/HSPA, WiMAX or LTE.
Other application ﬁelds, which have not been commercialised yet, in-
clude SAW devices for electronic analog ﬁltering [117] as well as sensors
for gases. One of the advantages of the III-Nitrides for gas sensors is
the capability to operate at high temperatures, e.g. in engine exhaust
gases. These devices consist of a catalytic metal Schottky contact ei-
ther directly on GaN, forming a Schottky diode, or on an AlGaN/GaN
heterostructure transitor, acting as a catalytic gate. First investiga-
tions on Pt:GaN Schottky diodes were carried out in 1999 [118] and
the research progress has been reviewed by Eickhoﬀ [57] and Pearton
[13]. The application of AlGaN/GaN heterostructures for ﬂuid sens-
ing is the main topic of this work and is therefore discussed in more
detail in section 4.4, after the discussion of the basic AlGaN/GaN het-
erostructure, the formation of the 2DEG and signiﬁcant defect-related
phenomena.
4.2 AlGaN/GaN-Heterostructure and the
Two-Dimensional Electron Gas
The general structure employed in this work consists of a GaN buﬀer
and an AlGaN barrier layer (ﬁg. 4.2). Commonly, this structure is
deposited on a sapphire wafer with a AlN nucleation layer, to reduce
lattice mismatch, and terminated by a thin GaN layer, to increase
the chemical stability of the device. For the principal description of
the 2DEG generation that is given in this section, however, the GaN
cap layer is disregarded. The piezoelectric and spontaneous polar-


















Figure 4.2: Schematic drawing of an AlGaN/GaN heterostructure (Ga-
face) with spontaneous and piezoelectric polarization ﬁeld
and induced charges.
tion of AlGaN-based ﬁeld eﬀect devices, such as HEMTs or Schottky
diodes. The discontinuity of the spontaneous polarization PSP and
piezoelectric polarization PPE at the GaN/AlGaN interface induces
stationary charges σP . For the crystal orientation [0001] (Ga-face) a
negative charge is generated at the upper and a positive charge at
the lower interface. For GaN and Al0.3Ga0.7N the charge induced
by spontaneous polarization σPSP is approximately 1.8× 1013 cm−2
and 2.8× 1013 cm−2, respectively, estimated using equation 7 given
in [115]. An additional piezoelectric polarization is generated by the
tensile strain in the barrier due to the lattice mismatch of GaN and
AlGaN. The charge σPPE , induced by piezoelectric polarization, typi-
cally amounts to about 6× 1012 cm−2, for Al0.3Ga0.7N on GaN [119],
and adds to the polarization of the AlGaN barrier. The resulting
charges σP,AlGaN and σP,GaN are shown in ﬁgure 4.3. At the GaN/AlGaN
interface +σP,AlGaN is not fully compensated by −σP,GaN , resulting
in a remaining positive stationary charge density σdiff of more than
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1× 1013 cm−2. To maintain charge neutrality free electrons accumulate
near the interface in the GaN buﬀer shielding σdiff and generating a
very thin sheet of electrons, the so called two-dimensional electron gas
(2DEG) with a carrier density σ2DEG on the order of 1× 1013 cm−2
[110]. Most of the electrons are supplied by surface states at the up-
per AlGaN/air interface which in turn compensate −σP,AlGaN [120].
It should be noted that the compensation at the lower and the upper
AlGaN interface is not complete and an electric ﬁeld Fb,AlGaN on the
order of −300 kV cm−1 exists in the barrier. Therefore, the surface of
such a heterostructure without a GaN cap layer in air exhibits a posi-
tive surface potential Φ0 of approximately 0.7V. When the structure
is capped with an additional GaN layer a surface potential of about
0.3V is observed [119]. It should be noted that the value of the sur-
face potential depends on the growth method as shown by Köhler et
al. [121]. Owing to the advances in epitaxial growth, the 2DEG can
be conﬁned about (10–30) nm below the surface - compared to several
100 nm in Si-based devices - enabling a more eﬀective modulation of the
charge density through electric ﬁelds. Additionally, the AlGaN/GaN
heterostructure exhibits a captivating simplicity in its structure without
the need for doping and has superior sensitivity, noise characteristics,
and chemical and thermal stability.
4.3 Defect-related Phenomena
As the epitaxial growth of the AlGaN/GaN-heterostructure does not
result in perfect crystalline layers, the crystal quality is inﬂuenced by
several structural and energetic defects, which can be either intrinsic or
extrinsic. The most common point defects (one-dimensional) include






























Figure 4.3: The charge and potential distribution in an AlGaN-
heterostructure (stationary charges - blue, free charge - red,
diﬀerence conduction band to Fermi level - green)
silicon [56]. Their energetic levels within the band gap inﬂuence the
electronic properties of the devices, especially for deep-level defects.
The phenomena of persistent photoconductivity and current collapse
are mainly attributed to these defects.
Two- and three-dimensional defects are mostly of a structural and
intrinsic nature, but nevertheless have a profound inﬂuence on the en-
ergetic structure. These defects include dislocations, stacking faults
and grain boundaries, as well as interfaces in general. For example,
the so-called threading dislocations are always present in GaN-based
layers that have been deposited on mismatched substrates like sap-
phire [122]. For heterostructures grown with metal organic chemical
vapour deposition (MOCVD) the dislocation density is in the range of
(1× 109–1× 1010) cm−2 [123, 124]. It should be noted that the dislo-
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cations originate from the substrate/semiconductor interface and run
vertically through whole heterostructure up to the surface. Although
appropriate measures can be taken to minimise the number of dislo-
cations reaching the surface, these types of defects always permeate
the whole structure. As the dislocations interrupt the crystal structure
they are also the more reactive sites, which in turn leads to the incor-
poration of impurity atoms (point defects). The most important aspect
for this work, however, is their inﬂuence on the chemical stability of
the sensors, as intentional (etching) and parasitic (corrosion) wearing
out of the surface always starts at those sites.
In the following section a brief overview of the defect-related phe-
nomena persistent photoconductivity (PPC), current collapse (CC) and
photoelectrochemical etching is given.
4.3.1 Persistent Photoconductivity
A drawn-out decay of the photoconductivity after darkening has been
observed for semiconductor materials like AlGaAs [125] as well as GaN
and AlGaN [126, 127]. This characteristic is commonly referred to as
persistent photoconductivity. For these material systems the genera-
tion/recombination process is disturbed by an additional energy bar-
rier. As energetic defects in the band gap have been identiﬁed to be re-
sponsible for the PPC, it is also observed for sub-band gap illumination.
Although there is some debate about the exact origin and mechanism,
it is agreed that the additional charge carriers originate from one or
more types of deep-level defects. The PPC has been observed in both
n-type [126, 128, 129], p-type [130] and undoped GaN [131] as well as
AlGaN/GaN-heterostructures [127, 132]. However, it should be noted
that n-type GaN without PPC has also been reported [128], whereas
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no such observation has been made for AlGaN/GaN heterostructures.
Apart from gallium vacancies [133] or speciﬁc surface states [134], espe-
cially the contamination with oxygen has been suggested as the cause
for the PPC [135, 136]. Additionally, the frequently observed yellow
luminescence in photoluminescence measurements of GaN is thought
to be connected to the PPC [131]. A detailed discussion of the pos-
sible mechanisms, which include macroscopic potential ﬂuctuations or
microscopic potential barriers, has been given by Seifert [136].
The typical course of the photocurrent upon changing the illumi-
nation conditions is given in ﬁgure 4.4, for an AlGaN/GaN Schottky
diode. The drawn-out decay after photoexcitation can be described by
a stretched exponential function [127]:
I(t) = Idark + (I0 − Idark) exp((− t
τ
)β) (4.1)
with the dark or equilibrium current Idark, the current upon illumina-
tion I0, the time constant τ and the exponent β. Values between 0.2
and 0.4 have been reported for β and τ was found to be on the order
of (1× 103–1× 104) sec [127, 126, 132, 16]. Although all semiconduc-
tor sensor devices exhibit a light sensitivity to some extent and should
therefore be kept under constant illumination conditions, the PPC com-
plicates matters considerably. The most obvious choice of illumination
- none or darkness - will lead to a prolonged and non-linear drift of
the output signal. This is why an optimisation of either the semicon-
ductor or the measurement conditions are mandatory for accurate and
reproducible measurements. First optimisation steps for AlGaN-based
pH-ISFETs have been performed by Kittler [16], including modulation
doping with Si, compensation circuits with passivated sensors and the
continuous illumination with an LED. The optimisation of the semicon-
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Figure 4.4: Transient response of an AlGaN/GaN-diode upon switching
the illumination on and oﬀ that demonstrates the impact
of PPC [132].
ductor structure by modulation doping with Si succeeded to increase
the absolute value of the sheet carrier density Ns and thus decreased
the relative inﬂuence ambient illumination changes by a factor of up to
3. Additional compensation with a simple diﬀerence circuit of a pH-
insensitive and an active sensor achieved another decrease by a factor of
5. This decreased the light-induced change of the sensor signal equiva-
lent to 0.2 pH. The continuous illumination of the pH-ISFET with an
LED was used to excite as many charge carriers as possible into the
conduction band. The variation of the drain current that is measured
when the ambient illumination is switched oﬀ is plotted in ﬁgure 4.5
versus the wavelength of the employed LED. A pronounced decrease of
ΔIDS is observed for wavelengths close to the band gap of GaN. A pH-
equivalent of 0.07 pH was found when a violet LED (λPeak = 400 nm)
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Figure 4.5: Variation of the drain current in an AlGaN-based pH-
ISFET upon switching oﬀ the ambient illumination plotted
versus the wavelength of the additional, continuous LED
illumination [16].
is employed. For other wavelengths the variation is larger by a factor
of 10. It should be noted that all optimisation approaches discussed
in this publication are targeted at reducing the symptoms of the PPC,
rather than eliminating its cause. For a true reduction of the PPC
the growth of the heterostructure needs to be optimised. Only in this
way can the responsible energetic and structural defects be minimised.
Nevertheless, the results for the modulation doping and the continuous
illumination were taken as a starting point for the optimisation steps
presented in this thesis.
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4.3.2 Current Collapse
Another kind of trap-related instability that has been observed in GaN-
based devices is the so-called current collapse (CC). This phenomenon
severely limits the output power of HEMTs and has also been reported
for Si- and AlGaAs-based devices [137, 138]. It manifests itself as a
reduced drain current characteristic after previous high drain bias [139,
140, 141] or for high frequencies [142, 143, 144]. From the Id(Uds)
characteristic in ﬁgure 4.6 the large extent of the CC is evident, as the
drain current for short pulses of Ugs (line + dots) is much smaller in
comparison to the values obtained for a constant (dc) Ugs (solid line).
Similar characteristics have been observed when the device was stressed
with a high drain bias. To explain the CC, diﬀerent mechanisms have
been suggested, which focus on the outer 2DEG portion that is not
directly inﬂuenced by the gate (location z in 4.7c). In general, a partial
depletion or pinch-oﬀ of the intermediate 2DEG - between gate and
drain - is assumed. This depletion is thought to be due to either the
trapping of hot carriers by deep centers in the GaN buﬀer layer [140,
141] or trapping in surface states [142, 143, 145].
The latter mechanism is often modelled as a virtual gate, which in-
duces a depletion of the intermediate 2DEG and reacts with much larger
time constants to bias voltage changes, compared to the gate. The in-
creased time constant is caused by the carrier capture/emission charac-
teristic of the associated surface charges. The charging and decharging
mechanism of the surface states is assumed to take place via leakage or
tunneling currents from the metal gate electrode [144, 145]. In ﬁgure
4.7 the CC induced by surface states and charged by tunneling is il-
lustrated. By spatially resolved measurements of the surface potential
(ﬁg. 4.7b) an increased negative potential was found near the gate after
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Figure 4.6: Output characteristic Id(Uds) obtained at DC and by puls-
ing Ugs from −4V to a speciﬁc Ugs that demonstrates the
impact of the CC. [144]
stressing the device. This charge accumulation at z (ﬁg. 4.7c) acts as
a virtual gate that depletes the underlying 2DEG. Figures 4.7d-f show
the band diagrams and sheet charge distributions before stress, after
stress and the compensation with UV light.
It was found that the CC can be reversed by liberating the trapped
carriers through thermal or optical energy. Especially the restoration
of the drain current characteristic by incident light of near-or super-
band gap energy is reported in the literature [140, 143, 145]. From this
observation and the correlation of the deep-level trap energies derived
for the CC with trap energies assigned to the PPC [131, 129], Klein et
al. suggest that the traps responsible for the CC and the PPC may be
the same [140]. This connection would imply that the PPC is also in-
duced by surface states, arguing for the explanation put forth by Horn
et al. [134]. In addition to optical restoration, it was found that the
passivation of the free surface with SiNx [143, 145] as well as the appli-
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Figure 4.7: (a) Schematic band diagram explaining the tunnelling of
electrons from the gate to the surface when a device is
stressed by applying biases −Vg and Vd to the gate and the
drain, respectively. (b) Measurement of the surface poten-
tial variation from the gate toward the drain. (c) Schematic
cross section illustrating the concept of a virtual gate. Band
diagrams and sheet charge distribution along the z-z’ line
are shown (d) before stress, (e) after stress, and (f) after
UV illumination of the stressed device. [145]
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cation of ﬁeld plates [146, 147] results in a reduction of the CC eﬀect.
The passivation is thought to prevent charge from being trapped in
surface states, due to a reduction of the surface trap density, alteration
of the surface donor states or a decrease of the surface barrier [145].
4.3.3 Defect etching
Although the chemical stability of III-nitride based devices is high-
lighted in the introductory remarks of nearly every publication on
AlGaN ﬂuid sensors, it is clear that every device is only as stable as
its weakest link. Leaving aside the aspects of device passivation and
packaging for the moment, the structural defects in the crystalline lay-
ers themselves are especially critical locations. The defect-free portions
of e.g. GaN layers are indeed very hard to etch, with the Ga-face ex-
hibiting a higher stability than the N-face. The 2-dimensional defects,
however, are susceptible to acidic and alkaline etching solutions. These
properties have been exploited to determine the dislocation density by
counting the number of etch pits after exposing samples to contrated
H3PO4 or KOH at elevated temperatures [148, 124, 122]. The exact as-
signment of the etch pits to speciﬁc types of dislocations is controversial
[122], but they are believed to include nanopipes [148] and threading
dislocations [123]. A typical AFM image that reveals etch pits in GaN
after exposure to molten KOH at 200 °C is given in ﬁgure 4.8 for diﬀer-
ent etch durations. The hexagonal shape of the etch pit is an indicator
that lateral etching prevails for this process.
It is apparent from these images that this etching procedure is not
suitable for the selective structuring of III-nitrides. To achieve more
homogenous results and control the lateral and vertical etch rates, bias-
assisted and photo-enhanced etching techniques have been developed,
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Figure 4.8: AFM images of GaN samples etched in molten KOH at
200 °C for 60 s (a), 180 s (b), 360 s (c) and 900 s (d). [122]
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commonly referred to as photoelectrochemical etching. Using diluted
solution of KOH and UV illumination at speciﬁc intensities, rough sur-
faces at high vertical etch rates [149, 150, 151] and smooth surfaces
with low vertical etch rates [152, 153] were achieved. The additional
application of a bias voltage can be used to optimise the undercutting
of GaN-based MEMS [153] and allows for etching with solutions that
were commonly not considered as etchants, like CO3COOH or HNO3
[154]. The mechanism of photoelectrochemical etching is thought to
be the following: upon illumination, as well as for the applied bias
voltage, positive charge (holes) accumulate at the surface of the semi-
conductor, which support the oxidation of Ga [149]. This GaxOy is
then removed by the acidic or alkaline etchant. For the overall reaction
of GaN Youtsey et al. [150] give the following equation:
2GaN + 6h+ −−→ 2Ga 3+ +N2. (4.2)
When the oxide etch rate is reduced by dilution of the etching solutions
the ratio of oxide growth and oxide etch can be shifted towards pho-
toelectrochemical oxidation. For GaN, photoelectrochemical oxidation
has been reported with (deionised) water when the bias voltage exceeds
3V [155]. With a subsequent etching surfaces with low etch damage
were obtained [156].
4.4 Applications as Fluid Sensors
The development of AlGaN-based ﬂuid sensors is illustrated in this
section with respect to their historical background and the state of the
art in the application ﬁelds pH-, anion- and functionalised bio-sensing.
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4.4.1 Historical Background
For the construction of chemical sensor devices the modulation of the
2DEG charge density by variation of surface potential is exploited. For
this purpose the gate metallisation of the known AlGaN/GaN HEMT
heterostructure are omitted, exposing the bare GaN capped surface.
A modulation of the channel current Id was observed by Neuberger et
al. [157] when ions generated by a plasma spray device were directed at
the surface. This was attributed to the change in the surface charge by
incident ions which in turn enhanced or depleted the 2DEG. It was ob-
served that every incident negative ion displaces one electron from the
2DEG. As cyclic changes were found to be completely reversible [158],
irreversible processes like trap formation or surface oxidation could be
ruled out. Although the strong response on charges was ﬁrst termed a
parasitic eﬀect, which had to be eliminated or controlled for the opti-
mization of HEMTs, the potential for sensor applications was demon-
strated shortly afterwards.
The ﬁrst application of the AlGaN/GaN heterostructure as a ﬂuid
sensor was reported for diﬀerent organic solvents applied to the sur-
face. It was found that the drain current is aﬀected by the dipole
moment of the solvent p [159]. However, it was also noted that the
molecule size yielded diﬀerent results for similar dipole moments. This
and the unordered dipole orientation in liquids impaired quantitative
determination of dipole moment but allows for qualitative evaluation
of polar contaminations in nonpolar liquids (e.g. hydraulic oil). Sim-
ilar results were later reported for the exposure to organic solvents
[160, 161], polymer and block copolymer solutions [162]. A linear rela-
tionship between the drain current and the ratio of the solvent’s dipole
moment and dielectric constant p/ was shown by Kokawa et al. [161].
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Figure 4.9: pH-dependence of the surface potential of diﬀerent
AlGaN/GaN-heterostructures (A) with Mg-doping, (B)
with Mg-doping and additional thermal oxide, and (C)
without doping and oxidation [11].
Reproducible and quantitative results for an AlGaN/GaN ﬂuid sensor
were ﬁrst reported in 2003 by Steinhoﬀ et al. [11]. They compared
diﬀerent transistor structures with respect to their pH response and
proposed that even the thin surface oxide layer forming upon expo-
sure to atmosphere is suﬃcient for a linear response in the range from
pH 2 to 12 (ﬁg. 4.9). X-ray Photoelectron Spectroscopy analysis of
as-deposited GaN revealed the formation of a thin oxide ﬁlm at the
surface [163, 164]. However, the claim made by Steinhoﬀ et al. that
no systematical investigation on the ion sensitivity of III-Nitride-based
chemical sensors had been done before was not correct. In 1995 Kocha
et al. used electrochemical impedance spectroscopy to investigate the
GaN-electrolyte interface of MOCVD grown 2μm Si-doped GaN layers
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[165]. They found a linear pH-sensitivity of 55mV/pH in the pH range
from 2 to 14, although no further research was published afterwards.
Recently, the advantageous transparency of the material system has
been utilised by Lübbers et al. [166] for the construction of a mul-
tiparameter analysis system for biochemical reactions. Simultaneous
measurement of pH-value and optical absorption was shown for sam-
ple volumes down to 700 nl, employing an AlGaN-based pH-ISFET in
combination with GaN-based optoelectronic components (laser diode,
photodetector). The results obtained for the investigated enzymatic re-
action agreed well with published values, demonstrating the feasibility
of the combined opto-electrochemical approach.
Since the ﬁrst publications on GaN-based ﬂuid sensors in 2001 about
ﬁfty publications in international journals and some ten proceeding
contributions on their research progress have been published. Apart
from very few fundamental research papers on the sensing mechanism
or theoretical descriptions, most publications focus on functionalisation
or surface modiﬁcation for innovative devices like biosensors. Some
of those investigations, however, lack a certain scrutiny and present
disputable conclusions. Therefore, more systematic research is needed
if not only innovative, but also accurate and reproducible devices are
to be developed.
4.4.2 Sensors for pH-Value
The pH-sensing properties of AlxGa1-xN that have been reported by
several diﬀerent research groups are summarised in table 4.1. As no
marked diﬀerences in the pH-sensitivity have been reported for dif-
ferent underlying structures, e.g. bulk GaN or (GaN)/AlGaN/GaN-
heterostructures, and measurement techniques, e.g. electrochemical
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impedance spectroscopy or potentiometry, the sensing mechanism can
be attributed to a pure surface eﬀect. Furthermore, the exact com-
position of the immediate surface layer does not seem to inﬂuence the
pH-sensitivity appreciably as long as AlxGa1-xN with 0 ≤ x ≤ 1 and no
or only moderate Si-doping is used. Interestingly, similar results had
been reported for a Si-ISFET with an AlN sensing layer, even before
the ﬁrst AlGaN-ISFET had been developed [167]. The pH-response is
attributed to the presence of a metal oxide layer on the AlGaN/GaN
heterostructure, formed either simply by exposure to the atmosphere
or due to other oxidation procedures. Therefore the site-dissociation
model can also be applied to these devices.
One of the advantages of AlGaN-based pH-sensors compared to Si-
based ones is that neither thermal oxidisation nor a speciﬁc ion sensitive
oxide layer, e.g. Ta2O5 or Al2O3 are needed. Whether the native oxide
is really suitable for stable, reproducible and accurate measurements
cannot be derived from most publications. The results on AlGaN-
ISFETs with native oxide published by Kang et al. indicate that high
concentrations of HCl (5 and 10%) lead to a depletion of the 2DEG
[160] contrary to the commonly observed enhancement. Additionally,
they observed that measurements are prone to drift and artifacts [18].
Doubts about the suitability and stability of the native oxide have also
been raised by Kokawa et al. [161] and Alifragis et al. [168]. The former
argue that Ga oxides are soluble in alkaline solutions and can therefore
not serve as a stable pH-sensitive layer, whereas the latter propose
a fundamentally diﬀerent theory for the pH-sensitivity. They assume
that an anion selectivity is responsible for the pH-dependence. This is
also thought to account for the seemingly reversed behaviour at high

















































































































































































































































































































































However, HCl concentrations of 5% (approx. 1.5M) correspond to
a theoretical pH-value below zero which is far beyond the commonly
claimed pH range of 2 to 12. Therefore, wet etching of the oxide layer
is likely to take place reducing the number of amphoteric hydroxyl
groups at the surface and in turn the number of positively charged
groups. Additionally, the etching process can reduce the surface-to-
2DEG distance leading to an eﬀective depletion of the 2DEG. The
reported solubility of GaN in alkaline solutions like NH4OH [163, 171]
is also an example for wet etching that takes places outside the claimed
pH range and at elevated temperatures. However, the stability of metal
oxides in warm alkaline solutions [172] is a general challenge shared by
almost every pH-sensor - from the glass electrode to metal/metal oxide
electrodes and Si-ISFETs.
Scandium oxide (Sc2O3) [18] and silicon nitride (SiNx) [161] have
also been deposited on AlGaN HEMTs as alternative sensing layers.
For Sc2O3 superior properties are claimed with respect to stability and
resolution compared to the native or thermal oxide on AlGaN struc-
tures. However, the presented data in [18] for the native oxide seems
to be a single worst case rather than a typical measurement, exhibiting
drift and measurement artifacts, whereas the data for Sc2O3 is likely
to be a selected optimal measurement. Especially the comparison to
the data of Steinhoﬀ et al. [11] or Kokawa et al. [161] show that Sc2O3
is not superior to the native oxide (ﬁg. 4.10).
4.4.3 Sensors for Anions
Another issue that is not agreed on in literature is whether GaN exhibits
anion selective properties and its pH-response should be explained by




Figure 4.10: Transient response of the drain current Id to changes of
pH-vlaue for (a) AlGaN-ISFETs with thermal (sample B)
and native oxide (sample C) [11] and (b) AlGaN-ISFETs
with a Sc2O3 layer [173].
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commonly accepted binding of hydronium ions H3O
+ as described by
the site-dissociation model. Several investigations on the anion selec-
tivity and sensitivity were published by the Chaniotakis group in 2004
and 2005 [174, 175, 176]. Potentiometric measurements and electro-
chemical impedance spectroscopy were performed on MOCVD grown
Ga-face GaN samples in deionised water (DIW) with added potassium
salts versus an Ag/AgCl reference electrode and a 1 cm2 Pt counter
electrode. The samples were not pretreated, contacted with indium
and encapsulated in epoxy glue. Adding aliquots of 0.1M salt stock
solutions to 50ml DIW (Nanopure, approx. 18MΩcm) the potentio-
metric response for KF, KCl, KNO3, KSCN, K2HPO4 and KClO4 was
recorded from 1μM to 10mM. The slope for these potassium salts was
approximately 40-50 mV/decade in the linear region from 0.1 to 10mM
with a slightly higher slope of 70 mV/decade for KSCN 4.11a. The total
potentiometric response (1μM to 10mM) varies from 140mV for KF
to 227mV for KSCN. From this data an anion selectivity is claimed
with selectivity coeﬃcients K potCl,X from 0.09 to 1.94. Interestingly, the
potential slope for the pH-sensitivity is much lower with approximately
10mV/pH.
The proposed theory for this response is based on the assumption
that the sample is Ga-terminated and that its surface "...remains clean
down to atomic level" [174]. In this case the gallium atom is found to be
more electron deﬁcient than the nitrogen atom from theoretical studies
[177] and therefore a better Lewis acid. The anions in the electrolyte
can coordinate with the gallium leading to a preferential adsorption
of anions in the Helmholtz layer and the observed potentiometric re-
sponse. To prove their point the interfacial capacitance is calculated
from impedance spectra at diﬀerent concentrations of KCl and com-




Figure 4.11: (a) Surface potential of a GaN-bulk electrode versus the
concentration of KF (open circle), KCl (open square),
KNO3 (open triangle) and KSCN (star) [174].
(b) Drain current of an AlGaN-ISFET versus the concen-
tration of KCl (ﬁlled squares), KBr (ﬁlled circles), KNO3
(ﬁlled triangles) and KSCN (empty squares) [168]. All
electrolytes were dissolved in DIW.
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both traces the validness of the theory is claimed. However, several de-
tails in the theoretical discussion and the experimental procedure are
questionable. Firstly, it is nearly impossible to obtain atomically clean
surfaces, especially without pretreatment. It has been shown in many
publication [178, 163, 179] that a native oxide is present on GaN once
it has been exposed to air. This layer can only be removed by speciﬁc
pretreatments like wet chemical etching with NH4OH [163], HCl [180]
or HF [181]. Therefore the surface that is exposed to the electrolyte is
more likely to be a non-stochiometric GaxOyN. Secondly, the prepara-
tion of electrolyte solution from DIW and salt stock solutions without
the control or monitoring of pH-value is inadequate for a material with
known pH-sensitivity. The pH-value of DIW only theoretically equals
7 but practically ranges from 7.5 to 5.5 and especially ultra-pure water
is very susceptible to atmospheric CO2, which leads to an acidiﬁca-
tion of the solution. Other inﬂuences that can change the pH-value
include the huge increase of ionic strength within the concentration se-
ries and the diluting eﬀect when adding the stock solutions. The results
for K2HPO4 are especially dubious as this solution is used as an pH-
buﬀer and deﬁnitely changes the pH-value with increasing concentra-
tion. Simulations with CurTiPot [182] give pH7.5 for 1μM and pH9.3
for 0.1M. The close agreement of interfacial capacitance and potential
cannot prove the elaborated theory as it is unclear whether the main
contribution to the capacitance is really due to speciﬁc adsorption in
the Helmholtz layer or if it originates from the diﬀuse Gouy-Chapman
layer. The discussion in [176] even contradicts the assumption of spe-
ciﬁc adsorption by stating "... that the measured capacitance is due
to the Gouy diﬀuse layer". Therefore the observed anion sensitivity is
more likely to be induced by the varying ionic strength, which in turn
has a major inﬂuence on the capacitance of the Gouy-Chapman layer
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(Eqs. 3.7 and 3.9). Nevertheless, the exact origin of the pronounced
slope around or even above the Nernstian limit still remains unclear.
The Chaniotakis group also reported on the anion response of
AlGaN/GaN-HEMTs applying the same theoretical background [168].
The measurement results show a slight decrease of the drain current
with increasing salt concentration which is similar for all employed
electrolytes (KCl, KBr, KNO3 and KSCN) and much lower than the
observed pH-dependence of Id (ﬁg. 4.11b). Another investigation from
the Pearton group employing HEMT structures in NaCl and NaF solu-
tions also conﬁrms that no pronounced anion sensitivity or selectivity
exists [183]. This publication also suﬀers from experimental shortcom-
ings by not monitoring the pH-value and failing to state whether and
what kind of reference electrode was used. On top of that the conclu-
sion of this article was copied word for word from Mehandru et al. [160]
and therefore summarises completely diﬀerent results.
A more recent study reports on similarly prepared Ga-face GaN bulk
electrodes with potential slopes between 33 and 52mV/dec for diﬀer-
ent potassium electrolyte solutions and about 10mV/decade for the
pH-sensitivity [184]. This conﬁrms the experimental results from the
Chaniotakis group, but not necessarily their conclusions. However,
more care was take in the experimental setup of this study by purging
the solutions and the measurement cell with argon. This way it was
ensured that no CO2-induced pH drift could occur in the electrolyte
solutions. Nevertheless, the fact that the slope for all tested electrolyte
solutions is comparable once again argues for the general inﬂuence of
the ionic strength rather than a speciﬁc adsorption of anions.
The impact of the polarity of the GaN electrode was investigated by
Ba et al. [169] by comparing their results for a N-face GaN electrode
to the results of the Chaniotakis group. For potassium (KCl, KBr,
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KNO3, KSCN, KClO4, KH3PO4 and KSO4) and chloride electrolytes
(NaCl, KCl, Mg2Cl and Ca2Cl) no pronounced response was measured
between 1μM and 10mM. A pH-response of about 53mV/pH was
reported. Based on these results it is concluded that N- and Ga-face
GaN can be discriminated by their potentiometric response to anions
and pH. However, it has to be noted that all measurements were car-
ried out using a 10mM LiCl background electrolyte, claiming that LiCl
does not exhibit any potentiometric response. Even if this assumption
holds true, the background electrolyte will still determine the overall
ionic strength for most part of the concentration series, as its concentra-
tion is equal to the highest concentration investigated. Therefore, the
observation that no pronounced dependence towards speciﬁc cations
or anions exists is indirect proof for the general dependence to ionic
strength. The discrimination between N- and Ga-face is not proven as
the authors did not repeat their experiments for Ga-face material. The
direct comparison to [176] is invalid, due to the diﬀerent composition
of the employed electrolyte solutions.
It can be summarised that published articles on GaN-based anion
sensors reveal a diﬀerent response to ions for Ga-and N-face GaN bulk
electrodes compared to AlGaN-ISFETs. The pronounced sensitivity to
electrolyte concentration series for Ga-face GaN is likely to be due to
the change in ionic strength and could also be inﬂuenced by a general
counter ion adsorption depending on the actual surface charge. A se-
lective anion response can not be derived from the published results.
The reason for the low pH-sensitivity of Ga-face GaN electrodes could
be the lesser amount of surface oxide groups. Whether the response of
N-face GaN electrode to ions deviates from Ga-face cannot be decided
due to the discussed diﬀerences in the electrolyte solutions. The pH-
response of N-face GaN electrodes, however, is high and in agreement
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with the results for AlGaN-ISFET structures. These structures do not
show signiﬁcant response to anions but have a pH-sensitivity around
53mV/pH, although they are commonly based on Ga-face material.
4.4.4 Functionalised Sensors and Biosensors
The AlGaN/GaN heterostructure has also been employed for various
forms of functionalised sensors and biosensors. Basic functionalisation
approaches have included the oxidation of the surface using dry and
wet thermal and wet chemical methods [179, 12, 185] in order to im-
prove the wetting behaviour. The coating with polymeric ion selective
membranes has been demonstrated for the fabrication of selective ion
sensors [186, 187]. It was also shown that the GaN or AlGaN sur-
face can be functionalised with biomolecules by direct chemisorption
[188, 189] or silanisation followed by covalent binding [190, 191, 192].
The principal possibility of cell-on-chip concepts with several diﬀerent
cell lines [12, 108, 14] and the high biocompatibility of the III-Nitrides
emphasises the potential of the material system for biosensors.
Biosensors based on AlGaN/GaN heterostructures can be categorised
into four classes: immunologically-based sensors (Immuno-FETs),
enzyme-modiﬁed sensors (EnFETs), DNA-modiﬁed sensors (DNA-FETs)
and cell-based sensors (Cell-FETs). Immuno-FETs have been reported
for biotin-streptavidin binding [190] and prostate speciﬁc antigen (PSA)
detection [193]. The detection of penicillin with covalently bound peni-
cillinase is an example for an AlGaN-EnFET [191, 166]. The very
speciﬁc hybridisation of DNA strands was also reported, employing an
AlGaN-DNA-FET with immobilised single stranded DNA [194]. The
label-free measurement of reactions of adhering neuronal cells to ion
channel inhibitors [195] demonstrates that Cell-FETs can be fabricated.
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A comprehensive treatment of III-Nitride biosensors can be found in
the review published by Cimalla and Lübbers et al. in 2010 [15].
4.5 Theoretical Description
For the theoretical description of AlGaN-based ISFETs the principles
from the Si-based ISFETs are applied with regard to charge adsorption
and charge balancing. Therefore the equations from section 3.3.1 can in
principal be applied using the values for Ga2O3 from table 3.1. There
is, however, a diﬀerence in the underlying semiconductor structure due
to the large polarization ﬁelds in the heterostructure, which induce the
2DEG. Additionally, the much smaller insulator thickness results in a
conducting channel (2DEG) very close to the surface. These two diﬀer-
ences have been discussed by Bayer et al. [79] using the site-dissociation
model and self-consistently solving the Poission-Boltzmann equation
for the semiconductor-oxide-electrolyte structure that is shown in ﬁg-
ure 4.12. The heterostructure is very similar to one employed in this
thesis, but for a thicker AlGaN barrier layer.
The ﬁxed charges σpolarization arise from the spontaneous and piezo-
electric polarization ﬁelds at the GaN/AlGaN interfaces resulting in
the 2DEG at the lower interface. An additional polarization charge is
assumed at the GaN/oxide interface, which is compensated at the nucle-
ation layer. The actual pH-dependent charge σadsorbed is situated at the
oxide/electrolyte interface and is described using the site-dissociation
model. It is claimed that some part of the adsorbed charge (termed
σ∗) reaches the GaN/oxide interface through voids in the oxide. This
is done to account for the observation that the value σadsorbed needs to
be higher than initially calculated. Although this assumption may be
valid, the high values of the surface charge at metal oxide/electrolyte
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Figure 4.12: Schematic drawing of the AlGaN/GaN-heterostructure
simulated by Bayer et al. with corresponding interface
charge densities [79].
interfaces are commonly modelled using counter ion binding (cf. sec-
tion 2.1), which is not considered in this publication. The compensation
of the adsorbed charge in the electrolyte is solved numerically using the
Poission-Boltzmann equation for a mono- and a divalent electrolyte.
Therefore the modeling of the electric double layer only accounts for a
diﬀuse ionic layer and corresponds to the Gouy-Chapman theory.
The best ﬁt to the experimental data of Steinhoﬀ et al. [11] was ob-
tained for pK+ = 6, pK− = 8, Nss =9× 1014 cm−2 and σ∗/σadsorbed =
0.02 resulting in a sensitivity of 55.9mV/pH. Furthermore they found
that N-face material results in a more pronounced manipulation of the
2DEG with changing pH as the channel is located more closely to the
surface (20 nm compared to 43 nm for the Ga-face). The variation of
the Al-content in the barrier is also discussed with the conclusion that
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a lower content reduces the sheet carrier density in the 2DEG whereas
the absolute pH-induced change in σ2DEG remains the same. There-
fore the relative change is thought to be more pronounced. Therefore,
the speciﬁc diﬀerences between the AlGaN- and the Si-based ISFET
(high polarization ﬁelds and proximity of the channel to the surface)
can mainly be applied to tailor the transducing part. The potential
generation/charge adsorption as well as the charge balancing in the
electrolyte solution are not aﬀected. Only the overall sheet carrier den-
sity in the 2DEG and the absolute (and relative) pH-induced change
of the same are inﬂuenced, by variation of the Al-content and thick-
ness of the AlGaN barrier or employing N-face material to minimise
the 2DEG-surface distance. In other words, the conversion of the sur-
face potential/charge to the channel conductivity can be made more
eﬃcient in AlGaN-based ISFETs.
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5 Materials and Methods
In this chapter the fabrication steps of the employed pH-sensor devices
are illustrated. Furthermore, the instrumentation and measurement
setups and the corresponding characterisation methods are presented.
5.1 Fabrication of AlGaN-based pH-Sensors
The fabrication process for AlGaN-based pH-sensor devices can be di-
vided into the following steps: growth of the AlGaN/GaN heterostruc-
ture, contacting and structuring of the 2DEG, passivation of the electri-
cal contacts and encapsulation of the sensor chips. All steps except the
last one are performed on wafer scale. For the general electrochemical
characterisation an EIHS is used. The EIHS is a simple capacitance
structure that allows for the characterisation of the basic pH-sensing
mechanism as well as light-induced drift and corrosion phenomena. The
pH-measurements in the developed micro blood-pH analyser are per-
formed employing an ISFET pH-sensor. Due to the larger dimensions
of the EIHS, the passivation steps can be skipped when the encapsula-
tion is performed using an appropriate sealing ring. For the ISFET all
steps are needed as very small active sensor areas are realised. As the
technological steps are not the focus of this work, a general and brief
overview will be given and only speciﬁc details that are important for



























Figure 5.1: Schematic top view of the basic EIHS and ISFET structure.
Design and Layout
The layout of the AlGaN-EIHS is a simple ohmic ring contact with an
inner diameter of 4mm (ﬁg 5.1a). For the passivation of the electrical
contacts an O-ring sealing with an inner diameter of 2.5mm is used,
resulting in a sensor area of 4.9mm2. The basic structure of the ISFET
consists of two separate ohmic contacts, drain and source, on either
side of the rectangular sensor or gate area (ﬁg. 5.1b). The passiviation
layer covers the drain and source contacts and overlaps the gate area by
d = 10μm to ensure suﬃcient insulation of the electrical contacts. For
the employed ISFETs a W by L ratio 10 (W = 500μm) was used. Two
sensor areas as well as a resistance thermometer, a Hall test structure




AlGaN/GaN heterostructures can be grown epitaxially using either
(plasma induced) molecular beam expitaxy or metal-organic chemical
vapour deposition. The structures in this work were grown by MOCVD,
as this method is also employed on an industrial scale due to the possi-
bility of batch processes. The use of molecular beam epitaxy is mainly
limited to research institutions as only single substrates can be pro-
cessed. The ﬁrst challenge in the epitaxial growth of III-Nitrides in
general is the choice of a suitable substrate material. Although native
GaN substrates are principally available, their fabrication is technologi-
cally complex and costly and only yields substrates in small dimensions
[196]. Therefore substrates like sapphire and SiC and Si are employed
that exhibit a thermal and lattice mismatch to some extent. This mis-
match has a great impact on the quality of the grown epilayers which
is why a thin low temperature AlN nucleation layer is commonly em-
ployed before the deposition of the GaN buﬀer. Although the lattice
mismatch of 6H SiC is small (≈ 3.5% to GaN) resulting in a higher
crystal quality, sapphire (lattice mismatch to GaN ≈ 15%) is com-
monly employed due to its cost advantage (factor 10). Both materials
are transparent in the visible light spectrum which is beneﬁcial for the
fabrication of transparent sensor chips. Comprehensive reviews on the
growth of III-Nitrides were published by Ambacher [115] and Jain et
al. [112].
The MOCVD is based on metal-organic precursors like triethylgal-
lium (TEGa) and trimethylaluminum (TMAl) as sources for Ga and
Al and ammonia (NH3) as a N-source. For n-type doping silane (SiH4)
can be added. A mixture of the evaporated precursors and NH3 is di-
luted in the carrier gas H2 and led over the heated rotating substrate.
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There they are decomposed and the free metal atoms and nitrogen are
deposited. The most important parameters of this process are the tem-
perature of the substrate, the concentration and mixing ratio of the
precursors and NH3 and the reactor pressure. High quality layers can
be grown using a two-step method which consists of a low temperature
(460℃) deposition of thin AlN nucleation layer followed by high tem-
perature annealing and the subsequent deposition of the main epilayers
at high temperature (1120℃). The Al-content in the barrier layer can
be adjusted by ratio of TEGa to TMAl. More details on the growth
parameters of the employed AlGaN/GaN heterostructures and their
optimisation have been published by Tonisch [197].
The heterostuctures that were investigated in this work were all
grown on a 2" c-plane sapphire substrate (330 μm thickness) starting
with a 20 nm AlN nucleation layer and a GaN buﬀer with a thickness
of ∼ 1.2 μm. The following 10 nm thick AlxGa1-xN barrier layer was
deposited with an Al-content of either 30% (x = 0.3) or 20% (x = 0.2).
A thin GaN cap layer of 2 or 10 nm thickness was used. For the reduc-
tion of the light sensitivity an additional Si-doping (2× 1017 cm−3) of
the GaN buﬀer from 50 to 5 nm below the GaN/AlGaN interface was
used (ﬁg. 5.2).
Contacting and Structuring the 2DEG
To establish an electric contact with the 2DEG a sputtered Ti/Al/Ti/Au
metallisation sequence with thicknesses of 20 nm/80 nm/30 nm/100 nm
was employed. The contacts were structured using a lift-oﬀ process.
In the subsequent tempering step ohmic contacts with the 2DEG are
formed through the diﬀusion of Al into the semiconductor and the gen-


















Figure 5.2: Schematic cross-section of the employed GaN/AlGaN/GaN
heterostructure.
turing of the 2DEG is achieved using a Cl2-plasma in an inductively
coupled plasma dry etch system after masking the desired 2DEG struc-
tures with a photoresist [198]. In the unmasked areas the cap and bar-
rier layers and a small part of the GaN buﬀer are removed to ensure
that no parasitic conductivity is present outside the 2DEG structures.
A second metallisation of Ni(30 nm)/Au(200 nm) is applied and struc-
tured by lift-oﬀ. This layer overlaps the ohmic contacts and facilitates
Au-wire bonding at the edges of each sensor chip.
Passivation and Packaging
For the immersion of the ISFET into a liquid an appropriate passivation
of the source and drain contacts is mandatory. This way parasitic con-
ductivity via the solution and electrochemical reactions of the contacts
are prevented. The passivation layer needs to meet several require-
ments: chemical stability in acids and bases, high electrical insulation,
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mechanical stability and suﬃcient adhesion to the sensor surface, as
well as the possibility to structure the layer on a micrometer scale. A
suitable material is polyimide (PI2610, HD MicroSystems) that can
be applied using spin coating. It is structured by a plasma dry etch
process and tempered in a nitrogen atmosphere. Polyimide passivation
layers have a high chemical stability in acids and bases, exhibit good
electrical insulation properties and can be structured with a resolution
of ∼ 1 μm. Potential disadvantages of these layers are their mediocre
mechanical stability and a small but not negligible hygroscopicity, i.e.
water take-up from the solution. This makes the passivation suscep-
tible to scratching and may lead to a carry-over of solution especially
in small volumes. For the passivation of the ohmic ring contact of
the EIHS a sealing ring (300 μm) was cast from a polydimethylsiloxane
(PDMS) elastomer (Sylgard 184, Dow Corning) with an inner diameter
of 2.5mm.
After sawing the wafer into single chips (5x5mm2) the ISFET chips
are glued to a printed circuit board (PCB), whereas the EIHS chips are
mounted on an aluminium frame (ﬁg. 5.3). The electrical contact for
both sensor types is established using conductive silver lacquer.
5.2 Measurement Setups and
Instrumentation for Impedance Analysis
The employed impedance analysers and measurement setups for imped-
ance characterisation of the AlGaN/GaN-heterostructure are described
in this section. This includes the metal-insulator-heterostructure, which
is created using a mercury probe, and the EIHS, which is measured in
an electrochemical measurement cell. The developed micro blood-pH
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Figure 5.3: Packaged EIHS (with silcone sealing ring) on an aluminium
frame and ISFET sensor chip on a PCB frame.
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analyser and the employed source-meter units (SMUs) that are used to
measure the ISFET pH-sensor are described in chapter 9.
5.2.1 Wafer-level Characterisation
For the characterisation of the MIHS an impedance/gain-phase anal-
yser (1260A, Solartron) in conjunction with a preampliﬁer interface
system (1296A, Solartron) was used. A simple two-electrode interface
with HIGH and LOW connectors is available. The standard Solartron
Impedance Measurement Software was used for the recording of im-
pedance spectra and proﬁles. Whole 2" wafers were contacted with
a mercury probe (802-150, MDC) with a dot-ring layout. The nomi-
nal dot diameter is 760 μm (Schottky contact), the dot-ring spacing is
400 μm and the area of the ring (ohmic contact) is approximately 50
times larger than the dot area. The repeatability of the contact area
is given as 1.1%. The dot contact and the ring contact were connected
to HIGH and LOW, respectively.
5.2.2 Electrochemical Characterisation
The impedance of the EIHS was analysed using an electrochemical
workstation (Zennium, Zahner) with a preampliﬁer interface system
(HiZ probe). The Zennium system supports two-, three- and four-
electrode conﬁgurations via reference electrode (RE), counter electrode
(CE) and two test electrode (TE) ports. For the employed two-electrode
conﬁguration both TE ports are interconnected as well as the RE and
the CE ports. The Thales Z software was used for the recording of
impedance spectra. The standard method for impedance proﬁles was
not suitable for recording the time series that were necessary for drift
102
measurements. Therefore a measurement program was developed and
implemented using LabView 8.6 (National Instruments).
The setup for the electrochemical characterisation is made up of the
measurement cell that holds the electrolyte solution, the reference elec-
trode that deﬁnes the solution’s potential and a ﬂuidic system that
supplies up to three electrolyte and a rinsing solution (Fig. 5.4).
The body of the measurement cell is made from polyether ether ke-
tone (PEEK) and a polycarbonate (PC) cover plate. The transparency
of the cover plate allows for visual inspection of ﬁll level and possible
trapped air bubbles. Additionally, the sensor chip may also be illumi-
nated from the front side. The cell has openings for the sensor chip,
the reference electrode and for the in- and outlets of the ﬂuidic system.
A standard glass body reference electrode (InLab Reference, Mettler
Toledo) with a ceramic double junction and a 3M KCl inner electrolyte
was employed. As the ﬁlling is implemented using low pressure the cell
is sealed using O-ring gaskets at the PC cover plate and the reference
electrode. The EIHS sensor chip is sealed with the silicone sealing ring.
In addition to the thin seal the PEEK body has a broad conic recess
towards the sensor chip to minimise the chance of air bubbles being
trapped. Sedimentation from the electrolyte onto the sensor surface is
avoided by ﬁxing the sensor vertically at the measurement cell. The
inlet is situated opposite the sensor and the outlet at the bottom of
the cell to facilitate ﬁlling and emptying. The EIHS sensor chip in the
aluminium frame is fastened at the measurement cell and placed onto a
thick aluminium block that is connected to the TE ports of the imped-
ance analyser. This block also holds a LED that illuminates the sensor
chip from the backside. The reference electrode is connected to the CE
and RE ports. A Faraday cage, grounded at the impedance analyser,






















Figure 5.4: Schematic illustration of the electrochemical characterisa-
tion setup for AlGaN-EIHS sensor chips
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The ﬁlling is implemented using the house vacuum supply to gen-
erate underpressure in the measurement cell via a waste ﬂask. After
the evacuation, the waste valve is closed and the cell is ﬁlled via a ﬂow
selection valve (080T612-62, Bio-Chem Valve), which selects one of the
solutions. The measurement cell is emptied by opening the waste valve
while the purging gas nitrogen is selected. After the emptying and purg-
ing procedure the selection valve is closed to evacuate the cell for the
next ﬁlling sequence. In between each electrolyte solution two rinsing
steps with DI water are performed to avoid a carry-over of solution.
The ﬁlling, emptying and purging procedures are automated using a
relay board (8fach-Relaiskarte 24V/7A, Conrad) to which the valves
are connected. The developed LabView program allows for completely
automated measurement cycles of up to three diﬀerent electrolyte so-
lutions. The standard measurement cycle for three diﬀerent electrolyte
solutions was deﬁned in a way that all possible changes between the
solutions are covered. For three solutions with low (L), medium (M)
and high (H) arbitrary parameter values (e.g. pH), seven steps are per-
formed in the sequence: M → H → L → M → L → H → M . This
way carry-over or drift eﬀects depending on the previously measured
solution can be characterised .
The Labview program also controls the impedance analyser to mea-
sure the electrochemical impedance-voltage proﬁle. The complex im-
pedance Z of the sensor is recorded versus the applied bias voltage
Ubias at a ﬁxed ac frequency and amplitude (fac, Uac). To ensure near
steady-state conditions the dc leakage current I is recorded and anal-
ysed with regard to drift before each impedance measurement. The
stability criteria for I are a relative drift of less than 2% or an absolute
drift of less than 5 nA compared to its running average. A minimum of
3 and a maximum of 15 dc current measurements was preset to limit
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measuring time. The additional advantage of this procedure is that the
dc current-voltage characteristic of the sensor is recorded in addition
to the electrochemical impedance-voltage proﬁle.
The analysis of impedance data is performed in Origin Pro 7.5
(OriginLab) employing an OriginC script that calculates the equiva-
lent elements C and G. For each measurement the parameters insula-
tor capacitance C ′0 = C ′(0V), zero bias conductance G0, total 2DEG
sheet charge density Ns and threshold voltages UthC and UthG are de-
termined. Details on the calculation of the equivalent elements and the
derivation of the parameters are given in section 6.1. This script-based
data analysis facilitates the handling of large measurement series with
several hundred datasets, that are obtained for drift measurement, as
the data ﬁles can simply be processed using "drag-and-drop".
5.2.3 Employed Buﬀer, Sample and Cleaning
Solutions
For the electrochemical characterisation simple phosphate buﬀer so-
lutions and commercially available calibration, cleaning and quality
control solutions were used.
During the initial phase of the investigations very simple phosphate
buﬀer solutions with (PB6.5K, PB7.0K, PB7.5K) and without (PB6.5,
PB7.0, PB7.5) added KCl were employed. Once it became clear that
the ionic strength does inﬂuence the sensor signal, phosphate buﬀer
solutions with equal ionic strength were used for the standard pH-
sensitivity cycles. The solutions are fabricated based on the standard
buﬀer solution pH6.86, following the National Institute of Standards
and Technology and the DIN 19266 [199], but for the use of only potas-
sium phosphates. The ionic strength was adjusted to 100mM for the
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solutions PB6.88, PB7.25 and PB7.64, by the ratio of KH2PO4 and
K2HPO4. Modiﬁed phosphate buﬀers with added NaCl (MPB6.81 and
MPB7.36) are more suitable for calibration when blood samples are
measured, as their ionic composition is adjusted to physiological con-
ditions [200]. The ionic strength measurement series were performed
with PB6.88 buﬀer solution as the starting point for 100mM (PBI100).
The solutions for 10 and 1mM (PBI10 and PBI1) were calculated by
scaling the concentrations of KH2PO4 and K2HPO4. The properties
of the phosphate buﬀer solutions are summarised in table 5.1. The
theoretical pH-values and the ionic strength were calculated using the
pH-calculator CurTiPot [182]. For the micro blood-pH analyser the
calibration solutions S1545 (pH7.383) and S1555 (pH6.841) and the
cleaning solution S4930 (all from Radiometer) were employed. Quality
control measurements were performed using the multi-parameter QC
































































































































































































































































































































































































































































































































































































































































In this section the methods that are applied to characterise the AlGaN-
MIHS and EIHS are described. Compared to the AlGaN-ISFET, the
characterisation methods are more complex for these capacitor struc-
tures. However, much more information on structural and electrical
properties of the underlying heterostructure can be obtained from the
application of impedance spectroscopy and impedance-voltage proﬁl-
ing. As the AlGaN-EIHS is the basic transducing element of the
AlGaN-ISFET, the results obtained for the EIHS can directly be ap-
plied to the ISFET. Additionally, the passiviation layer, which is prob-
lematic but mandatory for the ISFET, can be replaced by a simple
sealing ring. In general, the simpliﬁcation to the EIHS is a very suit-
able approach to reduce the investigated AlGaN-ISFET to its basic
structure, in order to perform a fundamental characterisation of its
properties.
The complex impedance Z of the AlGaN-MIHS and EIHS is mea-
sured as a function of ac frequency fac and dc bias voltage Ubias. The
measurement of Z(fac) at a ﬁxed Ubias is called impedance spectrum
and Z(Ubias) at a ﬁxed fac is called impedance-voltage proﬁle. Im-
pedance spectroscopy is applied for the initial, static characterisation
and to determine a suitable equivalent circuit for the heterostructure.
Impedance-voltage proﬁling is used to characterise dynamic processes
like light-induced drift or corrosion phenomena and to measure pH-
value. The methods and instrumentation that are employed for the
measurement of pH-value with the ISFET will be described brieﬂy in
section 9.4.
To obtain the complex impedance of a material sample, it is con-
nected to at least two electrodes, forming a measurement cell. In case
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of the MIHS, the electrodes are reversible mercury contacts that are
applied to the surface of the as-grown wafer. Therefore, the measure-
ment chain comprises the large Hg ohmic contact, the 2DEG channel,
the barrier and cap layer and the Hg Schottky contact. The measure-
ment chain of the EIHS includes the Ti/Al/Ti/Au ohmic contact, the
2DEG channel, the barrier and cap layer, the semiconductor-electrolyte
interface, the electrolyte solution and the reference electrode.
The most widespread method for the measurement of Z is the appli-
cation of a small ac voltage with the amplitude Uac and the frequency
fac. The ac current that is measured as the systems response to the
ac voltage, with amplitude Imeas and phase angle φ, is then used to
calculate the transfer function or impedance. This principal method is











e−jφ = |Z|e−jφ = Zre + jZim,
(5.1)
where |Z| is the magnitude and Zre and Zim are the real and imag-
inary part of the impedance. For this analysis diﬀerent approaches
are used, ranging from analog circuits for digitising the output signal
and the use of fast Fourier transformation. A constant bias voltage
Ubias can be superimposed onto Uac to obtain the voltage-dependence
of the impedance spectra or to record impedance-voltage proﬁles. In
electrochemistry the open-circuit potential of the measurement cell is
commonly used for Ubias to minimise the dc current ﬂow or Ubias is set
to 0V. The ac amplitude Uac has to be set large enough to induce a
measurable ac current, but also small enough to minimise the distur-
bance from the equilibrium condition of the sample. For conducting
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electrodes Uac can be as small as (1–5)mV, for semiconducting or in-
sulating electrodes larger amplitudes around (20–50)mV are necessary
to achieve a reasonable signal-to-noise ratio.
5.3.1 Impedance Spectroscopy
Impedance spectra are obtained when the frequency fac is varied, com-
monly from high to low frequencies. The frequency of impedance anal-
ysers ranges from a few milli- or microhertz to several MHz. Generally,
impedance spectroscopy can be employed to characterise properties
that have an inﬂuence on the conductivity of the investigated system.
This includes material properties, such as electrical/ionic conductivity,
the dielectric constant or charge carrier generation-recombination rates,
and interface properties, such as adsorption reaction rates, interfacial
capacitance or diﬀusion coeﬃcients. In addition, structural properties,
such as insulator thickness or charge carrier depth proﬁles, can be esti-
mated. The determination of structural and material properties of the
MIHS will simply be termed impedance spectroscopy in this thesis. For
the characterisation of the EIHS, the term electrochemical impedance
spectroscopy will be used.
The measured impedance represents the overall electrical response
of the measurement cell. This means that all elements in the cell -
the investigated sample as well as metal and electrolyte conductivity,
reference electrode or parasitic capacitors - contribute to this response.
Therefore, a separation of these elements is essential for interpretation.
Additionally, the electrical response of each element can include a dis-
tribution of microscopic processes and reactions (e.g. diﬀerent forms
of charge transport, charge carrier generation-recombination or adsorp-
tion reactions). These considerations imply that a mathematical model
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is needed based on plausible physical theory. The extent to which dis-
tributed elements have to be used in this model depends on material
properties like interface roughness or structural and energetic defect
density.
The mathematical model that is used for impedance spectroscopy is
an equivalent circuit consisting of well-known elements like resistors or
capacitors in series or parallel connection. To account for distributed
processes additional elements have been introduced, e.g. the Warburg
impedance for diﬀusion processes or the constant phase element (CPE).
As the latter will be used in the equivalent circuit of the AlGaN-MIHS
and EIHS, it shall be presented in more detail here. The CPE is a gen-
eralisation of the capacitor and has a similar mathematical description,








where Q has the numerical value of the admittance (1/|Z|) at ω =
1 rad/s and 0 ≤ α ≤ 1. The units of Q are S · sα. For α = 1 the CPE
becomes an ideal capacitor with a phase angle φ = −90° and for α = 0
an ideal resistor is obtained. For 0 < α < 1 the phase angle is still
constant and independent of frequency, but deviates from −90°. The
phase angle of the CPE is calculated as φ = −90° · α. Simply put, the
CPE is a non-ideal capacitor with a constant phase angle of less than
−90°. This also implies that the impedance of the CPE will always
comprise an imaginary and a real part, in contrast to the capacitance,
which only has an imaginary part. Both Zre and Zim of the CPE de-
crease with increasing frequency. As an equivalent element the CPE is
very useful to describe distributed processes and was ﬁrst mentioned by
Cole and Cole [201]. The origin of CPE-like behaviour is thought to be
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inhomogeneous current or potential distributions in the measurement
cell. This includes structural characteristics (e.g. interface roughness
or varying material thickness or composition), chemical characteristics
(e.g. distributed reaction rates) or electrical characteristics (e.g. re-
laxation times and nonuniform diﬀusion or current distribution). A
comprehensive discussion of the CPE and other distributed elements
can be found in [202].
Once a physically plausible equivalent circuit has been found a com-
plex non-linear least square (CNLS) ﬁt is commonly applied with ap-
propriate weighting methods. For this thesis the ﬁtting procedure was
performed with ZView (Scribner Associates) using data-proportional
weighting. The results of the ﬁt can then be used to characterise the
diﬀerent elements in the investigated sample system. The advantages
of impedance spectroscopy are the relative simplicity of the methods
themselves, its possible automation and the characterisation of various
material and interface properties. It can be employed in a multitude of
application ﬁelds including corrosion analysis, characterisation of bio-
logical membranes or dielectrics as well as predicting the performance of
electrochemical sensors or fuel cells. Its disadvantage is mainly found in
the diﬃcult and ambiguous interpretation of the impedance data. For
a single impedance spectrum an inﬁnite number of suitable equivalent
circuits can be derived that model the observed characteristic equally
well. It can even be shown that a single equivalent circuit consisting of
three or more elements can be rearranged in various ways and still yield
exactly the same ﬁtted impedance spectrum [202]. Therefore, the plau-
sible physical theory becomes very important when impedance spectra
are interpreted. The choice of the appropriate equivalent circuit can be
facilitated when several impedance spectra are recorded under diﬀerent
conditions. In this work, complete impedance spectra at varying ap-
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plied bias voltage Ubias are recorded, which is eﬀectively a combination
of impedance spectroscopy and impedance-voltage proﬁling.
5.3.2 Impedance-Voltage Proﬁling
The measurement of impedance versus varying bias voltage Ubias at
a ﬁxed frequency fac is termed impedance-voltage proﬁling. Although
this method is not a standard method in electrochemistry it yields valu-
able information concerning the voltage dependence of sample systems.
In semiconductor physics, it is applied to determine properties like the
doping proﬁle, insulator thickness or threshold voltage. In this context
it is commonly referred to as capacitance-voltage (CV) proﬁling [203].
This term implies that the dominant element of the equivalent circuit
is a capacitor, as it is the case for the metal-insulator-semiconductor
(MIS) structure that represents an important cornerstone of modern
semiconductor technology. When the resistive equivalent elements are
taken into account and a conductance-voltage proﬁle is derived from
the impedance-voltage proﬁling, additional parasitic properties like the
trap density can be determined. A comprehensive treatment of Si-based
MIS device in general and their characterisation with capacitance- and
conductance-voltage proﬁling can be found in [204]. In this work the
general term impedance-voltage proﬁling will be used, as not only the
capacitance but also the conductance of the heterostructure will be in-
vestigated. It should also be noted that Ubias will always be referenced
to the Schottky contact and therefore has an inverted sign compared to
the convention that is commonly used in semiconductor physics. This
is done to avoid confusion when the electrochemical impedance-voltage
proﬁles are discussed, where the low potential is always assigned to the
reference electrode by the impedance analyser.
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The principal mechanism of impedance-voltage proﬁling is the vari-
ation of the depletion region width below a Schottky contact with the
applied bias voltage. The charge carrier concentrations in the semicon-
ductor inﬂuence the width of the depletion region and aﬀect the mea-
sured impedance. Commonly, a simple parallel equivalent circuit with
a capacitor and a resistor is assumed, to derive the capacitance- and
conductance-voltage proﬁle. This equivalent circuit is subjected to crit-
ical analysis in section 6.1, where the complete equivalent circuit of the
AlGaN/GaN heterostructure is derived from impedance spectroscopy.
The application of CV-proﬁling to AlGaN/GaN heterostructructures
has been described e.g. by Ambacher et al. for diﬀerent barrier thick-
nesses, Al-contents and crystal polarities [110]. There it was used for
the determination of the sheet carrier density and the location of the
2DEG depending on crystal polarity and barrier thickness. It is also
applied for the non-destructive characterisation of wafers directly af-
ter the epitaxial growth using a reversible mercury probe [197]. The
conductance-voltage proﬁles have been disregarded for these applica-
tions. The parameters that are derived from the CV-proﬁles include the
sheet carrier density Ns, the insulator thickness d0, which comprises the
cap and barrier layer, and the threshold voltage Uth. Additionally, it is
thought that depth proﬁles n(z), which reach into the GaN bulk, can
be derived and bulk doping concentration can be estimated. The basic
equations for these parameters are given in the following paragraph.
For the capacitance a simple plate capacitor geometry is assumed






where Asc is the area of the Schottky contact, d is the thickness of
the dielectric, and 0 and r are the vacuum and relative permittivity,
respectively.
The sheet carrier concentration ns(Ubias) is calculated from the ca-
















assuming that charge conservation is fulﬁlled and background dop-
ing of the heterostructure is small compared to the sheet charge den-
sity in the 2DEG. At zero bias voltage the total sheet charge density
Ns = ns(0V) is obtained, which is commonly used as a characteristic
parameter of the 2DEG.
The distance z between the Schottky top and 2DEG back electrode





with r = 8.8 for Al0.3Ga0.7N, approximated linearly from the values
of AlN (8.5) and GaN (8.9) [205]. As this value is very close to the
relative permittivity of the GaN cap layer, the cap and barrier layer
can be treated as one layer. The total thickness of the cap and barrier
layer d0 is obtained for C ′0 = C ′(0V).
The threshold voltage Uth is commonly estimated by extrapolating
the linear portion of ns(Ubias) and determining its intersection with the
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voltage axis. Several other methods for the determination of threshold
voltage can be found in the monograph of Schroder [203].
Ambacher et al. [110] also state that a depth proﬁle can be obtained















The validity of this claim for the common AlGaN/GaN heterostructure
and its speciﬁc contact geometry will be discussed in section 6.1.
An example for trap characterisation with capacitance and conduc-
tance proﬁles has been published by Miller et al. [206] for heterostruc-
tures with an 30 nm Si-doped Al0.15Ga0.85N barrier and a 10 nm
Al0.15Ga0.85N spacer layer on top of 3 μm GaN. The proﬁles are given
in ﬁgure 5.5 and show that the capacitance proﬁle shifts towards higher
gate-drain voltage at higher frequency. The conductance proﬁle reveals
that a pronounced frequency dispersion is present that increases the
conductance by about two decades in addition to a voltage shift.
The conductance method described by Nicollian and Brews [204] is
applied to determine the interface trap density Dit. The frequency dis-
persion of both the capacitance and the conductance is analysed with
an equivalent circuit that includes the interface trap capacitance Cit
and resistive loss term Rit, in addition to the capacitance of the barrier
Cb, the capacitance of the spacer layer Cs and a series contact resis-
tance Rs. The equivalent circuits for the measurement with Cm||Gm,
the assumed model with trap states and a simpliﬁed circuit with trap
states is illustrated in ﬁgure 5.6. The full equivalent circuit with trap
states (ﬁg. 5.6b) is simpliﬁed, as the Cp and Gp can be derived more




Figure 5.5: Capacitance and conductance proﬁles of a modulation-
doped Al0.15Ga0.85N/GaN heterostructure that demon-
strate the trap-related frequency dispersion [206].
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Figure 5.6: Commonly employed equivalent circuits of the AlGaN/GaN
heterostructure that account for interface traps: a) mea-
surement circuit, b) circuit with interface traps and c) sim-
pliﬁed circuit with lumped interface trap elements. [206]
mined independently from the enhancement plateau in the CV-proﬁles
(Cbarrier in ﬁg. 5.5a) and from dc current-voltage measurements, re-
spectively. The calculated values of Cp and Gp/ω were plotted versus
angular frequency ω and analysed using diﬀerent models for the trap
states. The best ﬁt of the data was obtained for a model that ac-
counts for a continuous distribution of trap levels. From this analysis
a trap density of Dit = 1× 1012 cm−2 eV−1 with a time constant of
τt = 1μs was estimated. The exact location could not be determined
unambiguously, as similar values for Dit and τt were obtained for the
case of traps at the metal-semiconductor interface and in the AlGaN
barrier layer. From the comparison to the data reported by Kohn et
al. for a modulation-doped Al0.3Ga0.7N/GaN-FET [207], it is suggested
that an increased Al-content in the barrier layer results in large time
constants. Shealy et al. give a value of τt = 4μs for an AlGaN/GaN







The heterostructure layout that was chosen for the fundamental imped-
ance characterisation in this section is mainly derived from the thesis
of Kittler [16] and Cimalla [17] and the initial publication on AlGaN-
based pH-ISFETs by Steinhoﬀ [11]. It is based on the following primary
requirements:
1. high chemical stability of the surface, which is achieved using a
GaN cap layer,
2. low operating voltage to minimise electrostatic stress to the pas-
sivation layer, which is achieved using a small AlGaN barrier and
3. reduced light sensitivity, which can be achieved by doping the
GaN bulk with Si slightly below the GaN/AlGaN interface.
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From these requirements a standard heterostructure with a 1.2 μm
GaN buﬀer (doped with 2× 1017 cm−3 Si from 50 to 5 nm below the
GaN/AlGaN interface), a 10 nm Al0.3Ga0.7N barrier and a 2 nm GaN
cap layer is derived. The abbreviation B3010C2 will be used for this
structure to indicate the parameters barrier Al-content, barrier thick-
ness and cap thickness. The measurement series were carried out after
the sensor chip had been kept in the dark for at least 12 h, except for
the investigations on light-induced drift.
6.1 Wafer level characterisation of the
MIHS
In this section the characterisation of B3010C2 wafers by impedance spec-
tra and impedance-voltage proﬁles is presented to gain insight into the
fundamental properties of the AlGaN/GaN heterostructure. Using re-
versible mercury contacts, the metal-insulator-heterostructure (MIHS)
is analysed before any further processing steps are applied. An equiv-
alent circuit is derived from impedance spectra and the diﬀerences
between the AlGaN/GaN heterostructure and common Si-based metal-
insulator-semiconductor (MIS) structures are highlighted. High resolu-
tion scanning electron microscopy (SEM) images are shown to illustrate
the surface morphology of the as-grown wafers.
6.1.1 Impedance Spectroscopy
A fundamental step for the interpretation of impedance-voltage proﬁles
is the derivation of an appropriate equivalent circuit, which is also very
useful to obtain additional structural and electrical properties of the
investigated sample. Commonly, the heterostructure is reduced to the
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barrier layer and treated as a plate capacitor with a parallel resistor,
as described in section 5.3.2. However, the validity of this equivalent
circuit is put into question by the following considerations:
• Firstly, semiconductor structures that are commonly investigated
can be approximated by a simple 1-dimensional layout, e.g. a MIS
capacitor with a Schottky top contact and an Ohmic back con-
tact conveyed by the conducting Si substrate (ﬁg. 6.1 left). In
contrast, the investigated AlGaN/GaN heterostructure is grown
on insulating sapphire, which prevents the simple fabrication of
a back contact. The back contact is provided by the 2DEG chan-
nel at the AlGaN/GaN interface (ﬁg. 6.1). This imposes serious
limitations on the application of common impedance-voltage pro-
ﬁling as the 2DEG is not only the charge distribution of interest
but also the back contact. This implies that the proﬁling of the
2DEG by the applied bias voltage degrades the back contact and
a severe deviation from the one-dimensional geometry can be ex-
pected. Due to this distortion, the one-dimensional treatment of
the impedance-voltage proﬁle (e.g. for a depth proﬁle), which has
been commonly applied to AlGaN/GaN heterostructure [110], is
only valid for as long as the 2DEG is suﬃciently conducting.
• Secondly, the phase angle φ of the impedance deviates from the
ideal capacitive value of −90° when the 2DEG is depleted by the
applied bias voltage. This deviation is depicted in the impedance-
voltage proﬁle (ﬁg. 6.2) taken at the initial standard parameters
for the wafer characterisation (fac = 10 kHz, Uac = 50mV). The
depletion of the 2DEG is signiﬁed by the large increase of Zre
and |Zim| around 1.5V. The course of the phase angle is deter-













Figure 6.1: Structural comparison between a Si-based MIS and an
AlGaN/GaN-MIHS
to determine which part of the impedance is dominant. At a
bias voltage of 0V the impedance is dominated by Zim and φ is
close to -90°. With increasing Ubias the real part Zre rises earlier
and faster than Zim, which results in an increasing phase angle.
At the intersection of the real and imaginary part, φ equals -45°
and Z is dominated by Zre (φ > −45°) until the curves inter-
sect again. For higher Ubias, the phase angle approaches -90° and
stays constant. This phase deviation is disregarded in literature
on impedance-voltage proﬁling of AlGaN/GaN heterostructures
and its origin has not been discussed.
• Thirdly, the known pronounced frequency dispersion (cf. ﬁg. 5.5)
cannot be accounted for with a simple parallel equivalent cir-
cuit. The interface trap model employed by Miller et al. (cf. sec-
tion 5.3.2) is one possibility to account for the frequency disper-
sion; other approaches and equivalent circuits for trap modelling
in MIS structures can be found in the monograph of Schroder
[203]. However, these models are not adopted as a starting point,
as they are all based on a one-dimensional geometry.
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Figure 6.2: Plot of Zre, |Zim| and φ versus Ubias for an as-grown B3010C2
heterostructure measured with a mercury probe.
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In order to identify the inﬂuence of the two-dimensional geometry of
the AlGaN-MIHS, an appropriate equivalent circuit is derived from im-
pedance spectra Z(fac) at various bias voltages Ubias. Eﬀectively, this
approach corresponds to a combination of impedance spectroscopy and
impedance-voltage proﬁling and could be termed impedance spectra-
voltage proﬁling.
The real and imaginary spectra of a B3010C2 heterostructure are shown
in ﬁg. 6.3 for fac = 100 kHz - 1Hz and Uac = 30mV. The bias voltage is
swept from 0 to 2.5V in steps of 0.1V. The real impedance spectrum
reveals a two-fold behaviour at low Ubias: at low frequency a linear
decrease with increasing frequency is observed, whereas the high fre-
quency portion is constant and independent of frequency. When Ubias
is increased this constant plateau of Zre is shifted towards higher im-
pedance and lower frequencies. Additionally, a second decreasing slope
appears at high frequencies. During the course of this shift the ﬁrst
slope is eliminated and the plateau is smoothed out. The second slope
becomes steeper and dominates the spectrum. With a further increase
of Ubias a turning point is reached and Zre starts to decrease slightly
at all frequencies. Nearly ideal capacitive behaviour is suggested by
the linear decrease of the imaginary impedance spectrum with a slope
close to -1 (decade per decade) at low Ubias. Increasing Ubias also shifts
these spectra towards higher impedance and the slope is split into two,
slightly diﬀerent, portions. Unlike the real impedance spectra, no de-
crease is observed at high Ubias. These rather complex characteristics
of the impedance spectra reveal that a single parallel circuit C||R is not
suﬃcient to describe the heterostructure in the investigated frequency
range. The two decreasing slopes of Zim indicate that two capacitive
elements are needed in addition to at least one resistive element for













Figure 6.3: Real and imaginary impedance spectra of an AlGaN-MIHS







Figure 6.4: Full equivalent circuit derived from the impedance spectra
of an AlGaN-MIHS by CNLS ﬁtting.
by CPEs. These capacitive elements also account for the slight devia-
tion from -1, which is found for the slopes of Zim. The best ﬁt to the
impedance data was obtained for a series connection of two parallel cir-
cuits CPEb||Rb and CPEt||R2DEG and a series resistance Rs, as given
in ﬁgure 6.4.
The equation of this equivalent circuit is:













Before the voltage proﬁles of the equivalent elements are presented
and discussed, the general plausibility of the derived equivalent circuit
needs to be conﬁrmed. This is done by correlating the equivalent ele-
ments with the actual device structure. Along the measurement path
the heterostructure can be divided into capacitive and resistive ele-
ments. The barrier and cap layer, which are depleted of mobile charge
carriers due to the internal polarisation ﬁelds, exhibit capacitive be-
haviour. The resistive elements are formed by the inner 2DEG below
the Schottky contact and the outer 2DEG between the Schottky and
the Ohmic contact, as well as the Ohmic contact itself (ﬁg. 6.1). The
series resistance Rs can be assigned to the Ohmic contact, which is as-
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sumed to be ideal and therefore independent of the applied voltage. Its
value is expected to fall in the range of a few Ω up to 100Ω, depending
on the quality of the ohmic contact. The parallel circuit CPEb||Rb can
be assigned to the insulator, consisting of the barrier and cap layer.
The insulator capacitance is seen in CPEb and its resistance can be
approximated by Rb. A high value, on the order of several GΩs, is
expected for Rb, whereas CPEb will depend on the insulator thickness
and the area of the Schottky contact. The resistor R2DEG can be as-
signed to some portion of the 2DEG, as the rather low value of the Zre
plateau (≈ 200Ω) suggests this connection. Whether the inner and/or
the outer 2DEG are reﬂected in this equivalent element cannot yet be
determined. The parallel CPEt is connected to the 2DEG in a way that
will be discussed later on.
As the CPE is not commonly used in semiconductor physics, its ori-
gin in the investigated heterostructure needs to be discussed. Generally,
CPE behaviour is assigned to a non-uniform current and/or voltage dis-
tribution that can arise from surface roughness, varying thickness or a
distribution of time constants. For the investigated system the surface
roughness can be disregarded as atomic force microscopy (AFM) mea-
surements of as-grown heterostructures reveal a very small roughness
of (1–1.5) nm (rms - 5x5 μm2). The aspect of varying thickness does
not apply, due to the homogeneous deposition of the layers. Only a
monotonous, radial variation of the overall heterostructure thickness is
observed, with a maximum variation of 10% between the centre and the
edge of a 2" wafer. However, a variation of the eﬀective thickness of
the insulator results from the previously presented consideration that
the depletion of the 2DEG will at some point be lateral instead of
vertical. In this case the electrical ﬁeld lines no longer run perpen-
dicular to the insulator, but are skewed towards the ohmic contacts.
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This ﬁeld distortion and inhomogeneous ﬁeld density could be a rea-
son for the CPE behaviour. The most likely explanation, however, is
a distribution of charge generation/recombination time constants, due
to defect levels or trap states in the band structure of the semiconduc-
tor. The presence of these states and their impact on the electronic
properties of the heterostructure is known and has been discussed in
section 4.3. In addition, the analysis of the frequency dispersion by
Miller et al. [206] revealed that a broad distribution of trap levels ex-
ist in the AlGaN/GaN heterostructure. In order to derive the trap
density and time constant, Miller et al. needed to ﬁt the calculated
Gp/ω spectra with a function for a continuum of trap levels. The CPE,
however, accounts for the distribution characteristic by its deﬁnition
and is therefore an ideal equivalent element to model trap-related dis-
persion phenomena. Nevertheless, except for the characterisation of
interface traps in GaAs-based MIS structures reported by Kochowski
et a. [209, 210], no publications can be found on this topic.
Now that the physical plausibility of the equivalent circuit is estab-
lished and interpretation of the CPE has been considered, the voltage
dependence of the equivalent elements will be presented in the follow-
ing. Figure 6.5 shows the voltage proﬁles of CPEb, CPEt, Gs, Gb and
G2DEG obtained from CNLS ﬁtting of the impedance spectra. The re-
sistive elements are given by their conductance G = 1R to facilitate the
plotting of all traces on one graph. From these proﬁles three primary
ranges can be identiﬁed, which correspond to the enhancement and de-
pletion of the 2DEG channel and the transition between both states.
The enhancement range extends from zero bias voltage to the begin-
ning of the logarithmic decrease of Qb, Qt and G2DEG, the transition
range spans the decreasing portion and the depletion range is charac-
terised by the constant values of Qb at high Ubias. For the given ex-
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ample (ﬁg. 6.5) the ranges are approximately (0–1.5)V (enhancement),
(1.5–2)V (transition) and >2V (depletion). Generally, it is observed
that the voltage proﬁles of all equivalent elements are monotonous and
the uncertainty of the ﬁtted values is very low. These observations
suggest that the derived model is correct and that its elements can be
employed to characterise physical processes in the heterostructure. The
slightly erratic characteristic of Qt and large error bars of αt in the en-
hancement range suggest that their inﬂuence on the overall impedance
is very low. A similar eﬀect is observed at high Ubias for most of the
equivalent elements. At some point their inﬂuence on the overall im-
pedance becomes marginal and they are therefore no longer included in
the voltage proﬁle. Only Qb and αb can be derived for the entire bias
voltage range. Their almost negligible uncertainties emphasise that
CPEb is the most important and dominant element of the equivalent
circuit.
After this general discussion, the bias voltage dependence of each
equivalent element is discussed in detail. In order to facilitate this dis-
cussion, the assumed changes in the electrical ﬁeld (blue arrows) and
the sheet carrier concentration in the 2DEG (red bar) with increasing
bias voltage are illustrated in ﬁgure 6.6. The overlaid equivalent circuit
demonstrates the correlation to the heterostructure. In addition, sin-
gle elements are greyed out when they no longer inﬂuence the overall
impedance of the MIHS.
The resistive elements Gs and Gb reveal a true ohmic characteristic,
as they are not inﬂuenced by Ubias. Their constant values correspond
to resistances of 100Ω and 10GΩ for Rs and Rb, respectively. This
conﬁrms that Rs represents the ohmic contact and Rb represents the
resistance of the insulator, as their values agree with the initial con-




































































Figure 6.5: Voltage proﬁles of the equivalent elements CPEb and Gb
(black), CPEt and G2DEG (red) and Gs (blue) for an








































Figure 6.6: Schematic cross sections of an AlGaN-MIHS illustrating the
simpliﬁed course of the electric ﬁeld (blue) and the sheet
concentration in the 2DEG (red) depending on the applied
bias voltage. The full equivalent circuit is overlaid and ele-
ments with insigniﬁcant inﬂuence are greyed out.
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parallel to Rb. This connection can also be veriﬁed by the course of its
voltage proﬁle. In the enhancement range, CPEb can be treated as an
ideal capacitor since αb is very close to 1. It can be assumed that the
electric ﬁeld runs perpendicular to the cap and barrier layer, between
the Schottky top electrode and the 2DEG back electrode (ﬁg. 6.6a).
At the beginning of the transition range the pronounced decrease of
Qb reﬂects that the 2DEG back electrode is no longer suﬃciently con-
ducting below the Schottky contact. This eﬀectively reduces the area
of the plate capacitor and, in turn, its capacitance. In addition, the
ﬁeld lines no longer run perpendicular through the structure and are
distorted towards the Ohmic contact (ﬁg. 6.6c). This means that the
path along the ﬁeld lines and the eﬀective thickness of the dielectric
is increased, which also decreases the capacitance. At some point the
vertical depletion geometry will be expanded by a lateral dimension.
The outer 2DEG beside the Schottky contact will begin to deplete, in
addition to the inner 2DEG. The exact point of this eﬀect is diﬃcult
to determine, but a connection to the decrease of αb is very likely. Due
to the deviation of αb in this transition range, CPEb can no longer be
treated as an ideal capacitor. Possible explanations for this deviation
are the distortion of the electric ﬁeld in the cap and barrier layer or
the impact of trap states. The ﬁeld distortion, however, cannot explain
the subsequent increase of αb in the depletion range, as the extent of
the distortion will increase when Ubias is increased further. Therefore,
trap states are likely to be responsible for the deviation of αb. The
observation that their inﬂuence is not seen at lower Ubias can be due
to a corresponding energetic level deep in the band gap, which is not
excited until Ubias has reached a certain value. It might also indicate
that these traps only aﬀect the outer 2DEG, which is not depleted
before. When the depletion of the inner 2DEG is complete, a further
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increase of Ubias will only result in a slightly increasing lateral depletion
of the outer 2DEG (ﬁg. 6.6e). A constant and nearly ideal capacitive
behaviour is observed in this case, as neither the area of the remain-
ing back electrode, provided by the outer 2DEG ring, nor the eﬀective
dielectric thickness will be aﬀected to a great extent.
It becomes clear that the CPEb primarily reﬂects changes of the lat-
eral geometry of the 2DEG back electrode. As a consequence, no depth
proﬁles that reach into the GaN bulk layer can be derived from the in-
sulator capacitance. When the 2DEG starts to deplete laterally, the
capacitance is dominated by the decreasing area of the 2DEG back
electrode and the simple plate capacitor geometry can no longer be
employed. Therefore, a corresponding depth can no longer be calcu-
lated using equation 5.6. Although a three-dimensional conductance
via the GaN bulk may be possible, its inﬂuence will be marginal as the
bulk was found to be compensated in the investigated heterostructures.
In addition, a possible bulk conductance does not change the fact that
the applied bias voltage will always drop across the insulator, as no
bulk contact exists. The conductance of the 2DEG can be linked to
G2DEG, on the basis of the derived values and the observed voltage de-
pendence. In the enhancement range a value of about 10mS or 100Ω
is found. For comparison, an estimate for the resistance of the outer
2DEG R2DEGout can be calculated from the sheet resistance R, the









For theB3010C2 heterostructure with a typical sheet resistance of 400Ω/
and with the outer radius of the Schottky contact (rsc = 360μm) and
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the inner radius of the ohmic contact (roc = 760 μm) of the mercury
probe, a value of about 50Ω is obtained. The average resistance of
the inner 2DEG cannot be calculated as easily since it is distributed
below the Schottky contact, but a value of several ten Ωs is a reason-
able estimate. The resulting total resistance of up to 100Ω agrees very
well with R2DEG. Additionally, the depletion characteristic that is ob-
served for G2DEG conﬁrms the connection to the 2DEG. Initially, its
approximately linear decrease reﬂects the decrease of the sheet carrier
concentration ns in the inner 2DEG. The inner 2DEG most likely starts
to deplete from the centre of the Schottky contact towards its border
(ﬁg. 6.6b). The logarithmic decrease in the transition region signiﬁes
that ns is reduced accordingly (ﬁg. 6.6c-d).
The equivalent element CPEt can be treated as a phenomenological
description of the inﬂuence of trap states on the 2DEG. Essentially,
it models the frequency dependent trapping of 2DEG charge carriers.
The rather unusual placement of this element parallel to 2DEG con-
ductance can be understood as a charge bypass at high frequencies. It
does not imply that the trap states are localised at the AlGaN/GaN
interface. Nevertheless, it is a very suitable description for charge traps
with a broad distribution of time constants. At low frequencies most
charge carriers will ﬂow via R2DEG, whereas at high frequencies some
portion ﬂows via CPEt, i.e. it is lost to trap states. The relatively
constant values of Qt and αt in the enhancement range suggest that
trapping process and its distribution is independent of Ubias. However,
the depletion of the 2DEG decreases Qt and increases αt. This devi-
ation does not mean that fewer trap states are present or that their
distribution becomes smaller. Instead, the measurement method fails
to extract the true properties of the traps, when the back electrode is
lost and the ﬁeld geometry is severely distorted. This emphasises the
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Figure 6.7: Characteristic time constant τt of traps states derived from
the parallel equivalent circuit CPEt||R2DEG versus applied
bias voltage.
phenomenological character of CPEt - it cannot describe the charge that
is lost from the 2DEG when no 2DEG is present. Nevertheless, for the
enhancement and early transition ranges a characteristic value around





as proposed by Brug et al. [211]. In ﬁgure 6.7 this characteristic time
constant is plotted versus Ubias. Values of (1–10) μs are found towards
the end of the enhancement range, which agree very well with the
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published trap time constants of 1μs [206] and 4 μs [208]. The steep
increase towards the depletion range has no physical meaning, due to
the discussed limits of the model.
An estimate for the total charge lost to traps can be obtained through
integration of CPEt, similar to the calculation of the total sheet charge
density Ns (section 5.3.2). However, for the integration a capacitance
equivalent is needed for CPEt. This can be derived for the parallel
circuit CPEt||R2DEG using the estimation by Brug et al. [211]. Nor-








Applying equation 5.5 to C ′t, a value of Nt = 1.8× 1012 cm−2 is ob-
tained. The good agreement to the trap density of about
1× 1012 cm−2 eV−1 reported by Miller et al. [206] suggests that the
total sheet charge density lost to traps Nt corresponds to Dit.
It can be summarised that the derived equivalent circuit is very suit-
able for the description of the AlGaN/GaN heterostructure. The cor-
relation of the equivalent elements to the actual device structure is as
follows: Rs represents the ohmic contact, Rb and CPEb reﬂect the in-
sulator resistance and capacitance, respectively, and R2DEG accounts
for the resistance of the 2DEG. A phenomenological description of the
trapping of 2DEG charge is given by CPEt. The impedance spectra
suggest that CPEb and R2DEG have the largest inﬂuence on the overall
impedance, whereas Rs is too small and Rb too large to have signiﬁcant
impact. The inﬂuence of CPEt is frequency dependent and accounts for
most of the frequency dispersion of the impedance. In general, the CPE
was shown to be an appropriate model to describe the inﬂuence of trap
states with a broad distribution of time constants. The characteristic
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time constant and the trap density that were estimated from CPEt and
R2DEG agree well with published values.
6.1.2 Impedance-Voltage Proﬁling
Although a very good model for the AlGaN/GaN heterostructure can
be obtained, impedance spectroscopy cannot be used for the character-
isation of time-dependent processes, such as drift phenomena. This is
due to the fact that the recording of impedance spectra with varying
bias voltages is a very time consuming process with measurement dura-
tions of up to 4 h. Impedance-Voltage proﬁles, however, typically take
(10–15)min and are therefore a more suitable measurement method for
this purpose. The inherent trade-oﬀ of this method is that only two
parameters are measured an, in turn, only two equivalent elements can
be estimated. Therefore, the full equivalent circuit, as derived from im-
pedance spectroscopy, needs to be reduced to its most important two
elements.
As a ﬁrst step, the quality of the full equivalent circuit with regard
to impedance-voltage proﬁles is discussed. Subsequently, a reduced
equivalent circuit for the interpretation of impedance-voltage proﬁles
is derived and the connection between the full and the reduced equiv-
alent circuit is discussed. The derivation of important parameters for
the characterisation of the heterostructure is given at the end of this
section. To evaluate the quality of the full equivalent circuit, Zre(Ubias)
and Zim(Ubias) proﬁles were calculated from the ﬁtted equivalent ele-
ments using equation 6.1 for various frequencies and compared to data
obtained by direct Z(U) measurements (ﬁg. 6.8). An excellent agree-
ment is obtained for Zim and only minor deviations can be observed
for Zre. This conﬁrms that the derived equivalent circuit is very well
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Figure 6.8: Comparison of Zre and |Zim| at 10Hz, 1 kHz, and 100 kHz,
measured directly and calculated from the full equivalent
circuit using eqn. 6.1.
suited to describe the AlGaN/GaN-Hg-MIHS over a large frequency
range.
One reason for the very good match between the derived model and
the measurements is that the full equivalent circuit has a large number
of degrees of freedom. Five equivalent elements with a total of seven
parameters are used to reproduce the impedance in the investigated fre-
quency range. For the application to impedance-voltage proﬁling the
number of parameters has to be reduced to two, as only Zre and Zim are








Figure 6.9: Suitable reduction of the full equivalent circuit for the ap-
plication of impedance-voltage proﬁling.
chosen (ﬁg. 6.9) since the impedance is mostly dominated by the ca-
pacitive contribution of CPEb and the resistive contribution of R2DEG.
This results in the following simple equations for the calculation of C







Due to the discussed frequency dispersion it is reasonable to record
at least one proﬁle at low frequency (LF - (1–10)Hz) and one at high
frequency (HF - (10–100) kHz). The capacitance C and conductance
G = 1R at 10Hz and 100 kHz were calculated from measured impedance-
voltage proﬁles and are compared to Qb and G2DEG in ﬁgure 6.10. For
C a typical depletion characteristic is observed, which shifts towards
lower bias voltages at 100 kHz. A close agreement of C10Hz and Qb
is observed for the whole range of Ubias, except for a small deviation
in the transition range. The conductance G also shows a depletion
characteristic that is more pronounced at low frequencies. In addition,
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Figure 6.10: Comparison of the elements of the reduced equivalent cir-
cuit (C, G) at low and high frequencies to elements of the
full equivalent circuit (Qb, G2DEG) for an AlGAN-MIHS.
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In the enhancement range the admittance G2DEG can be approximated
by G100 kHz and in the transition range its course approaches G10Hz.
The good agreements between the elements of the reduced equiva-
lent circuit and Qb and G2DEG conﬁrm that the insulator capacitance
and the 2DEG resistance determine the overall impedance of the MIHS
structure to a large extent. The insulator capacitance can be estimated
by C10Hz in the investigated voltage range. In order to estimate the
2DEG conductance a single impedance-voltage proﬁle at low frequency
is not suﬃcient. For the enhancement range an additional high fre-
quency proﬁle is needed. This is due to the inﬂuence of trap states,
which is not accounted for by the reduced equivalent circuit. However,
the frequency dispersion that is observed for C allows for the estimation
of the amount of charge that is transferred to trap states. It was found
that the diﬀerence between the sheet charges in the 2DEG at low and
high frequency is approximately equal to Nt, calculated from Qt. The











C ′LF − C ′HF (U)
e
dU = Ns(LF )−Ns(HF ).
(6.6)
When applied to the data shown in ﬁgure 6.10, a value of about
2.0× 1012 cm−2 is obtained for Ns(10Hz)−Ns(100 kHz), which is very
close to the 1.8× 1012 cm−2 estimated for Nt. The deviation may be
explained by the additional trapped charge from the outer 2DEG, which
is aﬀected due to the lateral depletion. As CPEt only characterises the
inner 2DEG, this charge is not reﬂected. The insulator conductance
Gb and the conductance of the ohmic contact Gs cannot be reproduced
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by either the low or the high frequency impedance-voltage proﬁle. The
only possible indication of Gb is the value of G10Hz in the depletion
region, which is within one order of magnitude.
As a next step, structural and electrical properties of the investigated
heterostructure are estimated from impedance-voltage proﬁles using
the reduced equivalent circuit. The common methods of capacitance-
voltage proﬁling (section 5.3.2) can be applied for this purpose, as
C10Hz has been identiﬁed as a very good estimate of the insulator capac-
itance. The sheet charge density Ns can be estimated using equation
5.5 by integration up to Ubias = 0V. For the B3010C2 heterostructure
a typical value of about 8× 1012 cm−2 is obtained. The thickness of
the insulator can be approximated using equation 5.6 and the capaci-
tance C ′0 at zero bias voltage with a value around 800 nF cm−2. This
corresponds to an estimated insulator thickness of 10 nm, which is sig-
niﬁcantly lower than the targeted total thickness of the barrier and cap
layer (12 nm). The origin of this diﬀerence is not yet understood. Pos-
sibly, the area of the Hg-Schottky contact is larger than assumed for
the calculation or voids in the GaN cap layer reduce the total insulator
thickness.
The threshold voltage of the 2DEG can be determined using a lin-
ear extrapolation of ns(Ubias), which is calculated using equation 5.5.
However, this method depends on the choice of the linear region as
illustrated in ﬁgure 6.11. Here, the intersection with the x-axis shifts
towards lower voltages (see arrow) when fewer points are used for the
linear ﬁt. The values of Uth range from 1.8997V to 1.7864V, i.e. a
deviation of up to 113.3mV. This value is unacceptable, as Uth will
be used to determine pH induced changes of the surface potential. In
light of a maximum pH-sensitivity close to 60mVpH−1 this uncertainty
would correspond to about 2 pH units. Furthermore, the linear approx-
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Figure 6.11: Comparison of methods to derive Uth: linear extrapolation
of ns(Ubias) (ﬁlled squares) for a diﬀering amount of data
points (dashed lines - arrow signiﬁes fewer data points) and
determination of the inﬂection point of C ′(Ubias) (open
squares) by calculating the zero-crossing of the second
derivative (continuous line).
imation can not easily be implemented for a automated data analysis
without ambiguity. Therefore, a diﬀerent method was developed which
is based on the inﬂection point of C ′(Ubias) as a measure for the thresh-
old voltage. It is calculated by linear interpolation of the zero-crossing
of the second derivative. The advantage of this method is the unam-
biguity in the determination of Uth and the easy implementation for
automated data analysis. For the shown data, Uth = 1.9405V is ob-
tained, which is slightly higher than the values obtained using the linear
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extrapolation method. However, this small deviation is negligible com-
pared to the absolute value of Uth (≈ 2%). Therefore, the inﬂection
point of C ′(Ubias) is a very suitable estimate of the threshold voltage.
Additionally, it will be shown later on that this method is capable of
providing sub-millivolt resolution for long-term drift measurements and
reproducibility tests and that it is robust with respect to shifted and
slightly distorted data.
Additional parameters that will be used for the characterisation of
drift eﬀects and sensitivity are the zero bias capacitance and conduc-
tance C ′0 and G0, as well as the conductance threshold voltage UthG
determined from using the inﬂection point method.
In summary, it was found that the series connection C+R is the ap-
propriate equivalent circuit to model the AlGaN/GaN heterostructure
for impedance-voltage proﬁling. At low frequency the equivalent se-
ries capacitance corresponds to the insulator capacitance and common
methods from CV-proﬁling can be employed to estimate Ns and d0. For
the determination of the threshold voltage an unambiguous and robust
method was developed, based on the inﬂection point of the CV-proﬁle.
6.1.3 Scanning Electron Microscopy
Although the measurements with the mercury probe are assumed to
be nondestructive, it was observed that the contact areas exhibit some
form of contamination after prolonged measurements. The SEM image
shown in Fig. 6.12a illustrates that a darker, more conducting layer has
been deposited below the mercury contacts. It also reveals that the
small, inner Schottky contact is not a well deﬁned circle but a rather
irregular area. Therefore, the reproducibility of the measurements is
limited by the uncertainty of this Schottky area, which is assumed to
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be ±5%. In addition, the contamination from the mercury contacts
can induce drift phenomena within a measurement series.
In order to gain insight into the surface morphology of the AlGaN/GaN
heterostructure, SEM images were taken at high magniﬁcation. This
image is used as a reference to evaluate the extent of the (photo-)-
electrochemical corrosion and the inﬂuence of the fabrication process.
In ﬁgure 6.12b the SEM image of an as-grown B3010C2 wafer is given,
revealing dark holes on a mottled background. The holes can be at-
tributed to screw dislocations reaching the surface. Counting the de-
fects per square micrometre, a defect density of 1× 109 cm−2 can be
estimated, which agrees well with the values obtained by Tonisch [197].
It should be noted that the published values were obtained using AFM
measurements on wafers that were previously etched in H3PO4 at 180 °C
to emphasise the point defects. This defect etching step is needed as
the diameter of the AFM tip limits the lateral resolution to a few tens
of nanometres, depending on the quality of the tip. Using high res-
olution SEM images, however, point defects with a diameter of less
than 10 nm can be resolved, due to the much higher lateral resolution
of the SEM and the high contrast of the defects. The contrast is in-
duced by the morphology of the defects and their higher conductivity
compared to the insulating cap and barrier layers. The mottled back-
ground reﬂects grain boundaries or step dislocations of the deposited
crystalline layers, which appear as cloud-like structures in AFM images.
These dislocations have a major impact on the crystalline quality of the
heterostructure, limiting its resistance to corrosion. As the structural
defects also manifest themselves as energetic defects in the band struc-
ture of the semiconductor, an inﬂuence on related parasitic phenomena




Figure 6.12: SEM images (a) at low magniﬁcation showing the contam-
ination that is introduced by the mercury contact and (b)




In summary, the preceding discussion on the impedance characterisa-
tion of as-grown B3010C2 wafers using a mercury probe (MIHS) yielded
the following results and conclusions:
• The series connection of Rs, CPEb||Rb and CPEt||R2DEG is a
very suitable equivalent circuit for the AlGaN/GaN-MIHS in the
frequency range from 1Hz to 1MHz and in the bias voltage range
(0–3)V. A plausible physical interpretation for each element was
given and veriﬁed.
• The CPE is a good phenomenological description of trap states
with a broad distribution of time constants. Estimates of the
characteristic time constant and trap density obtained from CPEt
agree with published values.
• For the application of impedance-voltage proﬁling the full equiv-
alent circuit is reduced to a series connection C + R. At low
frequencies C is equal to Qb and corresponds to the insulator
capacitance. The resistance of the 2DEG is reﬂected in R2DEG,
which can partly be approximated byR at low and high frequency.
• The sheet charge density Ns and threshold voltage Uth can be cal-
culated from the capacitance-voltage proﬁle of the reduced equiv-
alent circuit. The estimation of the insulator thickness d0 yields
signiﬁcantly lower values than expected.
• The inﬂection point of the insulator capacitance C is a good and
unambiguous measure of the threshold voltage.
• For the interpretation of impedance-voltage proﬁles of the MIHS,
the lateral depletion of the 2DEG towards the ohmic contacts
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needs to be considered. Depth proﬁles are therefore only possible
to a limited extent, as the 2DEG is not depleted vertically into
the GaN bulk layer.
• Due to the two-dimensional depletion geometry, the MIHS needs
to be modelled with a series connection C + R, rather than the
commonly assumed parallel connection C||R.
• A dislocation density of 1× 109 cm−2 was estimated for the as-
grown wafer from high-resolution SEM images. No previous etch-
ing step was required to determine this density.
These results and conclusions allow for the clariﬁcation of the consid-
erations that were put forth at the beginning of this chapter, concerning
the two-dimensional depletion of the 2DEG, the origin of the phase an-
gle peak and the appropriate modelling of the frequency dispersion.
• Firstly, it was assumed that the obvious diﬀerence between the
common one-dimensional MIS structure with a back contact and
the two-dimensional AlGaN/GaN MIHS results in a signiﬁcant
deviation from the one-dimensional depletion characteristic. This
assumption is veriﬁed by the observation that the suitable re-
duced equivalent circuit is the series connection C + R, instead
of the parallel connection C||R. The series connection implies
that R has to be located outside the insulator layer and that it
has a signiﬁcant impact on the overall impedance. Its depletion
characteristic indicates that it reﬂects some portion of the 2DEG
channel. Therefore, R must be related to degradation of the
2DEG and the pinch-oﬀ at the outer 2DEG. Figuratively speak-
ing, the input leads to the inner 2DEG are supplied by the outer
2DEG, which becomes the bottleneck, in terms of conductance,
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when the 2DEG is depleted. For the one-dimensional MIS struc-
ture no impact of a series resistance will be observed, as the bulk
material always suﬃciently conducts and is generally unaﬀected
by the depletion (or enhancement) region below the insulator.
• Secondly, it was stated that the phase angle deviation in the
transition range of the impedance-voltage proﬁles has been dis-
regarded so far and that its origin has not been discussed. From
the results obtained in this section, it can be derived that the
two-dimensional geometry of the AlGaN/GaN heterostructure is
the source of this phase angle peak. A two-fold 2DEG depletion
process can be found: an area-depletion of the inner 2DEG, re-
ﬂected by CPEb (or C), and a conductance-depletion mostly at
the outer 2DEG, as seen in G2DEG (or G). The fact that these
two depletion processes diﬀer with regard to their characteristics
is the reason for the deviation of the impedance phase angle φ.
An increase of φ is found, as the 2DEG conductance G is aﬀected
before the area of the 2DEG is reduced. This has an important
implication for the interpretation of the phase angle peak: the
higher the peak, the more dominant the conductance-depletion is
compared to the area-depletion. Taking into account the correla-
tion with the outer and inner 2DEG, it can be concluded that a
high peak corresponds to a pinch-oﬀ at the outer 2DEG, whereas
a low peak corresponds to a pinch-oﬀ at the inner 2DEG.
• Thirdly, it was suggested that the modelling of the frequency
dispersion cannot be achieved with a simple parallel equivalent
circuit and that the equivalent circuits that are commonly em-
ployed to account for trap states are not suitable. As a diﬀerent
equivalent circuit was found for the two-dimensional depletion
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geometry of the AlGaN/GaN heterostructure, the model for the
trap states needed to be modiﬁed. It was conﬁrmed that the
CPE is an appropriate phenomenological model for the impact of
trapping on the 2DEG. This model also explains why the pinch-
oﬀ of the AlGaN/GaN MIHS is inﬂuenced to a greater extent
by trap states, compared to MIS structures with a back contact.
As previously discussed, the outer 2DEG is the bottleneck of the
heterostructure. Therefore, the frequency dependent trapping of
charge from the outer 2DEG has a pronounced inﬂuence on the
depletion characteristic. These conclusions may also be applied
to gain more insight into the mechanism of the current collapse,
which is closely correlated to the observed pinch-oﬀ.
In the following section the focus is shifted from the semiconductor
structure to its interface with an electrolyte solution. The same im-
pedance measurements as in this section are performed on the EIHS
to reveal how the electrolyte Schottky contact inﬂuences the semicon-
ductor. Additionally, it is investigated whether information on the
electrolyte-semiconductor interface can be obtained.
6.2 Chip level characterisation of the EIHS
Electrochemical impedance spectroscopy and proﬁling has not been
applied to entire as-grown wafers, as no suitable measurement setup,
comparable to the mercury probe, was available. Instead, AlGaN/GaN-
EIHS sensor chips were fabricated from B3010C2 wafers as described in
section 5.1 and characterised using the developed electrochemical mea-
surement cell (section 5.2.2). In accordance with the approach that was
used for the wafer level characterisation, the electrochemical impedance
152
spectrum of the EIHS was investigated as a ﬁrst step. This way the
diﬀerences between the metal and the electrolyte Schottky contact can
be determined. The same ambient conditions were used, including no
illumination. The most apparent diﬀerence between the metal and elec-
trolyte Schottky contact is their area, which is about ten times larger for
the EIHS (Asc = 4.91mm2 compared to 0.41mm2). The ohmic contact
of the EIHS exhibits a lower resistivity than its mercury probe counter-
part due to the use of an alloyed Ti/Al/Ti/Au metal stack, providing
a typical contact resistance of (3–4)Ωmm. However, the contribution
that dominates the series resistance by several orders of magnitude is
the impedance of the reference electrode which amounts to several kΩ.
For the employed standard glass reference electrode, the impedance of
the ceramic diaphragm is speciﬁed with < 5.5 kΩ.
6.2.1 Electrochemical Impedance Spectroscopy
The electrochemical impedance spectra for Ubias = (0–2.5)V are shown
in ﬁgure 6.13 for the frequency range fac = 1Hz to 1MHz. The em-
ployed electrolyte is the phosphate buﬀer solution PB6.88. Similar to
the spectra of the MIHS, a plateau is observed for Zre at low bias volt-
age, which shifts toward lower frequencies and higher impedance with
increasing Ubias. At very low and high frequencies a decreasing slope
is found. The low frequency slope is shifted towards higher impedance
and subsequently overlapped by the shifting plateau. The high fre-
quency slope is only shifted slightly towards lower frequencies. At high
Ubias the EIHS is characterised by a single slope. For Zim a nearly
ideal slope of -1 is observed at low Ubias and frequencies up to 10 kHz.
With increasing bias voltage, the slope is shifted towards higher imped-
ance and a second slope develops, which is less steep. At frequencies
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exceeding 10 kHz, the slope reverts to a slight increase followed by an-
other minor decrease. Generally, the shift towards higher impedance is
found to be less pronounced for increasing frequency. Near 1MHz the
imaginary part is independent of Ubias.
Most of the deviations between the EIHS and the MIHS in the imped-
ance spectra can be attributed to the reference electrode. The plateau
of Zre in the frequency range from 100Hz to 100 kHz indicates that its
resistive contribution amounts to about 10 kΩ. Additionally, the course
of Zim at high frequencies suggests that the reference electrode also has
a parallel capacitive characteristic. Its value was estimated to be about
30 pF, which is rather high for a reference electrode. This implies that
additional parasitic capacitive elements are present in the measurement
setup. To minimise their inﬂuence and to facilitate the ﬁtting proce-
dure, the frequency spectra are only evaluated up to 10 kHz. This way
only the resistive part of the reference electrode has to be accounted
for.
The ﬁtting procedure revealed that the full equivalent circuit, derived
for the MIHS, can also be applied to the EIHS. The voltage proﬁles of
the equivalent capacitive elements CPEb and CPEt (thick lines), and
the conductive equivalent elements Gb, G2DEG and Gs (thin lines) are
plotted versus Ubias in ﬁgure 6.14. For most equivalent elements the
previous correlation to the device structure can be adopted. Only the
physical interpretation of Rs has to be extended, as it is now primarily
determined by the resistance of the reference electrode. In general, it
can be stated that Rs is a lumped representation of all series resistive
elements outside the actual heterostructure, such as the ohmic contact,
the reference electrode resistance and the resistance of the electrolyte
solution. In contrast to the former two, the latter resistance is an im-













Figure 6.13: Real and imaginary electrochemical impedance spectrum



























































Figure 6.14: Voltage proﬁles of the equivalent elements CPEb and Gb
(black), Qt and G2DEG (red) and Gs (blue) of an AlGaN-
EIHS, derived from electrochemical impedance spectra.
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of the electrolyte solution. At lower ionic strength the inﬂuence on Rs
is expected to be more signiﬁcant.
As no additional equivalent element is needed to model the EIHS, it
can be assumed that the impedance of the electric double layer cannot
be extracted. This is due to the relatively high ionic strength (I =
100mM) of the employed buﬀer solution, which reduces the EDL to
the Helmholtz layer (cf. section 2.1). Its capacitance is estimated to
be in the range of (10–20) μF cm−2 for metal oxides [212] and may
therefore be too large to inﬂuence the measured spectra. In general, the
voltage proﬁles of the EIHS equivalent elements are very similar to the
MIHS. In ﬁgure 6.15 and 6.16 the equivalent CPE-voltage proﬁles and
conductance-voltage proﬁles of the EIHS and the MIHS are compared.
For this comparison, the insulator capacitance and conductance need
to be normalised by the area of the Schottky contact, giving Q′b and
G′b.
Figure 6.15 illustrates that qualitatively similar characteristics are
obtained for Q′b, except for lower values in the enhancement range and
a small voltage shift for the EIHS. The corresponding exponent αb also
exhibits this voltage shift, but is otherwise very similar to the MIHS.
Pronounced diﬀerences, however, are observed for the proﬁles of CPEt.
In the enhancement range, a much lower magnitude Qt is found for the
EIHS and the exponent αt suggests ideal capacitive behaviour. Similar
to the MIHS, the uncertainty of Qt is relatively high, indicating that
its inﬂuence is minor. In the transition range the Qt proﬁles become
similar in magnitude and shape, except that the EIHS proﬁle is shifted
towards higher Ubias. The αt proﬁles do not reﬂect the voltage shift to
this extent, but a large diﬀerence is found in the enhancement range.
The comparison of the equivalent conductance-voltage proﬁles in ﬁg-
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Figure 6.15: Comparison of the equivalent CPE-voltage proﬁles of the
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Figure 6.16: Comparison of the equivalent conductance-voltage proﬁles
of the AlGaN-EIHS and the AlGaN-MIHS.
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nitude compared to the MIHS, due to the impedance of the reference
electrode. In contrast, it is found that Gb is nearly unaﬀected by the
type of the Schottky contact. This is expected, as the insulating prop-
erties of the heterostructure should be independent of the Schottky
contact. For G2DEG, pronounced diﬀerences are observed in the en-
hancement range. Instead of a decreasing slope, the EIHS exhibits a
constant plateau about one order of magnitude below the values of the
MIHS. At the beginning of the transition range, a sharp changeover
into a logarithmic decrease is found and towards the depletion range
the course of G2DEG is equal for the EIHS and the MIHS.
The observed diﬀerences can mainly be attributed to the reference
electrode, the electrolyte solution and possibly to the interface with the
electrolyte. As Qb is nearly unchanged for the EIHS in the transition
and depletion range, it can be concluded that the depletion geometry is
not aﬀected. The small voltage shift indicates that the surface potential
is slightly higher for the electrolyte solution compared to the mercury
contact. Possible explanations for the lower values in the enhancement
range are the uncertainty of the Schottky area and the inﬂuence of the
EDL. The former explanation implies that the estimated contact area
is too small for the MIHS and/or too large for the EIHS. The inﬂuence
of the EDL can be understood by looking at the series connection of
the insulator and the EDL capacitance. As the EDL capacitance is
larger than the insulator capacitance, this results in a reduction of the
measured overall capacitance. A combination of both eﬀects is likely to
be responsible for the observed deviation, as the diﬀerence is relatively
large (about 30%).
The diﬀerences in G2DEG and CPEt are linked to the high impedance
of the reference electrode and the limits of measurement method. As
long as Gs is smaller than G2DEG, the real part of the overall imped-
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ance is dominated by the reference electrode. This cut-oﬀ at 10 kΩ can
clearly be seen in the real impedance spectra (ﬁg. 6.13). As a conse-
quence, both CPEt and G2DEG cannot be estimated properly, resulting
in the observed deviations in the enhancement range. When the 2DEG
is depleted to a suﬃcient extent, G2DEG falls below Gs and both Qt and
G2DEG approach the values that are observed for the MIHS. The origin
of the voltage shift of Qt is not understood, but the excellent agreement
found for G2DEG suggests that impact of the reference electrode is no
longer present in this range. Another very interesting conclusion from
this agreement is that the terminal depletion of the 2DEG conductance
is independent of the area of the Schottky contact. This indicates that
either the conductance of the inner 2DEG is also area-independent or
that the terminal depletion is only determined by pinch-oﬀ at the outer
2DEG.
6.2.2 Electrochemical Impedance-Voltage Proﬁling
For the application of impedance-voltage proﬁling, the reduction of
the full equivalent circuit to two elements is necessary for the EIHS
as well. Once again the voltage proﬁles of the equivalent elements
are compared to a low frequency (10Hz) and a high frequency (1 kHz)
impedance-voltage proﬁle. Compared to the MIHS, the high frequency
value needs to be lower in order to minimise the capacitive inﬂuence
of the reference electrode. The reduced equivalent circuit C+R is also
chosen for the EIHS and C and G are calculated using equation 6.5. In
ﬁgure 6.17 the comparison of C and G at 10Hz and 1 kHz to Qb, Gs
and G2DEG is shown.
It can be seen that the low-frequency capacitance-voltage proﬁle







































































Figure 6.17: Comparison of the elements of the reduced equivalent cir-
cuit (C, G) at low and high frequencies to elements of
the full equivalent circuit (Qb, G2DEG, Gs) for an AlGaN-
EIHS.
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of the transition region and in the depletion region a deviation, due
to the decrease of αb, becomes apparent. Nevertheless, it can be con-
cluded that C is a good estimate of the insulator capacitance. In con-
trast, the estimation of trap density does not yield plausible results.
Although the relation between the trapped charge and the low to high
frequency diﬀerence of the 2DEG charge, expressed by equation 6.6,
also holds for the EIHS, rather low values of Nt = 0.46× 1012 cm−2
and Ns(LF )−Ns(HF ) = 0.43× 1012 cm−2 are obtained. These values
deviate signiﬁcantly from the MIHS and suggests that the total trap
charge Nt no longer correlates with the trap density Dit, as it is un-
likely that less charge is trapped by the EIHS. A suitable explanation
for the low values is found in the previously discussed limitation of de-
riving Qt in the enhancement range. Due to the impact of the reference
electrode, Qt and subsequently Nt are underestimated.
The equivalent conductance elements Gs and G2DEG can, at least
partially, be correlated to the reduced equivalent circuit. In the en-
hancement range G1 kHz is equal to the impedance of the reference
electrode and the electrolyte solution Gs, as this element is not short-
circuited by a parallel capacitive element in contrast to the other con-
ductive elements. This also implies that the enhancement value of
G2DEG cannot be derived from impedance-voltage proﬁles, as it is al-
ways masked by Gs. In the transition region, G1 kHz deviates from Gs,
tending towards lower conductance, as G2DEG decreases steeply and
strongly inﬂuences the overall impedance. The depletion range can be
disregarded, due to the high noise level. A close match of G10Hz and
G2DEG is obtained in the transition range. The conductance of the
insulator Gb cannot be approximated by either low or high frequency
conductance proﬁles.
163
The preceeding discussion conﬁrms that the series connection C +R
is also an appropriate reduced equivalent circuit for the AlGaN/GaN-
EIHS. The 2DEG sheet charge density, insulator thickness and thresh-
old voltage can now be derived from the low frequency capacitance-
voltage proﬁle. The obtained values of Ns = 6.0× 1012 cm−2 and
Uth = 1.6764V show that the 2DEG is depleted slightly when the
heterostructure is immersed in an aqueous solution. This depletion is
due to charge balancing via dipoles and mobile ions, as discussed in sec-
tion 4.4. For the insulator thickness d0 a value of 11.9 nm is obtained,
which matches the targeted value of the total cap and barrier layer
thickness (12 nm). This close agreement suggests that the EIHS might
be more suitable for the determination of d0. Indeed, electrochemical
CV-proﬁling is an established method for the accurate derivation of
doping depth proﬁles of nearly all common semiconductor. The appli-
cation of electrochemical CV-proﬁling to GaN has been reported e.g.
by Wolﬀ et al. [213, 214].
6.2.3 Summary
In summary, the following results and conclusions have been derived
from the analysis of impedance spectroscopy data and impedance-voltage
proﬁles of the AlGaN-EIHS:
• The same full and reduced equivalent circuits that were derived
for the MIHS can be applied to the EIHS. The physical inter-
pretation of the equivalent elements is unchanged, except for the
inclusion of the reference electrode impedance and the electrolyte
resistance in Rs.
• The high impedance of the reference electrode limits the measured
high frequency impedance and hinders the correct derivation of
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CPEt and G2DEG in the enhancement range. As a consequence,
the trap density can no longer be estimated from the impedance
data.
• No pronounced impact of the EDL at the electrolyte-semiconductor
interface on the measured proﬁles is observed. A possible indica-
tor for the EDL is the decreased value of Qb in the enhancement
range.
• The parameters Ns and Uth reveal that the 2DEG is slightly
depleted upon exposure to the electrolyte. A very good estimate
of the insulator thickness d0 is obtained.
Generally, the similarities of the EIHS and MIHS suggest that the
heterostructure will have a prominent inﬂuence on the sensing charac-
teristic of the sensor device. Additionally, it can be assumed that the
conclusions derived for the MIHS are also applicable to the EIHS, espe-
cially with regard to the pinch-oﬀ of the 2DEG and the interpretation
of the phase angle peak.
In order to obtain more information on the electrolyte-semiconductor
interface, two approaches are possible. Either the insulator capacitance
is increased to a value close to the EDL capacitance or the EDL ca-
pacitance is decreased by employing electrolyte solutions with lower
ionic strength. In both cases the inﬂuence of the EDL on the overall
impedance is ampliﬁed.
It was also concluded that the high impedance of the reference elec-
trode limits the frequency range for impedance characterisation and
distorts the values of CPEt and G2DEG. A possible solution to this
problem is the use of low impedance reference electrodes. However,
even such electrodes seldom exhibit an impedance below 1 kΩ. In addi-
tion, the miniaturisation of the reference electrode, which is necessary
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for the targeted application, commonly has the trade-oﬀ of a high elec-
trode impedance, as discussed in section 3.4.
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7 Drift Behaviour and
Sensitivity of the
AlGaN-EIHS
In this chapter, impedance-voltage proﬁling is employed to characterise
dynamic processes within the heterostructure and at its interface with
the electrolyte solution. Special emphasis is placed on those processes
that inﬂuence the stability and reproducibility of the sensor signal. This
includes residual surface contamination from the fabrication process,
PPC drift after illumination and electrochemical corrosion of the sensor
surface. Subsequently, the pH-sensitivity and the cross-sensitivity to
ionic strength are investigated. For all measurements, EIHS sensor
chips with a B3010C2 heterostructure are analysed with the developed
electrochemical characterisation setup, which is shielded from ambient
illumination and electromagnetic interference.
7.1 Characterisation of Drift Phenomena
Two multiparameter graphs have been developed to evaluate the drift
behaviour and the sensitivity of EIHS sensors from measured impedance-
voltage proﬁles. These standard graphs, termed voltage proﬁle and
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parameter footprint, are rather comprehensive representations that re-
ﬂect the inﬂuences on and the properties of the AlGaN-EIHS. They
will be used multiple times throughout this thesis. This is why their
layout is explained in more detail in the following paragraph using a
measurement series that exhibits the most important drift eﬀects.
The voltage proﬁle and parameter footprint of a previously unused
sensor chip after switching oﬀ ambient illumination is shown in ﬁg-
ures 7.1 and 7.2. The near neutral standard phosphate buﬀer solution
PB6.88 was employed. The graphs have been derived from the analysis
of 300 single impedance-voltage proﬁles at 10Hz, which were measured
every 15 minutes in direct succession. It should be noted that the
developed automated analysis algorithm proved extremely useful and
time-saving for this purpose.
The voltage proﬁle (ﬁg. 7.1) consists of a large primary graph and two
smaller secondary graphs that share either the voltage or the capaci-
tance axis. The primary graph shows the capacitance (solid lines) and
conductance (dashed lines) proﬁles versus the applied bias voltage. The
scaling and values on the capacitance axis (far left) and conductance
axis (upper right) are equal and only separated to assign the correct
units. These two proﬁles are calculated from the measured impedance-
voltage proﬁles using the reduced equivalent circuit (eqn. 6.5). The
capacitance axis is shared with the left secondary graph, which will be
called reproducibility proﬁle. The reproducibility proﬁles show the ab-
solute voltage shift ΔU of the capacitance with respect to elapsed time
or measurement count. They are calculated by interpolating all capac-
itance proﬁles to the capacitance values of a reference trace (e.g. the
ﬁrst trace) and subtracting the interpolated voltage values from the ref-
erence trace. The capacitance is then plotted versus the absolute values
of the resulting potential diﬀerence (left upper axis). This procedure
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is illustrated for exemplary values of ΔU after 1, 25 and 50 h by the
bars in ﬁgure 7.1. The voltage axis is shared with the lower secondary
phase proﬁle graph, which shows the phase angle φ of the measured
impedance (lower right axis). From the voltage proﬁle the shape of the
proﬁles can be evaluated over the entire measurement range and mainly
qualitative interpretations can be derived. This includes e.g. the lin-
earity of the voltage shift from the reproducibility proﬁles, the extent
and dynamics of the 2DEG depletion from the capacitance proﬁle and
the amount of corrosion from the phase proﬁle.
In contrast to the voltage proﬁle, which mainly shows the measured
raw data, the parameter footprint (Fig. 7.2) is generated from diﬀer-
ent analysis methods that derive estimates for the threshold voltages
(UthC and UthG) and the sheet carrier concentration Ns. The threshold
voltages are estimated using the inﬂection point method introduced in
section 6.1 and Ns is calculated applying equation 5.5. Additionally,
the absolute values of the capacitance and conductance at zero bias
voltage, C ′0 and G0, are plotted. Generally, parameters derived from
the capacitance-voltage proﬁles will be plotted in black, whereas pa-
rameters derived from the conductance-voltage proﬁles are plotted in
red. The x-axis in all four subgraphs gives the number of measure-
ments (lower axis) and the corresponding elapsed time (upper axis).
The parameter footprint allows for the quantitative evaluation of drift
eﬀects. It will be shown that application of the inﬂection point method
allows for the determination of very small voltage drifts as low as
0.1mVmeas−1. After this general explanation of the voltage proﬁle
and the parameter footprint layouts, the data presented in ﬁgures 7.1
and 7.2 is discussed brieﬂy, to highlight the most important drift phe-
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Figure 7.1: Voltage proﬁle of an AlGaN-EIHS (B3010C2) upon initial us-
age and after switching of illumination. The layout of the






































































































Figure 7.2: Parameter footprint of an AlGaN-EIHS (B3010C2) upon ini-
tial usage and after switching of illumination. The layout
of the graphs is explained in the text.
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The primary drift characteristic that can be extracted from the given
voltage proﬁle and parameter footprint is the drawn-out persistent pho-
toconductivity, which results in slowly decreasing Uth andNs. However,
the rather low value of C ′0, the negative drift of G0 and the artifact fea-
tures (e.g. steps, high noise) suggest that additional eﬀects or reactions
inﬂuence the sensor. It was found that residual surface contamination
from the fabrication process is the source of drift behaviour upon the
initial usage of a sensor chip. A third kind of drift characteristic is
induced by the applied bias voltage, which leads to electrochemical
corrosion seen in long-term measurements. An indication of the cor-
rosion process can be found in the ongoing shift of the reproducibility
proﬁles and the long-term drift in the parameter footprint.
7.1.1 Surface Contamination Drift
In this section the drift due to a contamination layer from the fabrica-
tion process is presented and discussed. To reduce the contamination,
an initial cleaning and measurement protocol is suggested. The inﬂu-
ence of the contamination layer on the stability and drift of the sensor
signal is rather unpredictable, as its dissolution is not a smooth and
homogenous process.
The drift and artifact features from ﬁgure 7.1 that can be attributed
to this process include the steps of Ns, C ′0 and G0 and the low absolute
value of C ′0. The existence of a contamination layer on the sensor was
conﬁrmed by SEM. In ﬁgure 7.3, SEM images of the sensor surface are
shown that were taken after the fabrication process (ﬁg. 7.3a) and af-
ter prolonged storage (> 2 years, ﬁg. 7.3b). Especially the comparison
to ﬁgure 6.12b reveals that the typical structure of the surface is no
longer visible for the fresh contamination layer. Instead, a uniform and
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featureless layer with randomly distributed particles is visible. Upon
prolonged storage the layer becomes concentrated in dark dots that are
distributed homogeneously and the underlying structure of the semi-
conductor is partly revealed.
To characterise the composition and thickness of this contamina-
tion layer, Auger electron spectroscopy (AES) was a employed. AES
depth proﬁles of the carbon and oxygen signals of an unused sensor
are compared to a sensor that had been used for several measurements
(ﬁg. 7.4). The proﬁles have been shifted so that the transitions between
the AlGaN barrier and the GaN bulk coincide. The gallium, aluminium
and nitrogen signals are not shown, as they do not change appreciably
after usage. The composition of the unused sensor surface is dominated
by a high carbon and a low oxygen content. After usage, the carbon
content is reduced to a third of the initial value and the oxygen signal
is more than doubled, leaving both signals at an approximately equal
level. Additionally, a shift of about 2.5 nm is found, indicating that the
height of the structure has been reduced. A closer look at the fabrica-
tion process is necessary to explain the origin and composition of this
contamination layer. The fabrication of the sensor chips, as describe in
section 5.1, includes several masking steps with photoresist. The com-
plete removal of these masking layers can be problematic and imperfect,
especially if the photoresist is exposed to a plasma process like the mesa
etching step. During this step, the topmost part of the photoresist can
become polymerised, making it diﬃcult to be removed by the standard
cleaning procedure with aceton and isopropanol. The high carbon sig-
nal in AES measurements of the unused sensor chips conﬁrms that an
organic contamination layer is present. The AES depth proﬁle shift of
2.5 nm can be taken as an estimate for the thickness of the photoresist




Figure 7.3: High resolution SEM images that show the surface contam-
ination of an AlGaN-EIHS (a) directly after the fabrication
process and (b) after prolonged storage (> 2 years).
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Figure 7.4: AES depth proﬁle of an unused and an used AlGaN-EIHS
sensor chip. The proﬁles of the used sensor chip have been
shifted to match the proﬁles of the unused sensor chip at
the AlGaN/GaN interface.
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used sensor can be explained by the removal of the organic photoresist
layer and the subsequent oxidation of the sensor surface.
Especially the low value of C ′0 in the parameter footprint (ﬁg. 7.2)
can be attributed the impact of the photoresist contamination layer.
For this sample, which had been stored for more than two years, an
accumulation of the photoresist contamination in small dots (ﬁg. 7.3b)
was observed. This resulted in a partial reduction of the eﬀective sensor
area. The percentage coverage of the surface with photoresist contam-
ination was estimated to be approximately 30%, from the analysis of
the SEM image. This matches the diﬀerence that was found for C ′0.
The unused EIHS exhibited a value of about 550 nF cm−2, whereas af-
ter usage and a subsequent cleaning step a value of 750 nF cm−2 was
obtained. The steps observed in Ns, C ′0 and G0 could indicate that
portions of the contamination layer peel oﬀ.
To remove the contamination layer before the sensor is employed for
measurements, diﬀerent wet chemical cleaning procedures were inves-
tigated. These included the application of the dedicated photoresist
remover AZ 100 (MicroChemicals) and dimethylsulfoxide (DMSO) at
80 °C for 30min, as well as the standard cleaning procedure with aceton
and isopropanol. However, only small portions of the photoresist were
removed and the SEM revealed that the once homogenous layer be-
comes spotted with lighter domains. However, SEM images also show
that the contamination layer is susceptible to mechanical stress and
that it can be scratched oﬀ, e.g. with a pair of tweezers. This way
the evaluation of the underlying surface morphology and dislocation
density is possible.
In ﬁgure 7.5 such a scratched area is shown, which reveals the typ-
ical dislocation patterns. The dislocations are much more numerous
and pronounced, compared to the as grown wafer (ﬁg. 6.12b). In addi-
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Figure 7.5: SEM image that show an area of an AlGaN-EIHS sensor
chip where the contamination layer has been partly removed
by scratching.
tion to the few single point defects, the grain boundaries have become
pitted and the dislocation density has increased by more than a decade
to approximately 1× 1010 cm−2. This suggests that some step in the
fabrication process severely deteriorates the crystal quality, which in
turn makes the sensors more susceptible to corrosion. Most likely, the
high temperature annealing of the ohmic contacts is responsible for
this deterioration, due to the thermal mismatch between the sapphire
substrate and the heterostructure. The rapid heating and the rela-
tively high tensile stress in the barrier may also add to this eﬀect. The
removal of the contamination layer is critical for reproducible and ac-
curate measurements, not only with respect to the drift behaviour but
also because the metal oxide at the surface is the sensing element of
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the device. This implies, that if the surface is covered with a photore-
sist layer the pH-sensitivity is likely to be inﬂuenced. Therefore, the
standard cleaning procedure was modiﬁed to include a watering step
for at least 24 h in a neutral buﬀer solution and an additional mechan-
ical cleaning step in aceton with a cotton applicator. These additions
do not result in a complete removal of the photoresist contamination,
but they reduce the drift behaviour upon the initial usage of the sensor
chips. An initial measurement series with at least 20 single measure-
ments (corresponding to 5 h) followed by a cleaning step with DIW for
5min and a ﬁnal rinsing with DIW were performed, to ensure stable
measurement conditions.
Although the initial cleaning and measurement protocol leads to a
clean and reproducible sensor surface, it is best to avoid the formation
of the contamination layer in the ﬁrst place. To achieve this the clean-
ing steps during the fabrication process ought to be revised. Possible
optimisation routes include the removal of the topmost polymerised
photoresist layer by an oxygen-plasma resist stripper, followed by a
wet chemical removal step. Additionally, it should be investigated if
the mild standard cleaning process with acetone and isopropanol can
be replaced by the dedicated photoresist remover AZ 100 or DMSO for
all or most of the cleaning steps during fabrication.
7.1.2 Light-induced Drift and Persistent
Photoconductivity
The light sensitivity of the 2DEG is one of the most important inﬂu-
ences on the stability of the sensor signal. The persistent photoconduc-
tivity manifests itself in a drawn out drift when the sensor is darkened,
with time constants in the range of several hours. In AlGaN/GaN
178
HEMTs the drain current is inﬂuenced via the conductivity of the
2DEG. For the MIHS or EIHS capacitor structure, its inﬂuence can
expected to be observed directly in the drift of the sheet carrier con-
centration Ns, which in turn determines the threshold voltages. The
drift characteristic of the EIHS was recorded after backside illumination
with a violet LED (λ = 400 nm, 80mcd at 10mA). This wavelength
corresponds to near band gap illumination. The measurement series
was started after the sensor chip had been kept in the dark for more
than 24 h. The illumination was switched on for the duration of a sin-
gle impedance spectrum (≈ 15min) and the decay characteristic was
measured for about 24 h, to evaluate the PPC. The impedance pro-
ﬁle have an average duration of 15min and are recorded in immediate
succession.
The voltage proﬁle before (black), during (red) and after the illu-
mination (blue) with a violet LED are shown in ﬁgure 7.6. The re-
producibility proﬁles are calculated with respect to the proﬁle upon
illumination. The blue arrows indicate the direction of the drift af-
ter the illumination is switched oﬀ. The initial dark proﬁle exhibits
the typical enhancement, transition and depletion ranges with a ca-
pacitance and conductance depletion over more than two and three
decades, respectively. In the phase proﬁle a single, well-deﬁned peak
with a full width at half maximum (FWHM) of approximately 0.2V
and a maximum of −49° can be found. In the enhancement and deple-
tion range, values of −88° and −85° are observed, respectively. When
the violet LED is switched on, all proﬁles are shifted about 0.4V to-
wards larger bias voltages. The capacitance and conductance proﬁles
are slightly skewed, resulting in a broader transition region especially
towards the depletion region. Generally, the capacitance depletion is
less pronounced, which in turn leads to a phase angle well above −70°
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in the depletion range. The phase peak is slightly ﬂattened and its
symmetry is distorted towards high bias voltages, with maximum of
−53° and a FWHM of more than 0.4V. An explanation for the slightly
skewed capacitance-voltage proﬁle during illumination can be found in
the two-dimensional depletion geometry of the 2DEG. The lower por-
tion of the capacitance-voltage proﬁle was found to primarily reﬂect the
lateral depletion of the outer 2DEG. Due to the backside illumination,
charge carriers are induced in both the inner and the outer 2DEG. As
a result, the skewing of the capacitance-voltage proﬁle during illumina-
tion has to be due to diﬀerent amounts of charge carriers being induced
in the inner and outer 2DEG. The outer 2DEG seems to be enhanced
to a larger extend than the inner 2DEG. The shape of the phase angle
peak, which is broader and less high, conﬁrms this assumption. As the
height and width are indicators for the location of the 2DEG pinch-oﬀ,
it can be concluded that the pinch-oﬀ has shifted towards the inner
2DEG. This is the case when the outer 2DEG has a larger sheet carrier
concentration than the inner 2DEG. Figuratively speaking, the bottle-
neck characteristic of an enhanced outer 2DEG is less pronounced. The
diﬀerence in the amount of light-induced charge is likely to be linked to
the photocurrent that ﬂows vertically through the heterostructure, as
discussed later on in this section. When the illumination is switched oﬀ,
the heterostructure slowly returns to is initial state and the pinch-oﬀ
shifts back towards the outer 2DEG. However, signiﬁcant diﬀerences
are found between the initial dark proﬁles and the proﬁles after 24 h.
The capacitance- and conductance-voltage proﬁles are less steep and
the phase angle peak is reduced in height. This suggests that irre-
versible changes of the heterostructure have taken place, most likely
due to corrosion processes.
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Table 7.1: Results of the PPC stretched exponential ﬁt for an AlGaN-
EIHS (B3010C2) after switching of violet illumination.
parameter X0−XdarkXdark τ (s) β
Ns 21.0% 891± 45 0.40± 0.01
UthC 21.4% 1044± 45 0.46± 0.01
UthG 19.0% 1314± 171 0.39± 0.03
In the parameter footprint (Fig. 7.7) the inﬂuence of the PPC can
clearly be seen for UthC , UthG and Ns by the drawn-out exponential
decay characteristic that lasts for more than 12 h. A very low posi-
tive drift is observed for C ′0, which becomes continuously smaller. The
zero bias conductance G0 shows no signiﬁcant drift. It should be noted
that the parameters footprint only accounts for variations of the upper
portions of the capacitance- and conductance-voltage proﬁles. There-
fore, the previously discussed impact on the outer 2DEG can not be
observed.
To quantify the PPC decay characteristic the commonly employed
stretched exponential ﬁt (eqn. 4.1) is applied to UthC , UthG and Ns in
the parameter footprint. The obtained values are given in table 7.1.
The value of X0 corresponds to the measured value of either Ns, UthC
or UthG during illumination and Xdark is obtained from the ﬁtting pro-
cedure. The ratio X0−XdarkXdark is given to evaluate the relative inﬂuence
of the illumination. The time constant τ is ﬁtted per measurement
and converted to seconds assuming an average measurement time of
15min = 900 sec. In general, comparable results can be derived from
Ns as well as UthC , for the PPC decay characteristic. This similar be-
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Figure 7.6: Voltage proﬁle of an AlGaN-EIHS (B3010C2) after prolonged
darkening (black), with violet illumination (red) and after
switching oﬀ the illumination (blue). Reproducibility pro-
































































































Figure 7.7: Parameter footprint of an AlGaN-EIHS (B3010C2) after pro-
longed darkening, with violet illumination and after switch-
ing oﬀ the illumination. Solid lines depict stretched expo-

































Figure 7.8: Plot of the derivatives of UthC and Ns versus time after
switching oﬀ the violet illumination.
is qualitatively equal, as long as the capacitance in the enhancement
and depletion range is relatively constant and the voltage shift is rea-
sonably parallel. This can be conﬁrmed by the voltage proﬁle. For
the ﬁt of UthG somewhat higher time constants are obtained and the
uncertainty is generally higher for τ and β.
The values of τ and β compare reasonably well to the literature values
of (1× 103–1× 104) s for τ and 0.3–0.4 for β [127, 126, 132, 16]. The
ratio X0−XdarkXdark agrees well with the value of Δns = 24% reported by
Kittler [16] for a similar AlGaN/GaN heterostructure. For practical
measurement purposes, it is important to know after which duration
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Figure 7.9: DC current density proﬁles of an AlGaN-EIHS (B3010C2) af-
ter prolonged darkening (black), with violet illumination
(red) and after switching oﬀ the illumination (blue).
the PPC has decayed to an acceptable drift level. In order to estimate
this duration, the derivatives of UthC and Ns were taken (ﬁg. 7.8). A
suﬃciently low drift is obtained after more than 12 h, with dUthCdt−1 ≤
2mVh−1 and dNsdt−1 ≤ 5× 109 cm−2 h−1. However, after this time
the drift of Ns and UthC does not disappear but becomes linear instead.
A continuous linear drift can also be found for C ′0 in the parameter
footprint (Fig. 7.7). These eﬀects can be attributed to electrochemical
corrosion.
185
Another indicator for electrochemical corrosion is the DC leakage
current that ﬂows in the electrochemical measurement cell. Due to
the insulating properties of the heterostructure in vertical direction
this current is usually very small, but it is nevertheless measurable
and signiﬁcant. For the EIHS, the DC current-voltage characteristic
was recorded simultaneously to the impedance-voltage proﬁle, by the
developed LabView measurement program (cf. section 5.2.2). The DC
current was normalised by the area of the electrolyte Schottky contact
to give the DC current density J .
In ﬁgure 7.9 the plot of DC current density magnitude versus bias
voltage is shown for the investigated measurement series. It is found
that the violet illumination induces a large photocurrent. When the
LED is switched on, J immediately increases by two decades. It drops
back to the dark current level just as fast, when the LED is switched
oﬀ. This means that the photocurrent is not subject to a drawn-out
PPC characteristic. Without illumination the current density is very
low and it was found that J decreases slightly over the further course of
the measurement series. The large photocurrent also explains the dif-
ference between the inner and outer 2DEG sheet charge density upon
violet illumination. Assuming that at least part of the light-induced
charge is generated in the AlGaN barrier layer, the DC current ﬂow
through the barrier greatly inﬂuences the generation/recombination
equilibrium. It will be shifted towards recombination, resulting in a
smaller sheet charge density in the inner 2DEG, compared to the outer
2DEG. For the outer 2DEG, no DC current via the barrier is possible
and therefore the equilibrium is not inﬂuenced. The increased pho-
tocurrent also suggest that the corrosion process is more severe, when
the EIHS is illuminated with violet light. This photoelectrochemical
corrosion is discussed on more detail in section 8.1.1. In the following
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section the electrochemical corrosion without illumination is illustrated
and discussed.
7.1.3 Electrochemical Corrosion
It was discovered that the electrochemical corrosion of the sensor sur-
face is one of the most important sources of long-term drift phenom-
ena. Although the chemical stability of the III-nitrides is highlighted
in nearly every publication concerning AlGaN-based ﬂuid sensors, the
corrosion of the sensors has to be considered for the construction of
accurate and reproducible devices. The key aspect is that the crystal
quality in general and the dislocation density in particular determine
how susceptible the sensor is to corrosion, even in neutral aqueous buﬀer
solutions. In addition to that, the applied voltage and the incident light
play a major role. The connection to the applied voltage is also the
reason why the drift is expressed per measurement.
When the sensor chip is not illuminated, the corrosion is mainly
determined by the applied bias voltage and the composition of the
electrolyte solution (concentration and pH-value). As the employed
buﬀer solutions are nearly neutral (6<pH<8) and rather diluted, a
pronounced wet chemical attack of the semiconductor can be ruled out.
Therefore, the corrosion of the sensor surface under these conditions
is of an electrochemical nature. Polarising the surface with a positive
potential results in the generation of holes and an oxidation and etching
mechanism similar to the one described in section 4.3.3 can be assumed.
The electrochemical corrosion of the surface is illustrated by the voltage
proﬁle and parameter footprint in ﬁgures 7.10 and 7.11. A long-term
drift measurement is shown after the EIHS sensor chip had been kept
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Figure 7.10: Voltage proﬁle of a long-term measurement series in the
dark with an AlGaN-EIHS (B3010C2). Reproducibility pro-

































































































Figure 7.11: Parameter footprint of a long-term measurement series in
the dark with an AlGaN-EIHS (B3010C2). Solid lines depict
linear approximations.
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The voltage proﬁle (ﬁg. 7.10) shows that, even after more than 250
measurement, the capacitance and conductance proﬁles shift only to a
small extent. The shift is less pronounced close to the depletion region.
This leads to a slightly skewed transition slope, although the overall
shape of both proﬁles is not altered signiﬁcantly and the enhancement
and depletion values are unchanged. The change of the transition slope
is also discernible in the phase proﬁle, where the height of the peak is
marginally reduced and its width slightly increased. From the repro-
ducibility proﬁle it can be seen that the shift is not parallel. A larger
shift is found for the upper capacitance portion and a smaller shift for
the lower portion. From the parameter footprint it can be seen that
the threshold voltages UthC and UthG and the sheet carrier concentra-
tion Ns drift linear towards smaller values. In contrast, the zero bias
capacitance C ′0 and conductance G0 increase. The drift for all param-
eters is constant for the whole measurement series of more than 250
measurements. The obtained values for the shown linear approxima-
tions are given in table 7.2. The very small values demonstrate that
the electrochemical corrosion is not very pronounced, but neverthe-
less present. In addition, it can be concluded that the chosen analysis
method, and especially the inﬂection point method, is very suitable for
the determination of marginal drift eﬀects. The reason for the elec-
trochemical corrosion drift are structural defects in the semiconductor,
such as screw dislocations, grain boundaries and possibly nanotubes.
All of those two-dimensional defects impair the insulating nature of the
barrier and cap layers, leading to a vertical DC current across the het-
erostructure and, more importantly, via the semiconductor-electrolyte
interface. Due to the transition between electron and ion conductivity
at this interface, a charge transfer is always coupled with a material
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Table 7.2: Drift slopes of UthC , UthG , Ns, C ′0 and G0 for the electro-




Ns (109 cm−2) −0.4
C ′0 (nF cm−2) 0.01
G0 (μS) 0.03
transfer. If this transfer leads to the unwanted removal of material
from the surface, it is termed corrosion.
The inﬂuence of the corrosion process on UthC , UthG , Ns and C ′0
can be explained by the enlargement and deepening of dislocation pits.
Below a deeper and broader pit, the 2DEG is depleted locally to some
extend, due to a thinner insulation layer and the increased electrical
ﬁeld in it. Therefore, the overall sheet charge density and the threshold
voltages decrease. The increase of C ′0 is connected to the same eﬀect. A
thinner barrier leads to a larger capacitance per area, when the simple
plate capacitor model is invoked. Although these larger capacitance
elements are localised at the dislocations and distributed all over the
sensor surface, they are in parallel to the capacitance of the remaining
intact barrier layer. Therefore, the overall capacitance will increase,
as was observed in this measurement series. In contrast, the increased
value of G0 is unlikely to be due to corrosion, as it was immediately
reduced to 50 μS after it was cleaned with DIW and subsequently mea-
sured with fresh buﬀer solution. In order to explain this behaviour the
mandatory and constant leakage of internal electrolyte solution from
the reference electrode (cf. chapter 3.4) needs to be considered. De-
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spite the very low leakage rate of the employed reference electrode, the
long measurement duration of nearly three days results in a consider-
able increase of the ionic strength in the sample solution. For a typical
leakage rate of 0.05ml/d (KCl solution with I = 3M) into the sample
volume of 10ml buﬀer solution (I = 0.1M), the ionic strength increases
by 14% after one day. After three days an increase by 42% can be ex-
pected and after one week it amounts to 98%. An increase of ionic
strength results in an increase of the conductance of the electrolyte so-
lution (cf. section 2.1). As G0 reﬂects all conductive elements in series
with the EIHS, including the electrolyte solution (cf. section 6.2), an
increase of the conductance of the electrolyte solution will also lead
to an increase of G0. Thus, the drift of G0 has to be assigned to the
leakage from the reference electrode.
7.1.4 Summary
The investigations on drift phenomena of AlGaN-EIHS using impedance-
voltage proﬁling can be summarised as follows:
• Three main drift mechanisms were found: dissolution of pho-
toresist contamination, persistent photoconductivity and electro-
chemical corrosion. The ﬁrst two are temporary drift phenomena
upon darkening and for the initial use, respectively. The third is
an irreversible process.
• Residual photoresist contamination from the fabrication of the
EIHS sensor chips was conﬁrmed by SEM. An initial cleaning and
measurement protocol was suggested and successfully performed
to remove this contamination.
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• The dislocation density of the EIHS surface has increased to about
1× 1010 cm−2 after the fabrication process, presumably due to
the thermal annealing step of the ohmic contacts.
• The characteristic of the light-induced PPC drift agrees with pub-
lished results. This demonstrates that impedance-voltage proﬁl-
ing is a suitable method for the determination of drift phenomena.
Additionally, it was shown that the EIHS sensor chip has to be
darkened for at least 12 h to obtain a stable sensor signal.
• The photocurrent that is induced upon illumination with violet
light does not reveal a drawn-out decay characteristic. It is, how-
ever, responsible for an accelerated corrosion process.
• Without illumination, a corrosion of the EIHS sensor chip takes
place, but it is very slow. The developed analysis methods were
shown to be suitable for the monitoring of these small drift rates.
It can be concluded that pronounced drift phenomena are present,
but they can be minimised by appropriate ambient conditions and
measurement protocols. For the characterisation of pH- and cross-
sensitivity, which is presented in the following section, the photoresist
contamination was removed and the AlGaN-EIHS sensor chips were
kept in the dark for more than 12 h before measurements were per-
formed.
7.2 Sensitivity
In the introduction chapter of this thesis it was stated that the re-
producibility of pH-sensitivity is unsatisfactory for AlGaN-ISFETs and
that values between 30mVpH−1 and the Nernstian limit of 59.2mVpH−1
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have been found. This variation of pH-sensitivity was also found for the
AlGaN-EIHS and in the following sections the best and worst case sce-
narios are illustrated. A measurement series with high pH-sensitivity is
presented in section 7.2.1 and three analysis methods for the determi-
nation of pH-sensitivity are introduced: the interpolation method, the
inﬂection point method and the integration method. Two examples of
diminished pH-sensitivity, due to signiﬁcantly diﬀering depletion char-
acteristics, are presented in section 7.2.2. Additionally, it is shown that
the analysis method strongly inﬂuences the obtained pH-sensitivity and
the advantages and limits of the diﬀerent methods are discussed.
For the pH-sensitivity measurement series, the buﬀer solutions PB6.88,
PB7.25 and PB7.64 were used. With the standard measurement cy-
cle (PB7.25 → PB7.64 → PB6.88 → PB7.25 → PB6.88 → PB7.64
→ PB7.25) each possible step between the diﬀerent pH-values is per-
formed. This way the reproducibility of the measurement and the de-
pendence on the previously measured pH-value can be assessed. The
ionic strength of the employed buﬀer solution was kept at 100mM to
avoid a possible cross-sensitivity.
7.2.1 High pH-Sensitivity
The measurement series shown in ﬁgures 7.12 and 7.13 is an example
for high pH-sensitivity. The impedance-voltage proﬁles were taken at
10Hz. The capacitance and conductance proﬁles exhibit the typical en-
hancement, transition and depletion ranges. The depletion of C and G
amounts to two and three decades, respectively. A distinct and repro-
ducible shift with respect to the pH-value is observed in the transition
range, whereas the enhancement and depletion ranges are not aﬀected
by the pH-value. In the phase proﬁle a single, well-deﬁned peak is visi-
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ble with a maximum value of −59° and an FWHM of slightly less than
0.2V. The pH-induced voltage shift of these three proﬁles is nearly par-
allel. This suggests that the pH-value of the electrolyte solution leads
to a linear change of the surface potential, which in turn inﬂuences the
depletion characteristic of the 2DEG.
In the voltage proﬁle (ﬁg. 7.12), the interpolation method was em-
ployed to determine pH-sensitivity. It is calculated as the voltage shift
between two capacitance proﬁles divided by the corresponding pH-value
diﬀerence. A sensitivity proﬁle is obtained when the voltage shifts are
calculated over the entire course of the capacitance proﬁles. This cor-
responds to a reproducibility proﬁle normalised by the pH-value diﬀer-
ence. In ﬁgure 7.12, the sensitivity proﬁles SpH versus C ′ are shown
in the left-hand secondary graph and exemplary shifts ΔU and ΔpH
are given to clarify how the interpolation method is applied. The lower
left axis gives the pH-sensitivity and the Nernstian limit is signiﬁed by
the solid vertical line at 59.2mVpH−1. It is important to note that
the sensitivity proﬁles always give a relative sensitivity with respect to
the reference capacitance proﬁle used for interpolation (here: pH7.63).
In addition to the sensitivity proﬁles, the reproducibility proﬁles of
the reference pH-value is given in mV by the upper left axis. Their
course should run below 3mV, as this value corresponds to a devia-
tion of about 0.05pH when a Nernstian pH-sensitivity of 59.2mVpH−1
is assumed. When the reproducibility proﬁles exceed this value the
measurement no longer fulﬁls the accuracy requirement of 0.06pH as
stated in the RiLiBÄK. The dashed vertical line signiﬁes this critical
deviation.
The sensitivity proﬁles illustrate that the pH-change induces a paral-
lel shift only for the upper portion of the capacitance proﬁles. It can be
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Figure 7.12: Voltage proﬁle of a pH-sensitivity measurement series with
an AlGaN-EIHS (B3010C2) that exhibits high pH-sensitivity.
The calculation of the sensitivity proﬁles referenced to


































































Figure 7.13: Parameter footprint of a pH-sensitivity measurement se-
ries with an AlGaN-EIHS (B3010C2) that exhibits high pH-
sensitivity. Solid lines depict linear approximations.
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capacitance range with a slight increase from 55 to 58mVpH−1. The
shift towards pH7.25 yields similar values, but only for the topmost
portion of the capacitance proﬁle. In the lower portion it reveals a
large deviation with a value of up to 75mVpH−1. The reproducibil-
ity proﬁles for pH7.63 are below 3mV and no marked dependency on
the prior pH-value is found. For the interpretation of the absolute pH-
sensitivity, the sensitivity proﬁles can be somewhat misleading, as they
only give relative values and the choice of the reference proﬁle is critical.
For instance, if the sensitivity proﬁles are calculated with regard to the
middle pH-value of 7.25, which was observed to deviate from the par-
allel shift, the traces are quite diﬀerent (ﬁg. 7.14). At the start of the
transition range the change to pH7.25 results in a near Nernstian shift,
that gradually declines reaching 30mVpH−1 near the depletion range.
The pH-step towards pH6.87 exhibits a somewhat complementary char-
acteristic with a lower sensitivity at the beginning of the transition re-
gion that increases towards the Nernstian limit and even exceeds it.
The sensitivity proﬁles have an insuﬃcient reproducibility that exceeds
5mVpH−1, although the reproducibility proﬁles for pH7.25 are well
below 3mV. These observations suggest that the interpolation method
is not suitable for an absolute and unambiguous determination of pH-
sensitivity from impedance-voltage proﬁles.
The origin of the deviation at pH7.25 is not obvious, even though it
is reproducible and has also been observed in repeated measurements
with diﬀerent sensor chips. Possibly, the buﬀer system plays some part
in this eﬀect, as the phosphate buﬀer has an pKa of 7.21, which is
very close to the investigated pH-value. In the vicinity of the pKa,
the charging states of the anion change quickest, i.e. the protonation
slope of the base is steepest. For the buﬀer solution with a pH-value
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Figure 7.14: Comparison of the sensitivity proﬁles referenced to pH7.63
and pH7.25.
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at pH7.25 their ratio is approximately one. Small inﬂuences, such as
the DC leakage current, may shift this ratio and result in the observed
deviations. Another possible explanation can be found in the point of
zero charge pHpzc of the metal oxide, which is assumed to be in the
same region (cf. table 3.1). As the net surface charge changes its sign in
the vicinity of the pHpzc, solutions with such a pH-value might invoke
uncommon eﬀects. Despite this deviation, the overall shape of the
sensitivity proﬁle suggests that the change of pH-value only induces
a voltage shift, while all other characteristics are maintained. This
assumption is generally conﬁrmed by the parameter footprint, which
allows to extract quantitative information from the voltage proﬁle.
From the parameter footprint (ﬁg. 7.13), the pH-sensitivity is de-
termined by the inﬂection point method and the integration method.
Both analysis methods are based on the principles that have already
been employed for the characterisation of drift eﬀects: the determina-
tion of threshold voltages UthC and UthG via the inﬂection point and the
estimation of sheet charge density Ns via integration. The only diﬀer-
ence is that these parameters are now plotted versus the corresponding
pH-value. In order to asses the impact of the measurement sequence,
a rainbow color coding from red (ﬁrst measurement) to blue (last mea-
surement) is used. The pH-sensitivity is derived from these plots simply
by linear approximation. It should be noted that these methods can-
not derive complete pH-sensitivity proﬁles, but only overall sensitivity
slopes. Nevertheless, they are suitable for the determination of pH-
sensitivity and subsequent measurement of an unknown pH-value, as
absolute and unambiguous values are obtained. The pH-sensitivities
SpH , derived by linear approximation (red lines), are summarised in
table 7.3. In addition, the standard deviation SD and the coeﬃcient
of variation cv = SD/SpH is given. The coeﬃcient of variation is a
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Table 7.3: Best case pH-sensitivity of UthC , UthG and Ns for an AlGaN-
EIHS (B3010C2).
parameter sensitivity standard rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −56.5± 2.0 1.5 0.03
UthG (mV) −51.8± 1.3 1.0 0.02
Ns (109 cm−2) −220.0± 5.6 4.3 0.02
measure for the relative imprecision of the obtained pH-sensitivity and
is given in pH-units. Eﬀectively, it indicates how precise the pH-values
can be determined with the derived parameters.
A reproducible and linear pH-sensitivity was obtained for UthC and
UthG with values that are generally lower than the ideal Nernstian
limit of 59.2mVpH−1. The slope of UthC agrees well with the pub-
lished values, which have been summarised in table 4.1. A slightly
lower pH-sensitivity is obtained for UthG , but the relative imprecision
of both parameters is very low. With values of 0.03pH or less, the
requirements for clinical and industrial applications are satisﬁed. The
diﬀerence between the sensitivities of UthC and UthG may be explained
by the connection of G to the depletion of the outer 2DEG. It was
assumed that the last portion of the conductance-depletion is deter-
mined by the pinch-oﬀ in the outer 2DEG. Therefore, it is likely that
the overall pH-sensitivity of G is partly determined by the outer 2DEG.
As the outer 2DEG is not inﬂuenced by the pH-value of the electrolyte
solution, this sensitivity is reduced. In contrast, the pH-sensitivity of
UthC is only dependent on the inner 2DEG, due to the discussed con-
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nection of C to the area-depletion of the inner 2DEG. The impact of
the 2DEG pinch-oﬀ on the pH-sensitivity of the AlGaN-EIHS is dis-
cussed in more detail in following section 7.2.2. For Ns a highly linear
and reproducible slope is obtained. Its relative imprecision is as low as
for the threshold voltages and thereby also satisﬁes the requirements
of the RiLiBÄK. The pH-sensitivity dNsdpH−1 allows to estimate the
pH-induced change of channel conductivity κ, and the drain current Id











where W and L are the width and length of the gate area, μ is mobility
of the electrons in the 2DEG and Uds is the applied drain-source volt-
age. The product of the volume charge density n and the height of the
2DEG channel H equals Ns. In turn, the pH-sensitivity dIddpH−1 of









A value of (194± 5) μApH−1 is obtained for an ISFET with a B3010C2
heterostructure, assuming a W/L-ratio of 10, an electron mobility
μ = 1100 cm2/V sec and Uds = 0.5V. This value is plausible, as it is in
the same range as the sensitivities reported by Kittler [16] and Cimalla
[17] for slightly diﬀerent heterostructures. Both the zero bias capaci-
tance and conductance are also plotted in the parameter footprint, but
they exhibit no pronounced pH-sensitivity. Only a marginal trend to-
wards lower values with increasing pH-value is found with slopes of
(−1.1± 0.8) nF cm−2 pH−1 and (−2.1± 0.9) μS pH−1 for C ′0 and G0,
respectively.
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The data shown in this section is an example for high pH-sensitivity
obtained with AlGaN-EIHS sensor chips. The very low imprecision
indicates that the EIHS, the employed impedance-voltage proﬁles and
the developed analysis methods are very suitable for pH-measurements.
In the next section, worst case examples are presented and discussed, in
order to identify the sources of diminished pH-sensitivity. In the course
of this discussion, the advantages and limits of the employed methods
for the determination of pH-sensitivity are evaluated.
7.2.2 Diminished pH-Sensitivity
The measurement series shown in this section were not recorded with
the electrochemical measurement setup, as it is described in section 5.2.2,
but with earlier prototypes. These setups were not yet fully optimised
with regard to ambient inﬂuences, such as light or electromagnetic in-
terference, and the design of the measurement cell. This is why the
recorded impedance-voltage proﬁles exhibited diﬀering depletion char-
acteristics, ranging from insuﬃcient to intensiﬁed depletion. Although
these deviations are due to systematic errors induced by the preliminary
measurement setups, they are very well suited to discuss the sources of
reduced pH-sensitivity and the advantages and limits of the employed
analysis methods.
Insuﬃcient Depletion Characteristic
In ﬁgures 7.15 and 7.16 a pH-sensitivity measurement series is shown
that does not exhibit a clear and typical depletion characteristic. In the
voltage proﬁle (ﬁg. 7.15), no distinct pH-shift of the proﬁles is observed
and C and G decrease by less than a decade, which signiﬁes an insuﬃ-
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Figure 7.15: Voltage proﬁle of a pH-sensitivity measurement series with
an AlGaN-EIHS (B3010C2) that exhibits no distinct deple-






































































































Figure 7.16: Parameter footprint of a pH-sensitivity measurement se-
ries with an AlGaN-EIHS (B3010C2) that exhibits no dis-
tinct depletion characteristic. Solid lines depict linear ap-
proximations.
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found that the phase angle φ is below −84° for the entire investigated
voltage range and that only a very shallow peak exists. The sensi-
tivity proﬁles suggest that the investigated EIHS sensor chip has no
pH-sensitivity. However, even from these highly distorted impedance-
voltage proﬁles a pronounced linear pH-sensitivity can be derived from
UthC and UthG using the inﬂection point method, as observed in the
parameter footprint (ﬁg. 7.16). The obtained values are summarised in
table 7.4, alongside the pH-sensitivity derived from Ns using the inte-
gration method. For the slopes of UthC and UthG , reasonable standard
deviations are obtained which can also been employed to correct the
data for linear drift. Half the SD value multiplied with the measurement
number nmeas (eqn. 7.3) was used to achieve a signiﬁcant reduction of
the approximation error and the standard deviation of SpH . It was
observed that this correction method is generally suitable to minimise
the eﬀects of linear drift. However, such drift was only encountered in
few measurement series.




The reason for the insuﬃcient depletion is likely to be a parasitic
conductance parallel to the AlGaN/GaN heterostructure. Such a con-
ductance bypasses the sensor structure and distorts the overall im-
pedance characteristic. Evidence for this assumption is found in the
absolute value of G0 that has increased by a factor of 2, compared to
the measurement series with high pH-sensitivity (ﬁg. 7.13). Possible
sources of this parasitic conductance are electrolyte solution leaking
via the sealing ring or conducting properties of the residual photoresist
contamination.
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Table 7.4: pH-sensitivity of UthC , UthG and Ns for an AlGaN-EIHS
(B3010C2) without a distinct depletion characteristic.
parameter sensitivity standard rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −48.7± 2.4 4.8 0.10
corrected −46.7± 1.1 2.2 0.05
UthG (mV) −50.8± 1.7 3.5 0.07
corrected −50.8± 1.0 2.0 0.04
Ns (109 cm−2) 80.3± 74.4 148.8 1.85
The preceding discussion reveals that the obtained pH-sensitivity
greatly depends on the analysis method. The pH-dependent changes
of the surface potential are detected with the inﬂection point method,
whereas both of the other analysis methods fail to do so. Neither
the sensitivity proﬁles obtained by the interpolation method, nor Ns
obtained by the integration method, give any indication that the pH-
sensitivity still exists. In contrast, the pH-sensitivities derived from
UthC and UthG are only slightly lower than the commonly obtained val-
ues and the relative imprecision is rather low, especially after the lin-
ear drift correction has been applied. This suggests that the inﬂection
point method is very suitable for the determination of pH-sensitivity,
even when the depletion of the 2DEG is inadequate.
Intensiﬁed Depletion Characteristic
In ﬁgures 7.17 and 7.18, a pH-sensitivity measurement series with an
intensiﬁed depletion characteristic is shown. The only diﬀerence to the
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commonly employed measurement setup (section 5.2.2) was the usage
of FKM sealing ring with an increased thickness of 1mm compared to
0.3mm for the commonly applied PDMS sealing ring.
The capacitance and conductance proﬁles (ﬁg. 7.17) show a pro-
nounced depletion characteristic, but nearly no shift with pH-value
is observed for both the capacitance and conductance. Compared to
ﬁgure 7.12 the transition slope is much steeper, especially for the ca-
pacitance, and in the enhancement region the conductance is about a
decade smaller. Additionally, the reproducibility has degraded. The
lack of pH-induced shift for most part of the proﬁles is also reﬂected in
the sensitivity proﬁles (referenced to pH7.5). They mostly run below
10mVpH−1, except for the beginning of the transition range a small
portion can be found with a maximum sensitivity of 40mVpH−1. The
moderate pH-sensitivity towards the end of the transition region for
the change from pH7.5 to pH6.6 is not reproducible and clearly a drift
artifact. A closer look at the beginning of the transition range with a
linear capacitance scale (inset ﬁgure 7.17) reveals that a reproducible
pH-shift is indeed present, but it is hidden by the logarithmic repre-
sentation. In contrast, neither the conductance nor the phase proﬁle
exhibit a distinct dependence on pH-value even in this voltage range.
The phase angle in the enhancement region is larger (>−70°) and the
peak in the transition range is more pronounced with a maximum of
approximately −10° and a FWHM of about 0.4V.
The intensiﬁed depletion characteristic severely reduces the portion
of the capacitance proﬁle that exhibits a distinct pH-sensitivity. The
interpolation method is still capable to detect this range, although the
sensitivity varies between 30 and 50mVpH−1. Therefore, this analysis
method is suitable to obtain qualitative information, but no accurate
pH-measurement is possible. However, the inﬂection point method gen-
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Table 7.5: pH-sensitivity of UthC , UthG and Ns for an AlGaN-EIHS
(B3010C2) with an intensiﬁed depletion characteristic.
parameter sensitivity standard rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −1.8± 6.5 5.8 3.22
UthG (mV) −8.2± 8.0 7.0 0.85
Ns (109 cm−2) −96.5± 32.8 29.0 0.30
erally fails to extract a pH-sensitivity from the measured impedance
proﬁles, although it was previously identiﬁed to be suitable for quanti-
tative pH-measurements. The parameter footprint, shown in Fig. 7.18,
reveals that only a rather uncertain trends of Ns is present. Most no-
tably, the threshold voltages UthC and UthG no longer show any depen-
dence on pH-value. The absolute values of UthC and UthG are generally
smaller compared to the previous investigation, which signiﬁes an early
depletion of the 2DEG. In addition to that, G0 has decreased by a fac-
tor of 10, compared to the values found in ﬁgure 7.13. The failure to
extract the pH-sensitivity from the impedance proﬁles reveals the limit
of the inﬂection point method, on the one hand, and the importance of
2DEG pinch-oﬀ location, on the other hand.
The location of the pinch-oﬀ is determined by the ratio between the
sheet charge densities of the outer and the inner 2DEG Nso/Nsi . The
bottleneck characteristic of the outer 2DEG will become more pro-
nounced for Nso/Nsi < 1 and less signiﬁcant for Nso/Nsi > 1. The
early and very steep depletion characteristic that is observed in ﬁg-
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Figure 7.17: Voltage proﬁle of a pH-sensitivity measurement series with
an AlGaN-EIHS (B3010C2) that exhibits an intensiﬁed de-













































































Figure 7.18: Parameter footprint of a pH-sensitivity measurement se-
ries with an AlGaN-EIHS (B3010C2) that exhibits an in-















































































































Figure 7.19: Schematic cross-section of an AlGaN-EIHS sensor chip in
the electrochemical measurement cell with (a) a PDMS
seal and (b) a FKM O-ring. The pressure-induced deple-
tion of the outer 2DEG and its impact on UthC determined
by the inﬂection point method are illustrated.
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nated by the inner 2DEG. It can be assumed that the outer 2DEG has
somehow been partially depleted and the ratio Nso/Nsi is smaller than
one. The low value of Nso is reﬂected in G0, which is approximately a
decade smaller than usual.
The origin of the partial depletion of Nso was found in the increased
thickness of the sealing ring. In ﬁgure 7.19 a cross-section of the EIHS
with the thin PDMS seal and the thick FKM O-ring is illustrated. As
the measurement cell only has a shallow recess of 0.2mm for the sealing
ring, the 1mm thick O-ring exerted a much higher force on the het-
erostructure when the aluminium frame with the sensor chip is fastened
in the usual manner. This pressure results in a bending of the sensor
chip, which is illustrated in the right-hand cross-section drawing. The
distance between the bearing area of the sensor chip and the contact
area of the O-ring is much smaller (∼ 0.7mm) than the diameter of the
O-ring (3mm). Therefore, the bending is largest between the O-ring
and the bearing area. This concave bending induces compressive strain
in the cap and barrier layer. As the heterostructure has piezoelectric
properties, this strain will inﬂuence the electrical ﬁeld in the AlGaN
barrier layer by locally decreasing the magnitude of the polarisation
PPE . Subsequently, the polarisation induced charge +σP,AlGaN at the
GaN/AlGaN interface is reduced and the 2DEG is partially depleted.
The magnitude of bending determines how strongly the 2DEG is de-
pleted. In ﬁgure 7.9, the worst case scenario of complete depletion is
depicted. For the thin PDMS sealing ring, no bending can be expected
as it ﬁts the recess in the measurement cell.
The early pinch-oﬀ at the outer 2DEG shows the limits of the inﬂec-
tion point method quite plainly. This is mainly due to the pronounced
inﬂuence of the proﬁle shape on the inﬂection point, as illustrated in
the two graphs of ﬁgure 7.19. For a normal or shallow depletion, the
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inﬂection point is found in the upper portion of the proﬁle. A steep
and sudden depletion, however, shifts the inﬂection point towards the
lower portion of the proﬁle. As the lower portion is always determined
by the outer 2DEG, no pH-sensitivity is observed in this case. Despite
the plain decrease of the measurable pH-sensitivity, it is assumed that
the pH-dependent potential generation at the sensor surface is not af-
fected. It is very unlikely that the protonation and deprotonation of
the amphoteric metal oxide groups is inﬂuenced by the bending of the
sensor chip.
Although this discussion reveals that the diminished pH-sensitivity
is clearly a systematic error that is induced by a maladjusted measure-
ment setup it also emphasises the importance of Nso/Nsi > 1. The
proﬁles shown in ﬁgure 7.17 are a worst-case example, but a reduced
sheet charge density in the outer 2DEG was found to be the most
important impact on the pH-sensitivity. As the outer 2DEG is also in-
ﬂuenced by the passivation layer, the choice of a suitable material must
be considered carefully. If the material leads to a partial depletion the
range of the pH-sensitivity can be seriously restricted. Silicon nitride
may be a suitable choice for the passivation layer, as it enhances the
underlining 2DEG [215].
The slope of Ns shows that the integration method is slightly more
robust with regard to the intensiﬁed depletion characteristic. As the
integration is performed over the entire capacitance proﬁle, the small
pH-dependent region is accounted for and a mediocre pH-sensitivity
can be derived (table 7.5). Nevertheless, the relative imprecision is too
high for reproducible measurements.
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7.2.3 Summary
The results and conclusions obtained from the characterisation of pH-
sensitivity of the AlGaN-EIHS can be summarised as follows:
• Impedance-voltage proﬁling is a suitable measurement method
for the determination of pH-sensitivity. Three methods for the
analysis of the recorded proﬁles have been evaluated, which were
shown to have a signiﬁcant inﬂuence on the obtained results.
• The interpolation method is suitable for the qualitative charac-
terisation of pH-sensitivity. The obtained sensitivity proﬁles al-
low to evaluate the entire capacitance range and identify portions
with decreased sensitivity. However, the method is unsuitable for
quantitative analysis, due to insuﬃcient reproducibility. In addi-
tion, only relative information can be obtained and a pronounced
dependence on the reference proﬁle has been demonstrated.
• The inﬂection point method is very suitable for quantitative de-
termination of pH-sensitivity, as the relative imprecision and re-
producibility were found to be very good. It is the only method
that is capable of extracting the pH-dependent voltage shifts from
impedance proﬁles with insuﬃcient depletion characteristics. Its
only disadvantage is that it fails for the intensiﬁed depletion char-
acteristic, as the inﬂection point strongly depends on the shape
of the proﬁle. Nevertheless, it is generally equal or superior to
the other methods.
• The integration method is comparable to the inﬂection point
method for typical impedance proﬁles and allows for quantita-
tive pH-measurements. By its deﬁnition it accounts for the whole
proﬁle and can therefore qualitatively extract small pH-sensitive
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regions encountered for the intensiﬁed depletion characteristic.
No pH-sensitivity was derived for the insuﬃcient depletion with
this method.
• It was demonstrated that sheet charge density in the outer 2DEG
inﬂuences the measurable pH-sensitivity of the EIHS. The sensi-
tivity is reduced for a ratio Nso/Nsi < 1, as the depletion of the
pH-insensitive outer 2DEG dominates the overall impedance pro-
ﬁles. This eﬀect is assumed to limit only the transducing mech-
anism of the heterostructure, but not the actual pH-dependent
potential generation at the surface. Nevertheless, care must be
taken to establish a ratio Nso/Nsi > 1, e.g. by the choice of a
suitable passivation layer.
In this section, the best and worst case pH-sensitivities obtained for
an AlGaN-EIHS were shown. From the numerous measurement series
(n = 22) that were recorded for this work a typical UthC pH-sensitivity
of 48.1mVpH−1 (SD = 5.8mVpH−1) was obtained for the EIHS with
a B3010C2 heterostructure in the dark. Although the sensitivity varies
between the diﬀerent series, the relative imprecision in a single series
was always less than 0.1pH. Thus, it can be concluded that the EIHS
is well suited for pH-measurements, when the actual pH-sensitivity is
determined beforehand.
7.3 Cross-sensitivity to Ionic Strength
A cross-sensitivity to the ionic strength can be expected, based on
the publications on ion-sensing with GaN bulk or AlGaN-ISFETs (sec-
tion 4.4). In the theoretical description of the sensing mechanism, using
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the site-dissociation model (section 3.3.1), the diﬀerential capacitance
Cdif was introduced by van Hal et al. to account for this eﬀect [70].
The inﬂuence of ionic strength on the AlGaN-EIHS was investigated
using electrochemical impedance proﬁling. The principal buﬀer system
was unchanged, but this time the pH-value was kept constant and the
ionic strength was varied from 1mM to 100mM. Preliminary experi-
ments with unbuﬀered electrolyte solutions, made from deionised water
and diﬀerent concentrations of KCl, showed that the pH-value of these
unbuﬀered solutions is subject to large deviations between pH6 and
pH8. In addition, very long equilibration times and insuﬃcient repro-
ducibility were observed for pH-measurements with a conventional glass
electrode, especially at low ionic strengths. Continuous purging of the
solutions with nitrogen did not improve the stability of the pH-value.
Therefore, unbuﬀered solutions are not suitable for the determination
of cross-sensitivity and were not used. In contrast, the pH-value of
the employed buﬀered electrolyte solutions PB1, PB10 and PB100 was
suﬃciently stable (±0.05 pH).
The voltage proﬁle for diﬀerent ionic strengths is given in ﬁgure 7.20.
The shapes of the capacitance proﬁles are typical and only a slight
voltage shift is seen for the lowest ionic strength. The voltage shift is
also seen in the conductance proﬁles in addition to a large conductance
shift in the enhancement range. On the logarithmic scale, it is approx-
imately linear and covers a range of one order of magnitude between
an ionic strength of 1mM and 100mM. The phase angle proﬁle reﬂects
the conductance shift in an increase of φ, but otherwise it exhibits a
typical shape. The extent of the absolute voltage shift is seen in the re-
producibility proﬁles (referenced to I = 1mM), where both the medium
and high ionic strength induce a shift of up to 30mV and the repro-
ducibility of 1mM is about 5mV. In the parameter footprint a distinct
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Table 7.6: Cross-sensitivity of UthC , UthG and Ns to ionic strength for
an AlGaN-EIHS (B3010C2).
parameter sensitivity (1–100)mM standard deviation
SpK (pK−1) SD
UthG (mV) 58.4± 1.2 3.3
G0 (μS) (−7.1± 0.1) pK−0.5 1.7
sensitivity (1–10)mM
UthC (mV) 22.7± 1.6 1.1
C ′0 (nF cm−2) −1.6± 0.3 0.8
Ns (109 cm−2) 79.9± 2.8 4.4
linear dependence can be found for UthG and G0. It should be noted
that on the x-axis a logarithmic scaling was used for Uth, Ns and C ′0,
which corresponds to pKI = − log ImM and G0 is plotted versus
√
I.
The zero bias capacitance C ′0 only shows a very small, positive trend,
whereas UthC and Ns are clearly non-linear with a relatively large slope
towards 1mM and virtually no change towards 100mM. The slopes of
the linear approximations are given in table 7.6.
In order to interpret the impact of the ionic strength on the imped-
ance proﬁles, the conductance of the buﬀer solution has to be taken into
account, as it directly depends on ionic strength. Previously, it was de-
rived that the series conductance Gs of the full equivalent circuit is a
lumped representation of all resistive elements outside the actual sen-
sor heterostructure. The conductance of the electrolyte solution was
expected to inﬂuence the value of Gs, especially at low ionic strengths.
For the reduced equivalent circuit, an estimate of Gs can be derived
from the value of G in the enhancement range. Therefore, an inﬂuence
of the ionic strength on G0 is expected and also observed in the pa-
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rameter footprint. As a consequence, the linear dependence of G0 on√
I may primarily be determined by the conductance of the electrolyte
solution.
A similar proportionality to
√
I can be derived from the Deybe-
Hückel-Onsager theory for the molar conductivity λm [21]. Assuming
that K2HPO4 and KH2PO4 dissociate completely in water they can be





However, the molar conductivity is deﬁned as the conductivity κe di-
vided by the electrolyte concentration c and it can be shown that G0
does not reﬂect the Deybe-Hückel-Onsager theory. Assuming that G0











which disagrees with the proportionality in equation 7.4.
Possibly, this deviation is due to the rather complex composition of
the buﬀer solution. Although the potassium phosphate salts are strong
electrolytes, the resulting weak acid H3PO4 is also a weak electrolyte.
This implies that the cations K+ as well as the diﬀerent protonation
states of H3PO4 determine the overall electrolyte conductance. An
additional inﬂuence is the pH-value itself with the corresponding ions
H3O
+ and OH – . This complex overall ionic composition may be re-
sponsible for the observed deviations.
Another possible explanation is connected to the thickness of the
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Figure 7.20: Voltage proﬁle of an ionic strength measurement series
with an AlGaN-EIHS (B3010C2). Reproducibility proﬁles
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Figure 7.21: Parameter footprint of an ionic strength measurement se-
ries with an AlGaN-EIHS (B3010C2). Solid lines depict lin-
ear approximations.
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is inversely proportional to
√
I (eqn. 2.9). Assuming that the increased
concentration in the EDL results in a decreased ion mobility, κEDL
may be treated as a constant. The conductance of the EDL can be








This relation can explain the proportionality to
√
I, when the impact
of GEDL on G0 is signiﬁcant.
The conductance shift in the enhancement range is also primarily re-
sponsible for the linear shift that is found for UthG , as the conductance
proﬁle is relatively unchanged in the transition and depletion range.
Similar to the shift of UthC for the intensiﬁed depletion characteristic
(ﬁg. 7.19), the shape of the conductance proﬁle inﬂuences the value of
UthG . At 100mM the conductance in the enhancement range is high
and the inﬂection point, and therefore UthG , is located at low bias volt-
age. With decreasing ionic strength, UthG shifts towards high values.
It is interesting to note that the magnitude of the shift is very close to
the Nernstian limit. This connection may just be a coincidence, but re-
peated measurement series, even with variations of the heterostructure,
always yielded values of (53–59)mVpK−1. If there is indeed a connec-
tion to the Nernst equation (eqn. 2.7) it implies that some chemical
reaction in the measurement chain is determined by the ionic strength
of the electrolyte. These reactions might take place at the reference
electrode or at the sensor surface. As the reference electrode is de-
signed to deliver a constant potential by the exchange of chloride ions
from the inner reference electrolyte with the Ag/AgCl electrode, only
the diﬀusion potential at the ceramic diaphragm comes into consid-
eration. However, such linear potentials are unlikely to be generated
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Figure 7.22: Comparison of DC current density proﬁles of pH-
sensitivity (dashed lines) and ionic strength measurement
series (solid lines) with an AlGaN-EIHS (B3010C2).
by diﬀusion. Another possibility is the speciﬁc adsorption of anions
at the sensor surface, which has been claimed in several publications
(cf. section 4.4). An unblocked reaction of ions with the surface would
result in a Nernstian shift, comparable to the reaction of chloride ions
in the reference electrode. However, this adsorption would also lead to
a change of surface charge and a voltage shift of the impedance pro-
ﬁles, which is only observed for the lowest ionic strength. The speciﬁc
adsorption can therefore be ruled out. In conclusion, a connection of
UthG to the Nernst equation cannot be conﬁrmed.
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The voltage shift of UthC at I = 1mM is unlikely to be induced by
a speciﬁc sensitivity to ionic strength. Instead, the DC voltage drop
in the electrolyte solution has to be considered. This voltage drop
develops between the reference electrode and the sensor surface and it
is proportional to the DC current and the electrolyte conductance. As
observed in G0 and discussed earlier, the conductance is determined by
the ionic strength. Therefore, a decreasing ionic strength leads to an
increased voltage drop in the solution. Unlike the voltage shift induced
by varying the pH-value, the variation of electrolyte conductance should
also be reﬂected in the DC current density proﬁle. This assumption is
conﬁrmed by ﬁgure 7.22, where a shift of up to 50mV is found for
a decreasing ionic strength. A shift of similar magnitude is found in
the reproducibility proﬁles (ﬁg. 7.20). This similarity of AC and DC
characteristic is evidence that the shift is induced by a simple resistive
element, namely the conductance of the electrolyte. In case of the
speciﬁc dependence on pH-value, which is overlaid in ﬁgure 7.22, only
a very small shift is observed. This suggests that speciﬁc adsorption
processes have a signiﬁcant impact on the AC characteristics of the
EIHS, but do not inﬂuence the DC characteristic.
The impact of the voltage drop can be minimised by the use of a
three-electrode measurement setup. The additional counter electrode
that draws the DC current would be placed at some distance to the
EIHS. The reference electrode can then be placed very close to the
EIHS and its potential is controlled by a potentiostat. This way the
voltage drop via the electrolyte solution and possible overpotentials at
the reference electrode are minimised. It might then be possible to
obtain information on speciﬁc processes at the sensor surface that are
connected to ionic strength.
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In summary, the following results and conclusion have been obtained
in the preceding discussion:
• No distinct cross-sensitivity towards ionic strength can be derived
from the electrochemical impedance proﬁles of the AlGaN-EIHS
in a two-electrode measurement setup.
• The proportionality G0 ∝
√
I and the similar voltage shifts in the
sensor’s AC and DC characteristics suggest that all changes of the
impedance-voltage proﬁles observed for varying ionic strength can
be attributed to the electrolyte conductance.
• With a three-electrode measurement setup the inﬂuence of the
electrolyte conductance might be minimised.
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8 Optimisation of Ambient
Conditions and
Heterostructure Layout
In this chapter, the optimisation of the illumination conditions in the
measurement setup and the cap layer thickness and barrier layer Al-
content of the heterostructure will be discussed. This optimisation is
aimed at the reduction of the pronounced light sensitivity with the
drawn-out PPC characteristic and the enhancement of the corrosion
stability of the sensor surface. Continuous violet and red illumination
was investigated as a means to minimise the inﬂuence of additional am-
bient illumination and to reduce the PPC drift duration, respectively.
A pronounced photoelectrochemical corrosion process was discovered
for continuous violet illumination.
The optimisation approach for the heterostructure is aimed at the
reduction of the dislocation density at the surface and the reduction of
the operating voltage, by increasing the GaN cap layer thickness and
decreasing the Al-content in the AlGaN barrier layer. For each optimi-
sation step, the corrosion drift and pH-sensitivity are characterised for
comparison.
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8.1 Continuous Violet Illumination
A continuous backside illumination of the AlGaN-based pH-ISFET was
suggested by Kittler [16] to reduce the light sensitivity and, especially,
the impact of the PPC. For a violet LED with a near band gap wave-
length of λ = 400 nm, he observed the smallest inﬂuence of simulta-
neous ambient illumination (ﬁg. 4.5). However, with regard to the
publications on photoelectrochemical etching of III-nitrides (cf. sec-
tion 4.3.3), an ampliﬁcation of the corrosion drift can be expected.
8.1.1 Photoelectrochemical Corrosion with Violet
Light
The actual impact of the photoelectrochemical corrosion is illustrated
in ﬁgures 8.1 and 8.2. The voltage proﬁle and parameter footprint are
shown for an EIHS based on a B3010C2 heterostructure. The impedance-
voltage proﬁles were recorded in direct succession in the phosphate
buﬀer solution PB6.88. For the continuous backside illumination, a
violet LED, similar to that used in the thesis of Kittler [16], was chosen.
As a ﬁrst step, the obtained impedance-voltage proﬁles, DC current
density proﬁles and SEM images of the corroded surface are shown and
described. Subsequently, these results are discussed.
Most strikingly, the capacitance and conductance proﬁles are neither
solely shifted nor skewed, but distorted and stretched into two sep-
arate transitions. The initial impedance proﬁle (black) was recorded
after more than 24 h in the dark. It exhibits typical shapes for the
capacitance, conductance and phase angle proﬁles. When the illumi-
nation is turned on, the proﬁles (red) are shifted towards larger Ubias
in less than a single measurement time period (15min). Additionally,
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the slopes of the capacitance and conductance become less steep and
the value of C ′ in the depletion region is increased by a factor of three.
The phase peak is smoothed out and a second peak starts to develop.
In the course of the subsequent measurements (blue) a shift towards
lower bias voltages is observed. The lower part of the capacitance and
conductance proﬁles start to settle after 5 measurements, but the up-
per part continues to drift approximately linearly with the number of
measurements. This two-fold behaviour is also very well seen in the
reproducibility proﬁle, where the shift with regard to the ﬁrst proﬁle
upon illumination is nearly equidistant for the upper capacitance por-
tion. For the lower capacitance portion, the reproducibility proﬁle stays
constant after 10 measurements. The phase proﬁle is stretched out even
further into two peaks. Especially the second, lower peak is smoothed
out almost completely, becomes less deﬁned and is reduced in height
considerably.
In the corresponding parameter footprint (ﬁg. 8.2), the corrosion is
reﬂected by the pronounced negative drift of UthC , UthG and Ns, as well
as the varying drifts of C ′0 and G0. The slopes of the linear portions,
given in table 8.1, show that the violet light induces large drifts in
all investigated parameters. To conﬁrm that the observed corrosion
phenomenon is mainly dependent on the number of measurements, and
independent of time, the measurement series was repeated with a pause
of 45min between each impedance proﬁle. The slopes of the linear
portions are also given in table 8.1. Compared to the measurements
without a pause, only a small increase is found, which may be due to
a light-induced corrosion process in the measurement pause.
The incident violet light also has a prominent inﬂuence on the leakage
DC current, as illustrated in ﬁgure 8.3. Here, the DC current density















































































Figure 8.1: Voltage proﬁle of an AlGaN-EIHS (B3010C2) continuously il-
luminated with violet light. Reproducibility proﬁles are ref-


























































































Figure 8.2: Parameter footprint of an AlGaN-EIHS (B3010C2) continu-
ously illuminated with violet light. Solid lines depict linear
approximations.
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Table 8.1: Drift slopes of UthC , UthG , Ns, C ′0 and G0 for the photo-
electrochemical corrosion of an AlGaN-EIHS (B3010C2) with
continuous violet light - measured in direct succession and
with a measurement pause of 45min.
parameter drift (meas−1) drift (meas−1)
direct succession pause 45min
UthC (mV) −51.7 −52.3
UthG (mV) −48.2 −50.6
Ns (109 cm−2) −148.6 −173.0
C ′0 (nF cm−2) 6.6 6.8
G0 (μS) −0.8 −1.5
Ubias for the same measurement counts as in the voltage proﬁle. The
initial dark current (black) has a magnitude of less than 10 nA cm−2,
which cannot be resolved in the shown graph. When the illumination
is turned on, J increases by a factor of 200 within a single measure-
ment and continues to increase for the subsequent measurements until a
maximum value of 1.3 μAcm−2 is reached in the depletion region. The
general shape of the DC current density proﬁle bears resemblance to
the transfer characteristic of a transistor, with an approximately linear
slope for small bias voltages and a nearly constant saturation region
at higher voltages. It can be seen that UthC from the corresponding
capacitance proﬁles, which is overlaid as vertical lines, closely matches
the transition point between the linear and the saturation region.
The surface morphology after the photoelectrochemical corrosion was
investigated using SEM. In ﬁgure 8.4, SEM images of the sensor surface
are shown for an area that was covered by the sealing ring (ﬁg. 8.4a),
for an area that was subjected to the electrolyte solution (ﬁg. 8.4b)
and the transition between both areas (ﬁg. 8.4c). The covered area
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Figure 8.3: DC current density proﬁles of an EIHS sensor chip (B3010C2)
with continuous violet illumination. The vertical lines in-
dicate the threshold voltage UthC obtained from the corre-
sponding capacitance proﬁles.
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mainly exhibits small pits with diameters of less than 10 nm, which are
partially lined up in a way that hints at underlying grain boundaries.
In addition to that, a few larger pits and trenches can be found with
a width of up to 30 nm. For the corroded surface, the overall density
of corrosion pits is approximately the same, but their size is increased
to a typical diameter of (30–50) nm. This is also why more trench-like
features can be found, which result from the merging of single holes. For
the corroded surface the commonly observed surface charging artifacts
were much less pronounced.
In the following paragraphs, the obtained results are discussed. The
photoelectrochemical corrosion that is induced by violet light has a
strong inﬂuence on the measured impedance proﬁles and the parame-
ters that are derived from them. The connection of the upper and lower
capacitance proﬁle portion to the inner and outer 2DEG, respectively,
is clearly seen in ﬁgure 8.1. The prominent distortion of the capaci-
tance and conductance proﬁles into two depletion levels indicates that
only certain parts of the sensor are inﬂuenced by the corrosion process.
These levels can be assigned to the depletion of the inner and outer
2DEG channel. The inner 2DEG is inﬂuenced by the inner heterostruc-
ture, which is covered with electrolyte solution. In contrast, the outer
2DEG is covered by the sealing ring and is therefore not inﬂuenced
by the electrolyte solution. As the corrosion process alters the inner
heterostructure, mainly the sheet charge density of the inner 2DEG is
decreased and the outer 2DEG is not inﬂuenced signiﬁcantly. This char-
acteristic is reﬂected very clearly in the capacitance and conductance
proﬁles. The upper portion of the proﬁles drifts signiﬁcantly, which
corresponds to the depletion of the inner 2DEG. The lower portion set-
tles to a ﬁxed course, as the outer heterostructure is not corroded and




Figure 8.4: SEM images that show (a) uncorroded and (b) corroded
areas as well as (c) the transition between both areas for an
AlGaN-EIHS sensor chip (B3010C2) after photoelectrochem-
ical corrosion with violet light.
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portion suggests that the corrosion is a linear and rather homogeneous
process. The conductance proﬁles exhibit characteristics similar to the
capacitance proﬁles. This includes the initial voltage shift and the gen-
eral increase in the depletion region upon illumination as well as the
distortion into two depletion characteristics. Minor diﬀerences include
the smaller drift and faster settling of the lower portion of the proﬁle
and the drift in the enhancement region, which is seen more clearly in
the parameter footprint.
The splitting of the single phase angle peak into two peaks is a clear
indication of the corrosion process. As the peak signiﬁes a depletion
process, two peaks correspond to two 2DEG portions that are depleted.
For an uncorroded sensor chip the depletion of the outer 2DEG is over-
lapped by the depletion of the inner 2DEG. In contrast, the corrosion
of the inner heterostructure partially depletes the inner 2DEG and the
upper depletion range is shifted to lower voltages, whereas the outer
2DEG seems to be relatively unaﬀected. This way the depletion ranges
and their corresponding phase peaks become separated.
In general, the illustration of the measured data in the developed
voltage proﬁle layout is advantageous for the determination of the cor-
rosion state of the sensor. The distortions of the capacitance and con-
ductance proﬁles can clearly be seen in the reproducibility proﬁles and
in the shape of the phase angle peak. The advantage of the phase angle
peak, compared to the reproducibility proﬁles, is the immediate avail-
ability during the recording of the impedance spectra without further
analysis. A single phase proﬁle is suﬃcient to assess the corrosion state
of the sensor chip. When two peaks are found, the sensor chip has
been corroded to some extent. For the calculation of the reproducibil-
ity proﬁles, at least two capacitance proﬁles are needed and many more
proﬁles if the corrosion process is very slow.
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The parameter footprint is mainly useful to quantify the magnitude
of the corrosion drift for practical measurement purposes, but some in-
formation on structural changes of the sensor chip can also be obtained.
The sheet charge density and the threshold voltages reﬂect depletion
of the 2DEG. However, UthC and UthG only comprise the depletion of
the inner 2DEG, whereas Ns comprises both the inner and the outer
2DEG. In general, the drift magnitudes of Ns and Uth clearly show that
the violet light is not a suitable illumination source. Compared to the
pH-sensitivity that can be obtained with the AlGaN pH-sensors, the
drift amounts to one pH-unit per measurement.
The linear decrease of Ns suggests that the inﬂuence of the corro-
sion process on the heterostructure might also be linear. However, the
varying course of C ′0 indicates that the structural changes of the cap
and barrier layer are non-linear. The SEM images show that the dislo-
cations in the heterostructure are the primary target of the corrosion
process. The enlargement is clearly seen and a deepening of these struc-
tural defects can be assumed. The vertical etching component leads to
a thinning of the cap and barrier layer and the capacitance at these
locations will be increased due to the smaller insulator thickness. As
the corroded and uncorroded parts of the heterostructure are in par-
allel, the measured overall capacitance increases. The lateral etching
component ampliﬁes this drift by increasing the corroded portion of the
surface. However, the preceding considerations are only valid as long
as the 2DEG below the corroded dislocations is suﬃciently conductive.
As the thinning of the barrier and cap layer also depletes the underlying
2DEG portion, it will be depleted completely when the dislocation is
etched to a certain depth. At this point the eﬀective surface area, which
is the portion of the surface with an underlying 2DEG back electrode,
is decreased and the capacitance decreases. This increase and decrease
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is clearly seen in the course of C ′0. The initial decrease that is observed
when the illumination is switched on is more diﬃcult to interpret. Pos-
sibly, the light- and bias-induced positive charge at the surface leads
to an oxidation of the surface and eﬀectively to an increase of the top-
most metal oxide layer. This would increase the overall thickness of the
heterostructure and decrease its capacitance, before the vertical etch-
ing of the dislocations becomes dominant. However, this explanation
is rather speculative.
The course of G0 bears resemblance to C ′0, with the exception of
opposite drift directions. The origin of the initial increase of G0 is
unknown. However, it can be ruled out that it originates from the pre-
viously discussed electrolyte leakage of the reference electrode. The ob-
served drift for the photoelectrochemical corrosion is much faster than
the drift that was induced by the leakage of reference electrolyte. The
subsequent linear decrease can be explained by the ongoing depletion
of the 2DEG below the corroding dislocations, as G0 also comprises
the conductance of the inner and the outer 2DEG. When the inner
2DEG is depleted locally the conductance of the inner 2DEG is de-
creased. When it falls below a critical value it will begin to dominate
the overall conductance, which is reﬂected in G0. The reason for the
slower decrease of G0 towards the end of the measurement series might
be due to an accumulation of electrolyte ions in the corrosion pits,
which result in regions of increased conductivity. Eﬀectively, part of
the insulating heterostructure would have been replaced by conducting
electrolyte regions.
This assumption is conﬁrmed by the continuous and pronounced in-
crease of the DC current density. It indicates that the DC conductance
of the formerly insulating cap and barrier layer increases, most likely
by the local thinning of these layers and the accumulation of electrolyte
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ions in the corrosion pits. The dislocations are also the weakest link of
the heterostructure in terms of electrical resistance, as they are more
reactive and run through the entire structure. Thereby, they are the
preferred path for the leakage current. In turn, this local increase of
current ﬂow accelerates the corrosion, leading to larger dislocations and
the process is ampliﬁed. The DC current density proﬁles consist of a
linear and a constant range. The linear increase at low bias voltages
signiﬁes an ohmic behaviour as long as the inner 2DEG is not depleted.
The pinch-oﬀ of the 2DEG can be clearly seen in the saturation of J ,
which coincides with UthC . From this connection it can be inferred that
the inﬂection method is indeed very suitable for the determination of
the threshold voltage.
For the explanation of the current saturation, and the loss of the
ohmic behaviour, the similarity to the transfer characteristic of a ﬁeld
eﬀect transistor can again be invoked. When the channel of a FET
is pinched-oﬀ at the edge of the gate towards the drain contact the
drain current saturates, as the electrons are subject to ballistic trans-
port through the generated depletion region. Increasing the gate-source
voltage broadens the depletion region and accelerates the charge carri-
ers in such a way that the resulting drain current is nearly constant. For
the EIHS, as well as the MIHS, the same mechanism is responsible for
the saturation of the DC leakage current. This is due to the fact that
the bias voltage is applied between an inner Schottky contact and an
outer ohmic contact, instead of a bulk contact. The 2DEG is depleted
laterally, instead of vertically, once the inner 2DEG is depleted. This
depletion of the outer 2DEG generates a depletion region in a lateral di-
rection, which forces the leakage current to saturate analogously to the
drain current of a FET. Figuratively speaking, the E/MIHS, resembles
the drain half of a FET. However, for the uncorroded EIHS this eﬀect
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is diﬃcult to seen, as only a very small leakage current is ﬂowing. As
the corrosion dramatically increase the leakage current, the saturation
characteristic is easily seen then.
The pronounced contrast of the corrosion pits in the SEM images
suggests a vertical corrosion process. It can be assumed that the photo-
electrochemical corrosion is an anisotropic etching process with a larger
vertical component. This assumption was conﬁrmed by the observation
that the lateral size of the corrosion pit is not increased, even when the
electrical properties of the heterostructure have degraded completely,
i.e. the inner 2DEG no longer exists. The actual depth of the pits
cannot be determined e.g. by AFM as their diameter is still too small,
even after the corrosion process. Due to the triangular shape of the
AFM tip, the bottom of the pits is not reached. The observation that
the charging artifacts are greatly reduced for the corroded sensor areas
conﬁrms that the cap and barrier layers are no longer insulating. The
charge that is introduced by the electron beam of the SEM can ﬂow
via the remaining 2DEG channel towards the ohmic contacts.
From the comparison of this dislocation corrosion to the published
results for the etching with KOH (section 4.3.3), in general, and the
AFM image shown in ﬁgure 4.8, in particular, the following diﬀerences
are observed: Most obviously, the diameters of the corroded disloca-
tions are much smaller and do not display the typical hexagonal shape
of the KOH etch pits. This diﬀerence conﬁrms that the vertical compo-
nent dominates for the photoelectrochemical corrosion, as the hexag-
onal shape is an indicator for dominant lateral etching. Additionally,
the density of the corroded dislocations is much higher (on the order of
1× 1010 cm−2). As the dislocation density is comparable to the value
obtained after the removal of the photoresist (cf. section 7.1.1), it can be
concluded that the corrosion process does not increase the dislocation
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density. As a consequence, only the fabrication process with the high
temperature annealing step seems to be responsible for the increase of
the dislocation density compared to the as-grown wafer.
Compared to the purely electrochemical corrosion that was discussed
earlier, the photoelectrochemical corrosion with violet light is much
more pronounced and severely inﬂuences the sensor’s electrical charac-
teristics. However, as the principle impact on the voltage proﬁle and
parameter footprint is similar for the electrochemical corrosion it can be
assumed that the additional violet light primarily ampliﬁes the process,
which is otherwise similar.
8.1.2 Characterisation of Light- and pH-Sensitivity of
the Corroded Sensor in the Dark
Although the severe photoelectrochemical corrosion prevents the use of
continuous violet illumination to reduce the inﬂuence of ambient light,
the corroded EIHS sensor chip can be characterised in the dark with re-
gard to its PPC characteristic and pH-sensitivity. These investigations
are employed to reﬁne the model of the inner and outer 2DEG deple-
tion. In addition, it will be shown that the light sensitivity of the inner
2DEG is signiﬁcantly reduced and it is veriﬁed that the pH-sensitivity
is conveyed by speciﬁc adsorption.
Light Sensitivity and PPC
In ﬁgure 8.5, the voltage proﬁle of a standard PPC decay measure-
ment series is shown for a corroded EIHS sensor chip with a B3010C2
heterostructure. After the chip had been darkened for more than 12 h,
the violet LED was switched on for two measurements (∼ 30min).
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Afterwards, the decay characteristic was measured for a duration of
approximately 10 h.
The initial dark characteristic clearly indicates that the sensor chip is
severely corroded, as the typical two-fold depletion characteristic can
be found in the capacitance and conductance proﬁles and the phase
angle exhibits a widely stretched double peak. When the violet illu-
mination is switched on, the lower depletion is shifted by a signiﬁcant
amount towards higher Ubias. For the upper depletion, no pronounced
shift is observed. Only a slight shift towards lower Ubias is observed in
the capacitance proﬁle and a very small positive shift is found in the
conductance proﬁle. When the illumination is switched oﬀ, the typical
drawn-out PPC decay characteristic is observed for the lower depletion
and after 10 h it matches the initial dark course. In contrast, the upper
depletion is nearly unchanged when the illumination is switched oﬀ. A
small shift towards lower Ubias is found in both the capacitance and
conductance proﬁles after 10 h. The reproducibility proﬁles, referenced
to the initial dark proﬁle, illustrate that the shift of the upper depletion
(50mV) is much smaller than the shift of the lower depletion (500mV).
The constant oﬀset of the upper depletion is almost unchanged when
the illumination is switched oﬀ. In contrast, the lower depletion slowly
drifts back and after 10 h an oﬀset of (5–10)mV to the initial dark pro-
ﬁle is obtained. These results underline that the two depletion ranges
have to assigned to diﬀerent portions of the 2DEG channel. On the
one hand, the typical PPC decay characteristic of the lower depletion
suggests that the corresponding 2DEG portion has not been degraded
by the corrosion process. Therefore, it has to be assigned to the part
of the heterostructure that is covered by the sealing ring and the un-
derlying outer 2DEG. On the other hand, the very low light sensitivity
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Figure 8.5: Voltage proﬁle of a corroded AlGaN-EIHS (B3010C2) after
prolonged darkening (black circles), with violet illumina-
tion (red), after switching oﬀ the illumination (blue) and
after 10 h without illumination (black open circles). Re-
producibility proﬁles are referenced to initial dark proﬁle
(black circles).
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decay characteristic and therefore has to be assigned to the corroded,
inner heterostructure and the inner 2DEG.
This diﬀerence also raises the question why no PPC characteris-
tic is observed for the upper depletion and whether this eﬀect might
be exploited for the construction of light-insensitive AlGaN-based pH-
sensors. Apparently, there is a connection between the corrosion state
of the heterostructure and the light sensitivity. Neither the switch-on,
nor the switch-oﬀ of the illumination has a signiﬁcant impact on the up-
per portion of the capacitance proﬁles. Two conclusions can be drawn
from this observation: Firstly, the density of corresponding trap states
has been reduced and secondly, that these states are not located in the
GaN bulk, but in the AlGaN barrier, GaN cap or at the sensor surface.
If the trap states were mainly located in the GaN bulk, they would not
be aﬀected to this extent by the corrosion process.
The reason for the reduction of traps states during corrosion may
be found in the oxidation of the sensor surface. The oxidation of Ga
is one step of the overall corrosion or etching process, as discussed in
section 4.3. During this step, the surface states are aﬀected and it is
possible that they are either removed or compensated. For InN, it has
been reported that anodic oxidation reverts the band bending at the
surface, by a compensation of surface accumulation charge [216]. Pos-
sibly, a similar eﬀect is present for GaN and the net density of surface
states is reduced after oxidation. The connection between speciﬁc sur-
face states and the PPC, as reported by Horn et al. [134], implies that
this reduction of surface states would also account for the diminished
light-sensitivity.
Another explanation for the reduced light sensitivity may be found
in the Si-doping below the GaN/AlGaN interface. It is employed to
reduce the relative inﬂuence of ambient illumination [16] by increasing
244
Table 8.2: Drift slopes of UthC , UthG , Ns, C ′0 and G0 for the electro-





Ns (109 cm−2) −1.5
C ′0 (nF cm−2) −0.1
G0 (μS) −0.03
the 2DEG sheet charge density. As long as the 2DEG channel exists,
all charge carriers from the Si-doping can be assumed to contribute
to Ns. However, in case the 2DEG channel is depleted completely
or destroyed by the corrosion process, the doping region might act
as an alternative, "fall-back" channel. For this channel the 2DEG-
speciﬁc light-sensitivity and the PPC characteristic would no longer be
observed. Nevertheless, with a doping concentration of 2× 1017 cm−3
and a thickness of 45 nm, its sheet charge density is only on the order
of 1× 1012 cm−2, whereas a value of about 3× 1012 cm−2 is obtained
from the capacitance proﬁles. Thus, it is unlikely that the Si-doping
primarily accounts for the diminished light-sensitivity, although it may
contribute to some extent.
The application of the reduced light-sensitivity for the construction of
light-insensitive AlGaN-based sensor chips might be possible. However,
several limiting aspects have to be considered. For one, the advanced
state of the surface corrosion makes the sensor more susceptible to
further electrochemical corrosion. This can be seen from the drift values
of the corroded sensor in the dark that are summarised in table 8.2.
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Compared to the drift slopes of an uncorroded sensor (table 7.2), an
increase by a factor of two to three is found. In addition, the drift slope
was found to increase with ongoing usage. Eﬀectively, this implies that
the lifetime of the sensor chip is limited by the deliberate deterioration
of the sensor structure. Presumably, this slightly ampliﬁed and ongoing
corrosion process will also degrade the sensitivity and reproducibility
of the sensor. To clarify this aspect, the pH-sensitivity of the corroded
sensor is investigated in the next section.
pH-Sensitivity
In ﬁgure 8.6, the impedance-voltage proﬁles of the corroded AlGaN-
EIHS are shown for the standard pH-sensitivity measurement series.
The pH-sensitivities obtained from the parameter footprint are sum-
marised in table 8.3. In the sensitivity proﬁles, it can be seen that
only the upper portions of the capacitance proﬁles shift with pH-value.
No signiﬁcant pH-sensitivity is observed for the lower portion. This
two-fold behaviour is another veriﬁcation of the model of inner and
outer 2DEG, as the outer 2DEG is not exposed to electrolyte solution
and thus not inﬂuenced by the pH-value. This behaviour is also an
important indicator for the nature of the sensing mechanism. If the
pH-value inﬂuences the entire measurement chain by the addition of
a pH-dependent voltage fraction, the proﬁles would shift as a whole,
i.e. the upper as well as the lower portion. As this is not the case, the
sensing mechanism cannot be explained by the simple addition of a pH-
dependent potential. In fact, the results show that the pH-value only
inﬂuences the inner 2DEG, which can be achieved selectively by spe-
ciﬁc adsorption of charges at the surface. Thereby, the surface states
of the heterostructure are modiﬁed, which in turn leads to a direct
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Table 8.3: pH-sensitivity of UthC , UthG and Ns for a corroded AlGaN-
EIHS (B3010C2).
parameter sensitivity standard rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −44.5± 3.8 2.9 0.07
UthG (mV) −51.3± 4.3 3.2 0.06
Ns (109 cm−2) −182.8± 8.1 6.2 0.03
manipulation of the electric ﬁeld in the insulator and a pH-dependent
depletion of only the inner 2DEG. The shift of surface potential can
therefore be seen as a result of the modiﬁed electrical ﬁeld, due to the
speciﬁcally adsorbed charge. This conﬁrms the central assumption of
the site-dissociation model.
In a way, the depletion characteristic of the corroded sensor is the
opposite of the pressure-induced intensiﬁed depletion discussed in sec-
tion 7.2.2. The corrosion of the heterostructure depletes the inner
2DEG, resulting in a ratio Nso/Nsi > 1. In this case, the pH-sensitivity
can be determined very well by each of the three analysis methods (in-
terpolation, inﬂection point and integration). Additionally, the outer
2DEG bottleneck is separated from the pH-sensitive depletion of the
inner 2DEG. This wide separation may also be beneﬁcial for the elec-
trical characteristic of HEMT structures with regard to the impact of
current collapse, for example.
With regard to the construction of a light-insensitive AlGaN-based
pH-sensor, it can be found that the pH-sensitivity still exists and that it
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Figure 8.6: Voltage proﬁle of a pH-sensitivity measurement series with
a corroded AlGaN-EIHS (B3010C2). Sensitivity proﬁles are
referenced to pH7.63 (blue).
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are within the typical range that was given in section 7.2.3. Neverthe-
less, only the relative imprecision of Ns is acceptable for very accurate
and precise measurements.
8.1.3 Summary
In summary, the following results and conclusions were obtained from
the investigations on the continuous violet illumination of the AlGaN-
EIHS:
• In general, the violet light is unsuitable for continuous illumina-
tion, as it leads to a pronounced photoelectrochemical corrosion
of the sensor surface even in neutral buﬀer solutions. It was con-
ﬁrmed that the corrosion drift primarily depends on the number
of measurements and is independent of time. The typical drift
slope per measurement is equivalent to a change of one pH-unit.
• In SEM images, the corrosion pits exhibited a diameter of
(30–50) nm. A primarily vertical corrosion process was assumed,
as the bottom of the corrosion pits could not be discerned and
the lateral dimension did not increase with ongoing corrosion. A
corrosion pit density of 1× 1010 cm−2 was found.
• The corrosion process results in a splitting of the capacitance
and conductance proﬁles into two depletion ranges, which were
assigned to the inner and outer 2DEG. The double peak found in
the phase angle proﬁle is a good indicator for the corrosion state
of the sensor.
• The characterisation of the corroded EIHS sensor veriﬁed that
the upper and lower depletion portion of the capacitance proﬁle
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have to be assigned to the inner and outer 2DEG, respectively.
The lower portion (outer 2DEG) exhibited the typical PPC char-
acteristic, but no pH-sensitivity. For the upper portion (inner
2DEG), the light-sensitivity was greatly reduced, whereas a typ-
ical pH-sensitivity is still present.
• The reason for the reduced light-sensitivity of the inner 2DEG
was suggested to be the compensation of surface states by the
oxidation sub-step of the corrosion process. For the construction
of light-insensitive AlGaN-based pH-sensors this behaviour might
be exploited, with certain limitations.
8.2 Continuous Red Illumination
As the photoelectrochemical corrosion induced by violet illumination
leads to a large signal drift and the destruction of the sensor chip within
a few measurements, an alternative illumination is needed. A wave-
length of 630 nm was chosen based on the results obtained by Kittler
[16], which show that the relative change of the ISFET channel current
upon darkening is smaller at this wavelength compared to (550–600) nm
(ﬁg. 4.5). The constant illumination is assumed to limit the drawn-out
recombination characteristic of the PPC to a level above the 2DEG
sheet carrier density in the dark. In section 8.2.2 it will be discussed
whether a stable sensor signal is obtained earlier, compared to no il-
lumination. Additionally, the pH-sensitivity under continuous red illu-
mination is investigated. However, the impact of the red light on the
corrosion process needs to be characterised beforehand, to verify that
the light-induced corrosion drift is suﬃciently low. This investigation
is presented and discussed in the following section.
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8.2.1 Photoelectrochemical Corrosion with Red Light
The voltage proﬁle and parameter footprint of the measurement se-
ries with continuous red LED illumination is given in ﬁgures 8.7 and
8.8. Close to 1000 single impedance proﬁles were recorded and anal-
ysed, corresponding to a total measurement duration of nearly 100 h.
As this measurement series had been performed on a diﬀerent imped-
ance analyser and the voltage range was reduced to (0–2)V, the time
for a single proﬁle was approximately 7min. The DC current-voltage
proﬁle could not been recorded simultaneously. Nevertheless, this mea-
surement series was chosen as it shows the prominent features of the
photoelectrochemical corrosion with red light very well.
In the voltage proﬁle (ﬁg. 8.7) the initial dark voltage proﬁles (black)
are given for comparison. The capacitance and conductance proﬁles
have the typical enhancement and depletion features and the phase
proﬁle shows a single, symmetric peak. When the red LED is switched
on, the proﬁles (red) shift parallel by 0.75V towards higher bias volt-
ages. From the capacitance and conductance proﬁles no skewing of
the slope can be derived. The phase angle proﬁle, however, shows a
small decrease of the peak height (−55° to −57°) and a slight broad-
ening of the peak. Subsequent measurements up to a measurement
count of 400 exhibit a small, parallel shift of all proﬁles back to lower
bias voltages. The initially parallel shift is also reﬂected in the corre-
sponding reproducibility proﬁle. All reproducibility proﬁles have been
calculated versus the initial proﬁle under red light (red). With increas-
ing measurement count the shift of the lowest part of the capacitance
and conductance proﬁles comes to a halt and only the middle and up-
per parts drift continuously. The reproducibility proﬁles conﬁrm this
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Figure 8.7: Voltage proﬁle of a long-term measurement series with an
AlGaN-EIHS (B3010C2) continuously illuminated with red
light. Reproducibility proﬁles are referenced to measure-
























































































































Figure 8.8: Parameter footprint of a long-term measurement series with
an AlGaN-EIHS (B3010C2) continuously illuminated with red
light. Solid lines depict linear approximations.
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Figure 8.9: DC current density proﬁles of an EIHS sensor chip (B3010C2)
after prolonged darkening (black open circles) and with con-
tinuous red illumination (blue).
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Table 8.4: Drift slopes of UthC , UthG , Ns, C ′0 and G0 for the photo-





Ns (109 cm−2) −0.66
C ′0 (nF cm−2) 0.01
G0 (μS) 0.04
ﬁle, the peak shifts during the ﬁrst 400 measurements and is split into
two phase peaks afterwards. The primary peak is ﬁxed at its initial lo-
cation, but its height decreases by nearly 70% and the deﬁned shape is
lost. In contrast, the new secondary peak is shifted similarly to the pro-
ﬁles of the other parameters and it approximately maintains its height.
Over the course of the last 600 measurements its height is reduced by
less than 10%.
The parameter footprint (ﬁg. 8.8) shows linear drift portions in all
four parameters. Their approximated slopes are given in table 8.4.
The threshold voltages and the sheet carrier concentration exhibit an
overall linear decrease with a slightly lower slope for the ﬁrst 200 mea-
surements. The zero bias capacitance C ′0 has a very small linear slope
for the initial 400 measurements that increases the capacitance by less
than 1%. After a plateau phase of approximately 200 measurements,
C ′0 decreases again with a marginal slope of −0.005 nF cm−2meas−1.
The principal behaviour of G0 is similar to C ′0, although the position
of linear portion is shifted towards higher measurement count and the
change of drift direction happens more abrupt. In separately recorded
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current-voltage proﬁles (ﬁg. 8.9) only a very small increase is observed
when the illumination is switched on, which decreases subsequently
with a very small slope.
The photoelectrochemical corrosion induced by red light is very small
judging by the magnitude of the drift that is observed. From the com-
parison of table 8.4 and 7.2, it can be seen that the red light ampliﬁes
the drift by a factor of less than two. As the values of the dark drift
already are within the resolution limit of the measurement equipment,
this increase is either negligible or can be treated as a indication of
a marginal trend. Eﬀectively, the corrosion with incident red light is
equal to the purely electrochemical corrosion. Nevertheless, the diﬀer-
ences to the photoelectrochemical corrosion with violet light are dis-
cussed to gain insight into the general corrosion process and the factors
that inﬂuence the stability of the AlGaN pH-sensor.
Despite the huge diﬀerence in the drift rates (cf. table 8.1), the cor-
rosion with red light shows similar drift characteristics to the corrosion
with violet light, albeit on a much larger time scale. For instance,
the capacitance and conductance proﬁles exhibit a comparable two-
fold drift behaviour. Their upper portion is shifted, whereas this is
not observed for the lower portion, and the reproducibility proﬁles con-
ﬁrm that the upper portion is shifted parallel. However, for red light
the upper portion is considerably larger compared to violet light and
the lower portion is reduced to the very end of the transition range
(cf. ﬁg. 8.1). This diﬀerence also leads to the distinct change of the
phase angle proﬁles. To explain this diﬀerence the surface morphology
after corrosion needs to be considered.
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High resolution SEM images of the corroded surface were taken after
the measurement series (ﬁg. 8.10). These images reveal broad and
shallow corrosion pits and trenches. A pit density of 1× 1010 cm−2 can
be estimated. The recording of the images was hindered by pronounced
charging artifacts, especially at very high resolutions.
The SEM images of the corroded surface after red illumination dif-
fer signiﬁcantly from those after violet illumination. In contrast to the
deep corrosion pits, much broader pits can found. Their depth is much
smaller, as the bottom portion is clearly seen. This indicates that the
vertical component of the corrosion process is minimised under these
condition and only the lateral component remains. In order to deter-
mine the depth of the corrosion pits, AFM topography proﬁles of the
surface were taken. A typical proﬁle and the corresponding portion
of the topography image are shown in ﬁgure 8.11. In contrast to the
narrow corrosion pits after violet illumination, the broader pits and
trenches after red illumination are clearly visible in the AFM topog-
raphy image. Nevertheless, the true depth of these features cannot
be derived from these measurements, as no two adjacent measurement
point can be found at the bottom of the pits. This suggests that the
lateral resolution of the AFM is insuﬃcient for the high aspect ratio of
the corrosion pits. Nevertheless, a minimum depth of more than 2 nm
can be assumed. This rules out that only the GaN cap layer is attacked
by the corrosion process.
The surface morphology after the corrosion process with red illumi-
nation can be explained as follows. In general, the current paths in
the semiconductor dictate the spatial corrosion characteristic, as the
corrosion is determined by the faradaic current at the semiconductor-
electrolyte interface. For the electrochemical corrosion with no or only




Figure 8.10: SEM images of an AlGaN-EIHS sensor chip (B3010C2) after
photoelectrochemical corrosion with red light.
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Figure 8.11: AFM Depth proﬁle obtained after the photoelectrochemi-
cal corrosion with red light. The location of the proﬁle is
marked by the dashed line in the corresponding portion of
the topography image.
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and the dislocations towards the surface. For an uncorroded surface
this is equivalent to a current ﬂow that is mainly vertical to the het-
erostructure. Therefore a vertical corrosion of the dislocations occurs.
However, when the vertical corrosion of the dislocations depletes the
2DEG down to a critical level, the preferred current paths in the vicin-
ity of the dislocation are no longer vertical, but lateral towards the
closest portion of suﬃciently conducting 2DEG. This leads to a re-
duction of the vertical corrosion component and to an increase of the
lateral component. The charging artifacts during SEM analysis and
the low values of the DC current density conﬁrm that the barrier layer
is not removed completely in the corrosion pits. The vertical corrosion
is therefore stopped or at least greatly reduced when the underlying
2DEG is depleted. This implies that the depth of the corrosion pits is
smaller than the total insulator thickness of 12 nm.
The diﬀerent surface morphology for the photoelectrochemical corro-
sion with violet light, is most likely due to the photoinduced generation
of charge carriers. These are generated throughout the heterostruc-
ture, including the GaN bulk, and subsequently accumulated at the
surface of the semiconductor. This accumulation is clearly seen in the
very high leakage currents and their ongoing increase. Thereby, photo-
induced charge carriers are always available for the corrosion process,
even when the pits have penetrated the barrier layer and destroyed
the corresponding part of the 2DEG channel. The vertical corrosion
component is therefore always present under violet illumination.
Keeping the changes of surface morphology in mind, the impact of
the corrosion process on the phase angle proﬁle can be interpreted as
follows. In previous consideration, the peak height was assigned to a
pinch-oﬀ location of the 2DEG channel. A high peak was assigned to a
pinch-oﬀ at the outer 2DEG. However, this interpretation is only valid
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for a single peak. As the corrosion process results in a splitting of the
phase angle peak, each peak already corresponds to either the inner
or the outer 2DEG. Therefore, the interpretation of the peak height
must be extended. A phase angle larger than −45° signiﬁes a dom-
inant resistive characteristic, as φ is determined by the ratio of the
capacitive and resistive portion of the investigated sample. For the
AlGaN-EIHS, a dominant resistive characteristic corresponds to the
pronounced decrease of the 2DEG conductance. If this conductance
depletion happens earlier and faster than the general area depletion of
the 2DEG the height of the phase angle is increased. This is the case
when the 2DEG channel is pinched-oﬀ at some critical location, even
though most part of the 2DEG is still enhanced with charge carriers.
For the uncorroded EIHS sensor chip this critical location is the transi-
tion between the inner and the outer 2DEG. Therefore, the connection
between an increased peak height and the pinch-oﬀ at the outer 2DEG
is valid. For the corroded EIHS sensor chip, however, the corrosion
pits become critical pinch-oﬀ locations, due to the partial depletion of
the underlying 2DEG portions. Due to the homogenous distribution
of dislocation pits and corresponding pinch-oﬀ locations, the conduc-
tance depletion is much more pronounced and a high phase angle peak
is found for the inner 2DEG. In contrast, the peak height of the outer
2DEG is reduced, as its inﬂuence on the conductance depletion becomes
marginal.
For the photoelectrochemical corrosion with violet light, an opposite
behaviour is observed. The phase angle peak assigned to the inner
2DEG decreases with ongoing corrosion. This indicates that the corro-
sion pits have thinned the barrier to a certain level and the underlying
2DEG is depleted completely. Subsequently, the dominance of the con-
ductance depletion decreases for the inner 2DEG and the peak height is
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reduced. The high phase angle peak for the outer 2DEG signiﬁes that
the conductance depletion is primarily determined here. In summary,
the phase angle peak height can be taken as an qualitative indicator
for the dominance of the 2DEG conductance depletion.
A prominent inﬂuence of the illumination wavelength is also found for
the DC current density. The violet light induces a large photocurrent,
whereas no increase of J can be found upon incident red light. This
diﬀerence can be an indicator for the spatial location of the excited
defects. Photoinduced electron-hole pairs that are generated in the
AlGaN barrier are separated by internal electrical ﬁeld and the elec-
trons and holes accumulate in the 2DEG and at the semiconductor-
electrolyte interface, respectively. The positive charge at the surface
results in a faradaic compensation current from the electrolyte and an
overall increase of J . However, if electron-hole pairs are generated in
the GaN bulk layer the polarisation ﬁeld will draw the holes towards
the substrate and the electrons into the 2DEG. The charging state of
the surface is not inﬂuenced and therefore the J is unchanged. Ap-
plying these considerations to the measured DC current density pro-
ﬁles (ﬁg. 8.3 and 8.9), they imply that the photon energy of the red
light (2.0 eV) does not generate charges in the AlGaN barrier layer,
in contrast to the violet light with its higher photon energy (3.1 eV).
Regarding the corresponding defects, the defects in the AlGaN layer
seem to be located more than 2.0 eV below the conduction band. The
observation that the red light does induce an increase of Ns, but not
of J , implies that its energy is suﬃcient to generate charge carriers in
the GaN bulk. Another possible factor is the large diﬀerence in the
thickness of the AlGaN barrier layer and the GaN bulk. Assuming
that the only diﬀerence between the red and violet light is the amount
of photoinduced charge, the total amount of charge that is induced by
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the red light in the very thin AlGaN layer might not be suﬃcient to
increase J , but in the thick GaN bulk suﬃcient charge is generated that
results in an increase of Ns.
8.2.2 Characterisation of Light- and pH-Sensitivity
As the corrosion drift was conﬁrmed to be very low, the continuous
red illumination of the sensor chip can now be analysed with regard
to its actual purpose - the improvement of the PPC characteristic.
Subsequently, it is investigated whether the pH-sensitivity is inﬂuenced
by the continuous red illumination.
Light-Sensitivity and PPC
A common ﬂuorescent desk lamp was used for ambient illumination
from the front side, passing through the transparent PC cover plate and
the sample solution. Continuous backside illumination is performed us-
ing a red LED, which mounted into the measurement setup (cf. ﬁg. 5.4).
The ambient illumination does not directly inﬂuence the outer 2DEG,
as it is covered by the sealing ring and the measurement cell. However,
an indirect inﬂuence from stray light that is reﬂected at the back of the
unpolished sapphire substrate is probable.
The parameter footprint shown in ﬁgure 8.12 demonstrates the dif-
ferent decay characteristics when the ambient frontside illumination is
switched oﬀ. The black traces reﬂect the decay without continuous
illumination and the red traces reﬂect the decay with continuous red
backside illumination. A typical PPC characteristic is obtained when
switching to no illumination, with a drawn-out decay of UthC , UthG and
Ns. Both C ′0 and G0 are not aﬀected. For the constant illumination
with red light pronounced diﬀerences are observed. The initial decay
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of UthC , UthG and Ns is approximately equal, but it settles earlier and
at a higher level compared no illumination. For UthC and UthG a short
constant plateau is found around (2–3) h and Ns increases slightly in
this time frame. After 5 h all three parameters pass over into a linear
decrease. A rather pronounced initial drift is found for C ′0 and G0.
Both parameter settle to a small linear drift after 5 h. The magnitude
of C ′0 under red light is similar to no illumination, whereas G0 is slightly
higher.
In ﬁgure 8.13 the derivatives of UthC and Ns are plotted versus time
after switching oﬀ the ambient illumination, to determine the slope of
the drift versus time. For both parameters the drift slope decreases
signiﬁcantly faster with constant red illumination. Especially within
the ﬁrst two hours this decrease is very pronounced, leading to a very
small drift of UthC and even a positive drift ofNs (indicated by the black
triangles). Up to a measurement time of 6 h the magnitude increase
again, settling at 2mVh−1 for UthC and at about 6× 109 cm−2 h−1 for
C ′0. After more than 8 h, the drift magnitude with and without backside
illumination are approximately equal. However, it can be noted that
the noise level is slightly higher when the red LED is used.
The initial drift of C ′0 and G0 may be linked to diﬀerences in the
outer and inner 2DEG. The inner 2DEG is inﬂuenced by the ambient
and the continuous red illumination, whereas the outer 2DEG is only
inﬂuenced by the latter. When the ambient illumination is switched
oﬀ, compensation eﬀects between the diﬀerent sheet carrier densities in
inner and outer 2DEG (Nsi and Nso) may induce the observed drift.
The diﬀerent values of Nsi and Nso were also found to be reﬂected in
the height of the phase angle peak (not shown). It is increased during
ambient illumination, indicating that G depletes earlier than C, and
decreases when switching to no or red illumination. This demonstrates
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that not only pressure applied to the outer 2DEG (cf. section 7.2.2)
or the passiviation layer can result in a ratio Nso/Nsi < 1, but also
selective enhancement of the inner 2DEG by illumination. Therefore
care must also be taken when establishing the illumination conditions
of the sensor device. This includes that the passivation layer has to be
suﬃciently transparent in the case of front side illumination. In general,
back side illumination is preferable as both portions of the 2DEG will
be inﬂuenced to the same extent.
The desired impact of the continuous red illumination is conﬁrmed by
ﬁgure 8.13. The drift slope becomes stable within the ﬁrst 3 h compared
to 8 h without continuous illumination. Although the initial decrease is
unchanged, the recombination of the charge carriers that were photo-
induced by the ambient illumination is limited eﬀectively. Thus, the
red illumination is favourable when the light-drift duration needs to
be minimised, for example when the sensor device is exchanged and
subjected to ambient illumination repeatedly. This light source was
also chosen to establish a light barrier directly through the sensor chip
for the detection of air bubbles in the micro blood-pH analyser, as
described in section 9.2. The trade-oﬀ is a slightly increased noise
level compared to no illumination. This increase can be expected, as
the continuous illumination is a disturbance of the equilibrium within
the semiconductor and at the semiconductor-electrolyte interface, in
addition to the applied bias voltage. As a consequence, a less stable
quasi-equilibrium and an increased noise level are obtained, even when


























































































































Figure 8.12: Parameter footprint of an AlGaN-EIHS (B3010C2) after
switching oﬀ the ambient illumination, without continuous






































Figure 8.13: Plot of the derivatives of UthC and Ns versus time after
switching oﬀ the ambient illumination, without continuous
illumination (black) and with continuous red illumination
(red).
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Table 8.5: pH-sensitivity of UthC , UthG and Ns for an AlGaN-EIHS
(B3010C2) with continuous red illumination.
parameter sensitivity deviation rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −50.7± 3.6 2.8 0.06
UthG (mV) −47.9± 5.2 3.2 0.07
Ns (109 cm−2) −202.2± 3.2 2.5 0.01
pH-sensitivity
The pH-sensitivity under continuous red illumination was determined
using the standard measurement cycle at 10Hz. The pH-sensitivities
of UthC , UthG and Ns are given in the table 8.5. Compared to the ideal
results obtained without illumination (table 7.3) the slopes are slightly
lower and a larger uncertainty is found.
From repeated determination of pH-sensitivity under continuous red
illumination it can be veriﬁed that the mean pH-sensitivity and the
standard deviation is eﬀectively equal to no illumination. Figure 8.14
depicts the pH-sensitivities (UthC ) obtained over the course of this work
versus the illumination conditions and the type of sealing ring. It can
clearly be observed that the type of sealing ring has the biggest im-
pact on the pH-sensitivity, due to the pressure-induced depletion of
the outer 2DEG. In contrast, no signiﬁcant diﬀerence is found for the
diﬀerent illumination conditions. The mean pH-sensitivities were de-
termined to be 48.1mVpH−1 (SD = 5.8mVpH−1) and 49.6mVpH−1



















Figure 8.14: Comparison of pH-sensitivity (UthC ) with regard to the
employed sealing ring and illumination conditions.
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8.2.3 Summary
The results and conclusions obtained for the continuous illumination
with red light can be summarised as follows:
• The photoelectrochemical corrosion with red light is very low.
Compared to the electrochemical corrosion without illumination,
it is only marginally higher. In contrast to violet light, no appre-
ciable photocurrent is induced.
• The surface morphology after long-term corrosion with red light
revealed that the lateral corrosion component prevails and rela-
tively shallow pits can be found. It was suggested that the vertical
component is reduced by the depletion of the 2DEG below the
corrosion pits. The depth of the corrosion pits was estimated
to be larger than the GaN cap layer, but smaller than the total
insulator thickness.
• In general, the height of the phase angle peak is a qualitative
indicator for the dominance of the 2DEG conductance depletion.
This interpretation can also be applied separately to the depletion
of the inner and outer 2DEG.
• The continuous illumination with a red LED (λ = 630 nm) re-
duces the PPC decay duration to 3 h. After this time a constant
drift level of 2mVh−1 for UthC and 6× 109 cm−2 h−1 for Ns are
obtained. An increased noise level was found, compared to no
illumination.
• The pH-sensitivity under continuous red illumination typically
amounted to about 50mVpH−1. It is practically equal to the
sensitivity obtained without illumination.
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The continuous red illumination is used as a standard condition for
subsequent characterisations, mainly because the targeted application
needs to include an optical air bubble detection to optimise the ﬁlling
procedure for very small sample volumes. For practical purposes the
shorter stabilisation duration is beneﬁcial. Especially when several dif-
ferent sensor chips need to be characterised, the setup time is greatly
reduced. This commonly outweighs the small disadvantage of higher
noise. However, if it is possible to shield the sensor chip from any illu-
mination and a stabilisation duration of more than 12 h is acceptable,
the completely darkened conﬁguration should be favoured.
8.3 Increased cap layer thickness
The increase of the cap layer thickness was the ﬁrst step that was
taken for the optimisation of the AlGaN/GaN heterostructure. This
way the chemical stability of the sensor chip is increased, as GaN is
more stable than AlGaN. Another advantage is that the crystal quality
of the GaN cap layer is enhanced and that a closed, homogeneous layer
can be achieved. It is assumed that the commonly employed thin cap
layer (2 nm) does not form a closed layer and that a non-stoichiometric
AlxGayOzN layer is present at the surface. With a cap layer thickness
of 10 nm the fraction of residual aluminium at the surface is reduced
and the surface oxide will primarily contain gallium.
The properties of an EIHS sensor chip with a 10 nm Al0.3Ga0.7N
barrier and a 10 nm GaN cap layer (abbreviated: B3010C10) have been
characterised with regard to photoelectrochemical corrosion and pH-
sensitivity using electrochemical impedance-voltage proﬁling. The stan-
dard measurement cycle with continuous red illumination is employed
for the pH-sensitivity and the photoelectrochemical corrosion is mea-
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Table 8.6: Drift slopes of UthC , UthG , Ns, C ′0 and G0 for the photoelec-
trochemical corrosion with violet illumination of an AlGaN-




Ns (109 cm−2) −12.2
C ′0 (nF cm−2) 2.4
G0 (μS) −0.3
sured under violet illumination. All results are compared to the B3010C2
heterostructure under the same conditions.
8.3.1 Photoelectrochemical Corrosion
The chemical stability of the sensor chip is the primary property that is
assumed to be enhanced by the increased cap layer thickness. In prin-
ciple, the obtained capacitance and conductance proﬁles (not shown)
are very similar to the proﬁles of the B3010C2 heterostructure. They re-
vealed the previously discussed corrosion behaviour, including the de-
velopment of a two-fold depletion in the capacitance and conductance
proﬁles and the splitting of the phase angle peak. The drift slopes de-
rived for UthC , UthG , Ns, C ′0 and G0 are given in table 8.6. They reveal
a decrease of more than 80% for the threshold voltages and of more
than 90% for Ns. The corrosion drift of C ′0 and G0 is reduced by 70%.
The DC current density proﬁles exhibit the same large photocurrent
that was previously observed for the 2 nm cap layer.
In ﬁgure 8.15, SEM images of the corroded surface of the B3010C10
heterostructure are shown. A signiﬁcant reduction of the dislocation
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density to a value of about 2.5× 109 cm−2 is found. The corrosion
pits have a diameter of (30–50) nm and exhibit a large contrast. The
bottom of the pits cannot be determined and no pronounced charging
artifacts were observed during the recording of the images.
The pronounced reduction of the drift of all investigated parameter
suggests that the chemical stability of the surface is indeed enhanced,
compared to the 2 nm cap layer. Qualitatively, the corrosion mechanism
is still the same, but the magnitude is much smaller. This decrease is
mainly due to the reduced density of the dislocations, which are the
primary target of the corrosion process. From the SEM images, it
can be veriﬁed that the dislocation density has decreased by about
80%, compared to the B3010C2 heterostructure. This suggests that the
dislocation density is directly proportional to the drift slopes, as their
relative reduction is approximately equal. The narrow and deep shape
of the dislocation pits conﬁrms that the vertical corrosion component
also dominates for the 10 nm cap layer.
The reduced dislocation density might be explained by the reduction
of relaxation processes in the barrier layer. Eﬀectively, the AlGaN
barrier may clamped by the GaN bulk and cap layer and the thicker
cap layer inhibits the relaxation of the barrier layer. This would result
in fewer dislocations, assuming that the relaxation of the barrier layer
is responsible for the increased dislocation density after the fabrication
process.
8.3.2 Characterisation of pH-Sensitivity
In the pH-sensitivity measurement series under red illumination, the
shape of the capacitance and conductance proﬁles (not shown) exhib-




Figure 8.15: SEM images of an AlGaN-EIHS sensor chip with increased
cap layer thickness (B3010C10) after photoelectrochemical
corrosion with violet light.
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capacitance in the enhancement range and a slightly smaller transition
slope is found. From the sensitivity proﬁles a high, nearly ideal sensi-
tivity of (58± 2)mVpH−1 is derived, which is relatively constant for
the whole capacitance range. The absolute values of UthC , UthG , Ns,
C ′0 and G0 were found to be decreased to a certain extent for the in-
creased cap layer thickness. While UthC and UthG are only decreased
by 100mV, the sheet charge density Ns and the zero bias capacitance
C ′0 are reduced by one third. The magnitude of G0 is only slightly
lower.
The increased cap layer thickness primarly increases the distance be-
tween the sensor surface and the 2DEG, which is reﬂected by the lower
value of C ′0. Using equation 5.6 a total insulator thickness of approx-
imately 18 nm is calculated, assuming that the cap and barrier layer
exhibit equal dielectric properties. The deviation to the targeted thick-
ness of 20 nm may be due to diﬀerences between the cap and barrier
layer properties or the opposing electrical ﬁelds in the layers, both of
which are not taken into account by the simple thickness calculation.
Another possible explanation is that the thickness of the cap layer has
not reached 10 nm during the growth procedure, as no in-situ monitor-
ing of the actual thickness is possible. The determination of the layer
thickness after growth with high-resolution x-ray diﬀraction fails for
the B3010C10 heterostructure, due to the similar material properties and
thicknesses of the cap and barrier layers.
The small decrease of the absolute value of UthC shows that the sur-
face potential is not inﬂuenced to a great extent by the increase of the
cap layer thickness. Photoreﬂectance measurements on GaN/AlGaN/
GaN heterostructures published by Buchheim [119] reveal the same be-
haviour. For a variation of GaN cap layer thickness between 1 and 5 nm
only a small, but not signiﬁcant, increase of the surface potential was
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Table 8.7: pH-sensitivity of UthC , UthG and Ns for an AlGaN-EIHS
with an increased cap layer thickness (B3010C10).
parameter sensitivity deviation rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −54.1± 3.5 2.7 0.05
UthG (mV) −52.5± 4.4 4.0 0.08
Ns (109 cm−2) −158.8± 2.9 2.9 0.02
found. This increase corresponds to a slightly lower threshold voltage,
as observed for UthC . The combined decrease of C ′0 and UthC result
in the observed decrease of Ns. The relative decrease of Ns (-66%) is
approximately the sum of the relative changes of C ′0 (-63%) and UthC
(-5%). This is expected as Ns is estimated by integration of C ′(Ubias)
(eqn. 5.5). The slightly lower value of G0 is not signiﬁcant, especially
when considering the multitude of inﬂuences on this parameter. Never-
theless, a reduced sheet charge density will inevitably lead to a decrease
of the 2DEG conductance, which aﬀects G0.
The pH-sensitivities extracted from the linear slopes of UthC , UthG
and Ns are given in table 8.7. The sensitivity of UthC and UthG are com-
parable to the mean pH-sensitivity obtained for the B3010C2. In contrast,
the pH-sensitivity of Ns is reduced to about 150× 109 cm−2 pH−1,
which is a signiﬁcant reduction compared to the EIHS with a 2 nm
cap layer. The signiﬁcant decrease of the pH-sensitivity of Ns is linked
to the increase of the total insulator thickness. This was veriﬁed by
impedance-voltage proﬁles of a heterostructure with a 20 nmAl0.3Ga0.7N
barrier and no cap layer (abbreviated: B3020C0), which has the same dis-
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tance between the 2DEG and the surface. For this B3020C0 heterostruc-
ture, a comparable sensitivity of 146× 109 cm−2 pH−1 was found. This
suggests that ﬁeld eﬀect between the surface potential and the 2DEG
sheet charge density is attenuated by the increased total insulator thick-
ness. The decreased sensitivity of Ns is also conﬁrmed by simulation
result shown in ﬁgure 8.16. The simulation was performed using BIO-
nextnano3 [217], employing the model given in ﬁgure 4.12 with a AlGaN
barrier thickness of 10 nm and GaN cap layer thicknesses of 2 and 10 nm.
The pH-sensitivity of the Ns was calculated and the simulated slopes
of Ns were shifted onto the measured values at pH7.25. It was found
that the simulated absolute values were signiﬁcantly higher compared
to the measured ones. Presumably, this deviation is due to the lim-
itations of the simulation model, especially its only one-dimensional
approach. Nevertheless, the slopes of the simulated and measured sen-
sitivities agree very well, demonstrating that the reduced slope of Ns
can indeed be explained by the previous consideration.
From the pH-sensitivity dNsdpH−1, the drain current pH-sensitivity
dIddpH
−1 can be estimated for an ISFET fabricated from the same
heterostructure, using equation 7.2. A value of (140± 3) μApH−1 is
obtained for Uds = 0.5V and W/L = 10. In section 9.4, it will be
investigated whether this value compares well to the measured pH-
sensitivity of ISFET sensors.
8.3.3 Summary
Summarising, the following results and conclusions were obtained for
the increase of GaN cap layer thickness to 10 nm:
• The stability of the sensor surface to photoelectrochemical cor-
rosion with violet light is increased. The corresponding drift of
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Figure 8.16: Comparison of the measured and simulated pH-
sensitivity of the sheet carrier concentration Ns for a
GaN/Al0.3Ga0.7N/GaN heterostructure with 2 nm and
10 nm cap layer thickness.
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the investigated parameters is reduced by (70–90)%, due to a
decrease of the dislocation density by 80%. The proportionality
of corrosion drift and dislocation density veriﬁes that the corro-
sion process is mainly determined by the structural quality of the
cap and barrier layer.
• The decreased dislocation density is assumed to be due to the
clamping of the AlGaN barrier and the resulting reduction of
relaxation processes.
• The pH-sensitivity of the surface potential, which is reﬂected in
UthC and UthG , is not aﬀected by the increased cap layer thick-
ness.
• Due to a decreased ﬁeld eﬀect, the pH-sensitivity of Ns is re-
duced. The corresponding drain current pH-sensitivity of an
ISFET based on the B3010C10 has been calculated
In conclusion, the increase of the cap layer thickness was found to be
an advantageous optimisation step to increase the corrosion resistance
of the AlGaN-EIHS. Except for the slight decrease of the ﬁeld eﬀect, all
other electrical properties are comparable to theB3010C2 heterostructure.
The total insulator thickness is still very small (20 nm) compared to Si-
based ISFET devices (>100 nm) and the excellent sensitivity to changes
of the surface potential is retained. Therefore, the B3010C10 structure
has been adopted as the new standard heterostructure, not only for
the measurement of pH-value, but also for other applications. In this
context, an increased yield and reliability of sensor devices with this
heterostructure layout was observed.
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8.4 Reduced Al-content in the Barrier Layer
From the preceding investigation of the increased cap layer thickness it
becomes clear that the structural defects at the sensor surface are the
weakest link with regard to corrosion resistance. Another likely source
for an increased dislocation density in the heterostructure is the tensile
stress in the AlGaN barrier, which is proportional to the Al-content.
It was suggested that the high temperature annealing step ampliﬁes
the mechanical stress in the layers, in general, and the tensile stress in
the barrier, in particular. The reduction of the Al-content to 20% was
investigated as a measure to avoid this degradation of layer quality and
the corresponding increase of dislocation density. The trade-oﬀ for the
strain relaxation is the reduction of Ns and a possible loss of carrier
conﬁnement in the 2DEG [110]. However, the decrease of Ns will also
lead to a decrease of the threshold voltages, which is favourable for less
electrochemical corrosion. In addition, less electrostatic stress will have
to be applied to the passivation layer of an ISFET sensor and to living
cells, when used as a biosensor.
The reduction of the Al-content is performed in addition to the pre-
viously described optimisation steps: the 10 nm Al0.2Ga0.8N barrier
layer is followed by a 10 nm cap layer (abbreviated: B2010C10) and the
fabricated sensor chip is kept under continuous red illumination for the
measurement of pH-sensitivity. Due to the lower threshold voltage the
applied bias range could be reduced to (0–1.5)V resulting in a mea-
surement duration of 10min for a single impedance proﬁle.
8.4.1 Photoelectrochemical Corrosion
The drift slopes that are summarised in table 8.8 clearly reveal that
the photoelectrochemical corrosion is nearly stopped for the B2010C10
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Table 8.8: Drift slopes of UthC , UthG , Ns, C ′0 and G0 for the photoelec-
trochemical corrosion with violet illumination of an AlGaN-
EIHS with reduced barrier layer Al-content and increased
cap layer thickness (B2010C10).
parameter drift (meas−1) drift (meas−1)
up to 150meas after more than 200meas
UthC (mV) 0.5 −1.0
UthG (mV) −0.05 0.1
Ns (109 cm−2) 1.0 1.3
C ′0 (nF cm−2) 0.5 0.8
G0 (μS) 0.1 −0.1
heterostructure. During the ﬁrst 150 measurements with continuous
violet illumination the drift is very low and the signal stability is only
determined by the measurement noise level. The drift is positive for
UthC and G0 and negative for UthG . For subsequent measurements,
the direction is inverted for these parameters. In contrast, the drift of
Ns and C ′0 is positive throughout the entire measurement series. After
more than 200 measurements, the slopes are increased, but still amount
to only less than 2% of the corrosion drift that was found for the B3010C2.
For the DC current density, the photo-induced increase is very small
for the ﬁrst 100 measurements. The maximum current density amounts
to 100 nA cm−2. After 200 measurements an increase to 200 nA cm−2 is
observed and in the subsequent 100 measurement the current density
increases to 1.2 μAcm−2. SEM images taken after the photoelectro-
chemical corrosion process show that very few, but relatively large,
corrosion pits can be found. Diameters of up to 100 nm are found and




Figure 8.17: SEM images of an AlGaN-EIHS sensor chip with reduced
barrier layer Al-content and increased cap layer thickness
(B2010C10) after photoelectrochemical corrosion with violet
light.
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The drift slopes reveal that the photoelectrochemical corrosion un-
der violet illumination is nearly stopped for the B2010C10 heterostructure.
This enhancement of chemical stability is mainly assigned to two fac-
tors: the reduction of the dislocation density and the lower applied bias
voltage. The reason for the ﬁrst factor can be attributed to the reduc-
tion of tensile strain in the barrier layer. It is assumed that the smaller
lattice mismatch of Al0.2Ga0.8N to GaN is responsible for this reduc-
tion and that the relaxation of the barrier layer is less pronounced. The
lower applied bias voltage, however, also needs to be taken into account,
as it contributes to the electrical ﬁeld strength in barrier. Thereby, the
ﬁeld strength does not reach the magnitude that is present for higher
Al-content, where both the piezoelectric polarisation and the bias volt-
age are higher. The SEM images clearly show that the corrosion pit
density is much lower, but also that the pits are larger. Their increased
size allows for relatively high DC currents, even though their density
is decreased and the bias voltage is lower. Eventually, the DC cur-
rent density reaches the same magnitude that was found for the B3010C2
heterostructure, but only after a very long measurement duration.
8.4.2 Characterisation of pH-Sensitivity
In the pH-sensitivity measurement series, capacitance and conductance
proﬁles are found that are qualitatively similar to the B3010C10 het-
erostructure, except for a large voltage shift of 1V towards lower bias
voltages values when the Al-content is reduced to 20%. The transition
range in the capacitance proﬁle is slightly steeper and the phase peak
is increased accordingly. The sensitivity proﬁles yield a pH-sensitivity
of (52± 2)mVpH−1 with a marginally better reproducibility. The ab-
solute values of UthC and Ns are reduced to 33% compared to an Al-
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Table 8.9: pH-sensitivity of UthC , UthG and Ns for an AlGaN-EIHS
with reduced barrier layer Al-content and increased cap layer
thickness (B2010C10).
parameter sensitivity deviation rel. imprecision
deviation
SpH (pH−1) SD cv (pH)
UthC (mV) −52.4± 2.3 1.8 0.03
UthG (mV) −46.3± 2.5 1.9 0.04
Ns (109 cm−2) −122.8± 10.3 8.8 0.07
content of 30%, whereas C ′0 and G0 are nearly unchanged. The pH-
sensitivities (table 8.9) of UthC and UthG are comparable to the B3010C10
heterostructure. For Ns, the decrease is more pronounced and amounts
to 25%.
The values obtained for UthC and UthG conﬁrm that the Al-content
in the barrier does not inﬂuence the pH-sensitivity of the surface po-
tential. This can be expected, as the thick GaN cap layer guarantees
that the surface oxide is independent of the composition of the AlGaN
barrier layer. The decreased pH-sensitivity of Ns shows that Al-content
does inﬂuence the ﬁeld eﬀect. The reason for this impact is the lower
electric ﬁeld strength in the barrier layer. This decrease of electric ﬁeld
strength with decreasing Al-content has also been veriﬁed by photore-
ﬂectance measurement [119]. The reduced value for the pH-sensitivity
of Ns, along with the rather large standard deviation, result in an
increase of the relative imprecision compared to the values that are
commonly obtained for Ns. In contrast, the relative imprecisions of
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the threshold voltages are low and therefore suitable for quantitative
pH-measurements.
8.4.3 Summary
In summary, the combination of an increased cap layer thickness and
a decreased Al-content in the barrier layer led to the following results
and conclusions:
• An excellent resistance to photoelectrochemical corrosion with
violet light was found. Even for a long-term measurement series
of 48 h the corrosion drift is very low. It is therefore safe to assume
that electrochemical corrosion without illumination or with red
illumination does not take place.
• The dislocation density of the B2010C10 heterostructure was found
to be reduced to 1× 109 cm−2. This reduction can be attributed
to less tensile strain in the barrier layer, as a result of the reduced
Al-content.
• The observed threshold voltage of less than 1V allows for oper-
ation of the sensor chip at small bias voltages or even zero bias.
This feature is beneﬁcial for low electrostatic stress of the pas-
siviation layer on ISFET devices or for the application to mea-
surement of living cell systems.
• For the pH-sensitivity of UthC and UthG , no inﬂuence of the re-
duced Al-content was observed and typical values of about
50mVpH−1 have been obtained. The pH-sensitivity of Ns is
decreased, as the ﬁeld eﬀect is inﬂuenced by the Al-content in
the barrier layer.
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Although further investigations with respect to the reliability and
yield for this heterostructure layout are pending, the B2010C10 layout is
advantageous with regard to corrosion resistance and operating volt-
age. However, it also needs to be investigated whether the rather low
sheet charge density in the 2DEG will also result in an increased noise
level. As only a few measurement series have been performed with this
heterostructure, no mean pH-sensitivity with statistical signiﬁcance can
be given. Nevertheless, no large deviation from the previously obtained
mean values is expected.
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9 Measurement of pH-Value
and Development of a
Micro-Blood-pH Analyser
In this chapter the measurement of pH-value with AlGaN-based pH-
sensors is discussed and the realisation of a micro-blood-pH analyser
is described. The results from the characterisation and optimisation of
the AlGaN heterostructure are applied to allow for suﬃciently accurate
and precise measurements which fulﬁl the requirements for medical and
industrial applications in general. Foetal blood sampling was chosen
as a speciﬁc application to demonstrate the potential of AlGaN-based
pH-sensors. This application example is particularly challenging due to
very small sample volumes, fast coagulation and demanding accuracy
and precision requirements.
In order to tackle the ﬁrst challenge, a microﬂuidic setup was de-
veloped that allows for sample volumes of 10 μl. A prerequisite for
this miniaturisation is that the areas of both the pH-sensor and the
reference electrode are reduced to less than 1mm2. The realised micro-
blood-pH measurement setup is described in section 9.2. To account for
the faster coagulation the layout of the ﬂuidic channel was optimised
to facilitate cleaning with a rinsing solution and the measurement du-
ration was minimised by the use of an AlGaN-based pH-ISFET. Both
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the AlGaN-based EIHS and ISFET are characterised to determine the
accuracy and precision that can be achieved for the measurement of
pH-value. As a ﬁrst step, pH-measurements were performed using
impedance-voltage proﬁling of the AlGaN-EIHS in the electrochemical
characterisation setup. The results of these measurements are given
in section 9.3, followed by the measurement of umbilical cord blood
pH-value with the EIHS in the micro-blood-pH analysis setup using a
micro reference electrode. The results of several measurement series in
the micro-blood-pH analyser setup with an AlGaN-based ISFET are
presented in section 9.4. A simple statistical analysis is performed to
verify that the requirements of the RiLiBÄK are satisﬁed for the mea-
surement of pH-value in 10 μl of umbilical cord blood.
Before the results of the measurements are presented and discussed, a
short overview of the relevance and technique of foetal blood sampling
is given and the commonly applied blood gas analysers are discussed.
9.1 Foetal Blood Sampling
The standard electronic foetal monitoring technique is the non-invasive
CTG, which records the foetal heart beat and uterine contractions. An
abnormal heart rate during labour may indicate a compromised oxygen
supply (hypoxia) of the foetus, which can lead to foetal suﬀocation
(asphyxia). FBS is employed to enhance the speciﬁcity towards foetal
asphyxia, as the blood pH-value reﬂects the state of the foetal oxygen
metabolism. In the ﬁrst stage of hypoxia the pCO2 increases, leading to
a decrease of the blood pH-value. The second, and more critical, stage
of hypoxia is characterised by a change to an anaerobic metabolism
that produces lactic acid. At this stage the pH-value decreases more
rapidly indicating a pathological acidosis, which can result in brain
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damage or can even be fatal for the foetus. A pH-value below 7.25 is
a sign for a starting acidosis and when the pH-value drops below 7.20
the immediate instrumental delivery of the foetus, e.g. by Cesarean
section, is necessary [218].
The sampling technique for FBS has not been modiﬁed since the
1960s [5]. The cervix needs to be suﬃciently dilated to allow access to
the scalp of the foetus and a small incision is made. The blood is col-
lected with a capillary and transferred to a suitable analysis system. In
order to prevent the blood sample from clogging, the capillary is coated
with an anti-coagulant, e.g. heparin. Although FBS is an established
method, its implementation is rather challenging, especially in the gen-
erally stressful situation in the delivery room. The fast coagulation of
foetal blood and the restricted sampling area result in very small sam-
ple volumes that can be below the minimum volume (35 μl) accepted by
commercial blood gas analysers. These systems commonly employ glass
or membrane pH-electrodes with comparatively large sensing areas, on
the order of 4mm2. In 2010 smaller POCT systems (e.g. Radiometer
ABL90 Flex) based on micro-arrays of polymer-coated electrodes have
been introduced, which have the potential for further miniaturisation.
Another possibility is the use of optodes that are read-out optically
and require no reference electrode. Thereby, the sample only needs to
cover the optode and very low volumes may be realised. Blood gas
analysers based on this technique have been commercialised by OPTI
Medical Systems. Nevertheless, both approaches have not been opti-
mised for low volumes and currently the minimum sample volume of
the corresponding systems is still rather large (about 60 μl). On an
interesting historical side note, the measurement setup employed by
Saling for the very ﬁrst FBS investigations in 1961 was already capa-
ble of measuring the pH-value in blood sample volumes of 25 μl [219].
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However, this value has never been achieved by commercial blood gas
analysis systems. This suggests that the commercial development has
made no headway in the last 50 years, with regard to very small sample
volumes.
9.2 Description of the Developed
Micro-Blood-pH Analyser
The primary requirement for the micro-blood-pH analyser is the reduc-
tion of the sample volume in comparison to the commercially available
blood gas analysers. The targeted volume of less than 10 μl is achieved
by employing a capillary channel with an inner diameter of 1mm and
by placing a miniaturised reference electrode close to the AlGaN pH-
sensor. To be able to integrate the pH-sensor and the reference elec-
trode into the ﬂuidic setup, their dimensions have to be reduced to less
than the inner diameter of the channel. The AlGaN-ISFET is very
well suited for this purpose as sensing areas down to 50x50 μm2 can be
fabricated. However, the miniaturisation of the reference electrode is
much more challenging, which is why a commercially available micro
reference electrode (LF1, Harvard Apparatus) with an outer diameter
of 1mm was selected. The dead volume of the ﬂuidic channels is re-
duced further by placing the inlet for the sample as close to the sensor
as possible. This way the cleaning of the system is simpliﬁed and the
risk of sample residues and contamination is reduced. Another impor-
tant requirement was to reproduce the simple operation procedures and
sample handling of the commercial blood gas analyser with the setup.
In ﬁgure 9.1 the basic layout of the ﬂuidic channel is illustrated. The













Figure 9.1: Schematic drawing illustrating the dimensions of the ﬂuidic
channel for sample volumes of less than 10 μl
open over a length of 2.5mm and a width of slightly less than 1mm.
The opening for the reference electrode is located in the side of the
channel’s ascending portion. With a reserve of approximately 2mm
channel length on each side, a sample of less than 10 μl covers both the
sensor and the electrode. The sample capillary is introduced into the
setup at the right hand side and sealed via a silicone seal (Sylgard 184,
Dow Corning), with a conic inner diameter. This way sample capillaries
with outer diameters from 1 to 2mm can be sealed by simple insertion.
The gasket for the sensor is also cast from Sylgard 184, with inner
dimensions equal to the channel’s sensor opening, outer dimensions of
2x4mm and a thickness of 300 μm. The reference electrode is sealed
using a squeezed O-ring.
An exploded assembly drawing of the complete measurement cell is
shown in ﬁgure 9.2. The ﬂuidic module is the central element of the
setup as it includes the ﬂuidic channel with its interfaces for the sensor
and the reference electrode, as well as an optical detection system for
gas bubbles in the sample ﬂuid. For this purpose the transparency of
the sensor is utilised to create a simple photoelectric barrier directly
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Figure 9.2: Exploded assembly drawing of the micro-blood-pH mea-
surement cell.
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through the sensor with an opposing photodetector. Thereby, the di-
mensions of the ﬂuidic channel do not have to be enlarged and the
small footprint of the ﬂuidic module is preserved. A red LED and a
Si PIN photodiode (BPX 65, Osram), operated in photovoltaic mode,
were used for the photoelectric barrier.
The AlGaN sensor itself is ﬁxed to a conductor board and the elec-
trical contact is made using conductive silver lacquer. This simple
sensor module is plugged into a pusher cylinder that is wired to the
measurement instrumentation and also holds the LED for the illumi-
nation of the sensor. The cylinder with the sensor module is pressed
onto the PDMS gasket and the ﬂuidic channel. To ensure an even con-
tact pressure the force of a prestressed spring is transferred centrally
to the cylinder using a small ball joint. In order to shield the measure-
ment cell from ambient illumination and electromagnetic interference,
it is wrapped in aluminium foil, which is grounded at the measurement
instrumentation.
The actuation of the ﬂuids is performed with a two-channel peri-
staltic pump (REGLO Digital, Ismatec), which is controlled via an
RS232 interface. A ﬂow selection valve with four inlets (080T412-62,
Bio-Chem Valve) is employed to switch between two calibration ﬂu-
ids, a cleaning solution and air. A schematic illustration of the ﬂuidic
circuitry is given in ﬁgure 9.3. The outlet of the measurement cell is
connected to the valve, which supplies the calibration and cleaning ﬂu-
ids. At the inlet either the sample capillary can introduced or a tube
leading to the waste container can be connected. The connecting tubes
outlet-to-valve and inlet-to-waste are ﬁxed to the pump in opposite di-
rections. For the calibration and cleaning procedures the waste tube
needs to be connected to the inlet and the ﬂuids are forced into the cell

























Figure 9.3: Schematic drawing of the ﬂuidic circuitry of the micro-
blood-pH measurement setup.
blood from the sample capillary, the waste tube is removed and only
the outlet-to-valve tube is utilised. In ﬁgure 9.4, the realisation of the
complete micro-blood-pH analyser setup is shown.
Electrical measurements were carried out with the impedance anal-
yser, in the case of the EIHS sensor, or with source-meter units for
the ISFET sensor. A LabVIEW (impedance analyser and EIHS) or
Agilent VEE (source-meter unit and ISFET) program controls both
the pump and the valve as well as the measurement instrumentation.
The main elements of both programs are: cleaning, calibration and
sample pH-measurement.
The cleaning of the measurement cell is a critical step as the carry-
over from samples has to be avoided. Blood is a very complex biological
ﬂuid that contains a multitude of proteins and the coagulation mecha-
nism can form blood clots. The application to foetal blood aggravates
the problem of blood clots as the coagulation is faster. Thus, residues
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Figure 9.4: Realised micro-blood-pH analyser setup.
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from the blood are likely to form and to adhere to the ﬂuidic chan-
nel and the sensor. In addition to that, the small dimensions of the
channel make it susceptible to clots or trapped air bubbles and make
it diﬃcult to clean. The cleaning procedure has two important as-
pects: a chemical component (composition of the cleaning ﬂuid) and
a physical component supporting the procedure. As investigations on
the composition of the cleaning ﬂuid are beyond the scope of this work,
a standard cleaning solution for commercial blood gas analysers was
chosen. A light physical component is introduced by intermittent air
bubbles, resulting in a segmented ﬂow of cleaning ﬂuid. During one
cleaning cycle the length of the segments is varied from smaller (30 μl)
to larger ones (90 μl) with a large, continuous segment at the end of the
cycle. The pump speed is also varied between high (125 μl/s) to low
ﬂuid velocities (25 μl/s). The sample ﬂuid is aspirated with a velocity
of 7 μl/s only as far as necessary, i.e. until the reference electrode is cov-
ered. Cleaning the channel from the opposite direction ensures that no
sample residues or other contamination are carried into the setup. The
waste tube ensures that the ﬂuids are diverted into the waste container.
The calibration procedure can be performed as a one- or two-point
calibration (see section 2.2). The two-point procedure is needed to ob-
tain the pH-sensitivity of the sensor. The measurement cell is ﬁlled from
the outlet side with each calibration solution and the electrochemical
measurement is started. Between the calibration solutions a slightly
shorter cleaning step is performed. The analysis of the calibration data
using equation 2.21 yields the oﬀset and the slope of the pH-sensitivity
SpH . For the application of equation 2.21, the emfs Es1 and Es2 have
to be replaced by the corresponding quantities from the electrochemi-
cal measurement, i.e. UthC for the EIHS sensor and Id for the ISFET.
The one-point calibration can only be applied if the pH-sensitivity has
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been determined beforehand. It is an appropriate method to check
and recalibrate for a constant oﬀset of the system, assuming that the
sensitivity slope is unchanged.
After the calibration of the system, the pH-value of a sample ﬂuid
can be analysed. The capillary is inserted into the conic seal at the
inlet of measurement cell and the sample is aspirated slowly into the
ﬂuidic channel (ﬁg. 9.5a). Using the signal of the photoelectric barrier,
trapped air bubbles can be detected and the ﬁll level of the channel
can be calculated. A distinct signal change (±5mV) was observed
with a simple multimeter upon ﬁlling the channel with ﬂuid, when the
photodetector was operated in photovoltaic mode. The electrochemical
measurement is started when the sensor and the reference electrode
are covered without intermediate air bubbles (ﬁg. 9.5b). From the
known pH-sensitivity the pH-value is calculated using equation 2.20.
Afterwards, the measurement the channel is cleaned immediately to
minimise the formations of sample protein residues and blood clots.
Umbilical cord blood was used as a substitute for foetal scalp blood,
as typically no excess blood samples are obtained from foetal blood sam-
pling that could be used for testing. Additionally, it is not possible to
conserve the very small blood samples for shipping. However, the prop-
erties of the blood from the umbilical cord are very similar to the foetal
scalp blood. The samples were supplied in a Monovette (Sarstedt), with
added lithium-heparin as an anticoagulant, by the Placenta Lab at the
Jena University Hospital. The samples were taken within an hour after
birth, stored at (4–8) °C and shipped within one day. It was observed
that the pH-value had decreased by (0.2–0.3) pH during shipping to val-
ues around (7.2–7.0) pH. For validation and comparison a commercial




Figure 9.5: Filling the micro-blood-pH analyser with umbilical cord
blood (a) and close-up of the ﬁlled ﬂuidic channel (b). For
illustration purposes, the aluminium foil was removed and
the LED switched oﬀ in (b).
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9.3 Measurement of pH-Value with EIHS
The measurement of pH-value with the EIHS was investigated simulta-
neously to the characterisation and optimisation experiments. A brief
summary of these investigations is given in this section, to illustrate
the suitability of the EIHS for accurate pH-measurements. The anal-
ysed samples include simple phosphate buﬀer solutions, commercially
available calibration and QC solutions and umbilical cord blood. The
electrochemical characterisation setup with sample volumes of 10ml
was used for the ﬁrst investigations with phosphate buﬀer solutions,
whereas all other investigations were carried out in the micro-blood-pH
analyser setup with 10 μl samples.
For the ﬁrst investigation concerning the accuracy of pH-measurements
with impedance-voltage proﬁles, an EIHS sensor chip based on a B3010C2
heterostructure was employed in the electrochemical characterisation
setup without illumination. Simple phosphate buﬀer solutions (PB7.0
and PB7.5) were used to obtain the calibration curve and test solu-
tions were derived from PB7.5 by addition of HCl. The two-point
calibration was performed by measuring complete impedance proﬁles
(Ubias = (2–0)V) of PB7.0 and PB7.5 multiple times in an alternating
sequence. A pH-sensitivity of (52.1± 0.7)mVpH−1 (SD = 0.4mV)
was obtained. The obtained results are shown in ﬁgure 9.6. Here, the
threshold voltage UthC is plotted versus the "true" pH-value, as deter-
mined with a glass electrode and a standard pH-meter. The error bars
indicate a deviation of ±0.03pH. It is clearly seen that the pH-value
of the sample solutions can be measured with an accuracy better than
±0.03pH, even without the discussed optimisation steps. The "true"
pH-value is always about 0.02 pH-units higher than the pH-value that
is calculated from calibration slope (eqn. 3.6). A linear correction of
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Figure 9.6: Plot of UthC versus pH-value showing the two-point calibra-
tion with phosphate buﬀer solutions (red and blue) and the
measurement of phosphate buﬀer solutions with diﬀering
pH-value (black).
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the measured UthC can be applied (eqn. 7.3) with a correction value
of 0.2mVmeas−1. This greatly reduces the uncertainty of the calibra-
tion slope yielding (52.1± 0.2)mVpH−1, SD = 0.1mV. The measured
sample pH-values then match the "true" value within ±0.01pH.
These results demonstrate that with controlled ambient conditions
accurate measurement of pH-value is possible. Constant illumination
conditions and electromagnetic shielding are especially important. Nei-
ther an optimisation of the semiconductor heterostructure nor a special
treatment of its surface is necessary to achieve this accuracy. However,
the linear drift indicates that the sensor is susceptible to electrochemi-
cal corrosion and a linear drift correction may not always be possible.
In addition, the recording of complete impedance proﬁles is very time
consuming and the duration to achieve a stable sensor signal after illu-
mination was shown to be at least 12 h.
In a next step, the preliminary micro-blood-pH analyser setup was
used to achieve a reduction of sample volume down to 10 μl. A con-
tinuous red illumination of the sensor chip was applied to enable the
detection of air bubbles and to reduce the light stabilisation time. The
employed sensor chip was not optimised and still based on a B3010C2
heterostructure. To speed up the measurement duration from 15min
to 2min, the impedance-voltage proﬁles were only recorded in a small
range (Ubias = (1.75–1.50)V, 50mV steps). The ﬁlling and clean-
ing was performed manually, using syringes, since the setup had not
yet been fully automated. Despite the use of a non-optimised sen-
sor chip and the manual ﬁlling, the suitability for the measurement of
foetal blood pH-value is clearly demonstrated in ﬁgure 9.7. The cal-
ibration was performed using the modiﬁed standard phosphate buﬀer
solutions (MPB6.81 and MPB7.36). A slope of (48.5± 0.8)mVpH−1
(SD = 0.6mV) was obtained for the pH-sensitivity after a linear drift
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Figure 9.7: Plot of UthC versus pH-value showing the two-point cali-
bration with modiﬁed phosphate buﬀer solutions (red and
blue) and the measurement of umbilical cord blood pH-
value (black).
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correction of 0.4mVmeas−1. The error bars signify a deviation of
±0.03pH. The umbilical cord blood was ﬁlled into the measurement
channel and measured multiple times. It is found that the measured
and the "true" pH-value match very well for the ﬁrst measurement
and also the second measurement is within ±0.03pH. However, in the
subsequent measurements a drift towards lower threshold voltages is
observed and the deviation exceeds ±0.06pH. Two eﬀects can be re-
sponsible for this behaviour. Firstly, biochemical reactions in the very
small sample volume can lead to pH-value shifts, especially when the
sample is subjected to air. An alteration of the sample is very probable,
as the total measurement duration was rather long (10min). Secondly,
the surface potential at the AlGaN-EIHS and the diﬀusion potential at
the reference electrode might be aﬀected by the prolonged contact with
blood. The observed increase of the DC current density by a factor of
ﬁve upon exposure to blood, argues for some form of corrosive attack of
the sensor surface. Therefore, the contact time with the blood sample
and the measurement duration should be minimised.
In conclusion, this measurement series shows that the umbilical cord
blood pH-value can be measured in the micro-blood-pH analyser setup
with good accuracy. The reduction of sample volume, the continuous
red illumination and the minimisation of the recorded voltage range do
not impair this accuracy. However, the measurement duration has to
be reduced to minimise drift and possible biochemical corrosion of the
sensor chip.
A ﬁrst characterisation of the complete micro-blood-pH analyser
setup with the implemented automation of the measurement and the
ﬂuidic system was also performed with an EIHS sensor chip (B3010C2).
Commercially available calibration (S1545 and S1555) solutions were
used for the two-point calibration yielding a slope of (40.5± 0.9)mVpH−1
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Figure 9.8: Plot of UthC versus pH-value showing the calibration slope
obtained with commercial buﬀer solutions (red line). The
pH-values of the calibration solutions are rechecked (red
and blue squares) and commercial quality control solutions
are measured (black squares).
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(SD = 0.5mV). The "true" pH-value of the calibration and QC so-
lutions were taken from the data sheets. In between each measure-
ment, a cleaning cycle with rinsing solution (S4930) was performed.
The impedance-voltage proﬁles were recorded for the voltage range of
(1.650–1.525)V with steps of 25mV. In ﬁgure 9.8 the calibration slope
is shown as a red line. The pH-values of both calibration solutions
were rechecked (red and blue squares) and ISETROL Level 1 and 2
QC solutions (black squares) were measured. For all measurements an
excellent accuracy of ±0.01pH was obtained without the need for drift
correction. A possible explanation for these results can be found in the
calibration and QC solutions that are speciﬁcally adjusted to the inves-
tigated pH-range and the composition of the samples as well as the QC
solutions. Especially in terms of pH-value stability and buﬀer capacity
the calibration and the QC solutions are superior to the simple self-
made buﬀer solutions. Thus, one of the limits on the accuracy of the
developed micro-blood-pH analyser can be found in the electrolyte so-
lutions rather than the AlGaN-EIHS sensor chip itself. In general, these
results reveal that commercial solutions can be used for calibration and
cleaning of the analysis system, even if they have not been developed
and optimised for pH-ISFETs. The accurate measurements of the QC
solutions indicate that single measurements with the micro-blood-pH
analyser already satisfy the requirements of the RiLiBÄK. The mea-
surement chain as a whole, especially the AlGaN pH-sensor and the
reference electrode, is suitable for the purpose of pH-value measure-
ments in the microlitre range. It needs to be stated, however, that the
presented data only represents the best results that were obtained with
the EIHS. The reproducibility was not satisfactory. However, in the
next section it is shown that the reproducibility can be enhanced when
AlGaN-based pH-ISFET are employed.
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9.4 Measurement of pH-Value with ISFETs
The most important advantage of the ISFET structure is that it com-
bines the sensing and transducing elements into one sensor device
(cf. chapter 3.3). This way a high input impedance, via capacitive
coupling over the insulator, and a low output impedance, via the con-
ducting channel, are realised and simple measurement instrumentation
can be employed. In addition, the ampliﬁcation of the input signal
can be adjusted by the gate width to length ratio (W/L). The appli-
cation of the AlGaN-based pH-ISFET in the micro-blood-pH analyser
makes shorter analysis times possible and reduces the complexity of
the required instrumentation. No sophisticated impedance analyser is
needed and a simple measurement of the drain current with an SMU
or a suitable circuit, such as a source follower, can be used. For the
micro-blood-pH analyser, the constant voltage method was applied, in
which the gate-source and the drain-source voltages, Ugs and Uds, are
ﬁxed and the gate and drain current, Ig and Id, are measured. The
gate source voltage is the analogous to the bias voltage of the EIHS,
except for an inverted sign (Ugs = −Ubias). It should be noted that
the gate of the ISFET consists of the electrolyte solution and the refer-
ence electrode. Thereby, the gate current is the leakage current via the
passivation layer in addition to the leakage current via the heterostruc-
ture. As the passiviation layer is still the weakest link in the insulation
towards the electrolyte solution, Ig does not necessarily correspond to
the DC leakage current of the EIHS.
The layout of the ISFET sensor chips was optimised to ﬁt the opening
of the ﬂuidic channel. Two ISFET structures, an Au conductive path
and an Au electrode pad are integrated on an area of 1x2.5mm2. The
gate width is 500 μm and the gate length is 50 μm (W/L = 10) for
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Figure 9.9: Microscopic image of the pH-sensor chip with two ISFETs,
a resistance thermometer, a metal electrode and part of a
Hall test structure.
both ISFETs (ﬁg. 9.9). This allows for redundant measurements and
a possible enhancement of measurement accuracy. The Au conductive
path is planned to be used as a resistance thermometer and the Au
pad as a secondary reference or counter electrode in addition to the
reference electrode. A B3010C10 heterostructure was employed for the
sensor chips.
The voltages Ugs and Uds are applied using a two-channel SMU
(2602A, Keithley) that also measures the currents Ig and Id. The
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two-point calibration cycles are performed multiple times to check the
stability of the measured pH-sensitivity. Several diﬀerent umbilical
cord blood samples were measured in both the commercial blood gas
analyser, to determine their "true" pH-value, and in the micro-blood-
pH analyser. In ﬁgure 9.10, the pH-sensitivity of the pH-ISFET (blue
triangles), the "true" pH-value (red open circles) and the measured pH-
value (black squares), with an error bar of ±0.03pH, are plotted versus
the number of measurements. The single points reﬂect the sequence
of measurements. The red line is a guide to the eye, projecting the
"true" pH-value onto the number of measurements. Two measurement
series of diﬀerent samples measured with diﬀerent sensor chips at oper-
ating voltages of Uds = 0.5V and Ugs = −0.5V or −0.75V are shown.
This way the reproducibility of the results can be demonstrated, even
if several measurement conditions are changed.
For the chip A3+3 a mean pH-sensitivity of (−132.7± 1.7) μApH−1
(SD = 4.5 μApH−1) was obtained at Ugs = −0.5V and chip A1+3
yielded (−104.3± 2.9) μApH−1 (SD = 5.9 μApH−1) at Ugs = −0.75V.
It can be seen that the measured pH-value is always inside the re-
quired maximum deviation interval of ±0.03pH for both measurement
series. The pH-sensitivity of (140± 3) μApH−1 that was calculated in
section 8.3 from the pH-sensitivity of Ns is slightly higher than the
measured values. In addition, it is observed that the measured pH-
sensitivity decreases for more negative Ugs. This deviation can be
explained by the inﬂuence of Ugs, which results in an initial deple-
tion of the 2DEG. In contrast to the commonly employed integration
up to 0V, the integration of C ′(Ubias) in equation 5.5 has to be per-
formed up to Ubias = −Ugs, to account for this depletion. In doing so,
Ns(Ugs) is obtained and the pH-sensitivity can be derived from these
values. A slight decrease of pH-sensitivity was observed for Ns(−0.5V)
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and Ns(−0.75V), compared to Ns(0V). However, a value of about
140 cm−2 pH−1 was found for both negative Ugs, which corresponds
to a drain current pH-sensitivity of approximately 120 μApH−1. Al-
though the diﬀerence of the measured values is still rather large, this
value is a good estimate. The signiﬁcant diﬀerence that is found for the
measured pH-sensitivities at diﬀerent Ugs may well be due to the dis-
tribution of electrical properties between the single sensor chip and not
an impact of the applied Ugs. Despite the diﬀerence in pH-sensitivity,
ﬁgure 9.10 shows that an excellent agreement between the measured
and the "true" pH-value exists.
Statistical analysis of small measurement series is performed to cal-
culate the measured mean pH-value pH and to estimate relative inaccu-
racy and imprecision as well as the coeﬃcient of the root mean square
deviation (RMSD) with regard to the "true" pH-value pH0. The rela-








The coeﬃcient of variation cv is taken as a measure for the rela-
tive imprecision and calculated from the estimated standard deviation

























































































































Figure 9.10: Plot of the pH-value of umbilical cord blood obtained
with the micro-blood-pH analyser in 10 μl (black squares)
compared to a commercial blood gas analyser in 100 μl
(red open circles). The error bars indicate a deviation of
±0.03pH. The plotted pH-sensitivities SId of the AlGaN-
ISFET (blue triangles) indicate at which point a two-point
calibration was performed.
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The coeﬃcient of the RMSD cRMSD includes both SD and δ. It
was introduced into the RiLiBÄK in 2010 as a combined measure of













In table 9.1 these statistical parameters are calculated for three mea-
surement series, including the two series shown in ﬁgure 9.10. To fulﬁl
the requirements of the RiLiBÄK, δr must not exceed 0.8% and cv
and cRMSD have to be less than 0.4% for the measurement of blood
pH-value in the range from pH6.75 to pH7.80. The table reveals that
all three measurement series fulﬁl these requirements referenced to the
"true" pH-value measured with the commercial blood gas analyser. It
can be seen that the measurements with the micro-blood-pH analyser
tend to be more accurate (low value of δr) than precise (high value
of cv). This implies that some form of measurement noise limits the
precision of the measurement chain.
The origin of this noise may be small potential ﬂuctuations in the
measurement chain. This primarily includes the surface potential of the
AlGaN-ISFET and the reference electrode potential. Possibly, longer
equilibration times are needed before the actual electrochemical mea-
surement is started, in order to achieve a preconditioning of the ISFET
and the reference electrode. It may also be useful to keep the ISFET
and the reference electrode exposed to a baseline solution that ensures
stable potentials when no measurement is performed. However, this
continuous exposure can degrade the insulating properties of the pas-
sivation layer.
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Table 9.1: Statistical analysis of the measurement of umbilical blood
pH-value with the micro-blood-pH analyser in a sample vol-
ume of 10 μl.
series 1 series 2 series 3
"true" pH-value - pH0 7.15 6.93 7.14
measured mean pH-value - pH 7.15 6.94 7.14
number of measurements - n 10 7 5
rel. incorrectness - δr 0.03% 0.13% 0.04%
rel. imprecision - cv 0.28% 0.29% 0.36%
rel. RMSD - cRMSD 0.08% 0.32% 0.09%
9.5 Summary
In summary, the following results and conclusions were obtained in
the preceding investigation on pH-measurement with AlGaN-based pH-
sensors and for the development of a micro-blood-pH analyser:
• A micro-blood-pH analyser setup was developed and successfully
realised for the pH-measurement of foetal blood samples. The
reduction of the sample volume to 10 μl was performed and no
adverse inﬂuence on the measurement accuracy was discovered.
• For EIHS sensors based on a B3010C2 heterostructure, a linear cor-
rection needs to be applied in most cases to account for elec-
trochemical corrosion drift. The measurement accuracy can be
achieved for a variety of sample solutions, ranging from simple
phosphate buﬀer solutions to umbilical cord blood. For specially
adjusted calibration and QC systems, an accuracy of close to
±0.01pH can be obtained. The prolonged measurement of umbil-
ical cord blood revealed that the initially accurate measurement
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is subject to drift, due to biochemical reaction in the blood and at
its interface with the sensor or the reference electrode. Therefore,
the measurement duration needs to be minimised.
• For an ISFET sensor with an optimised B3010C10 heterostructure,
no linear correction of the measured values is necessary. Sta-
tistical analysis of three measurement series with at least ﬁve
single measurements each revealed that the requirements of the
RiLiBÄK can be fulﬁlled. A relative incorrectness of 0.1% or less
and a relative imprecision of about 0.3% were calculated for these
series.
• In general, accurate measurement of pH-value can be performed
with both the EIHS and the ISFET sensor. It was found that
controlled ambient conditions, especially illumination and elec-
tromagnetic shielding, are the most important prerequisites for
these measurements.
It was demonstrated that a micro-blood-pH analyser for foetal blood
samples with a volume of 10 μl can successfully be realised using AlGaN-
based pH-ISFETs. The performance of the developed analyser was con-
ﬁrmed to fulﬁl the demanding requirements of the RiLiBÄK for several
measurement series. Clinical test runs in the placenta lab at Jena
University Hospital are underway, in order to evaluate the suitability
of the system for daily use.
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10 Conclusions and Outlook
In this thesis the impedance characterisation of AlGaN-based pH-sensors
was presented and optimisation approaches for the accurate and precise
measurement of pH-value were evaluated. In order to gain insight into
the fundamental electrical and sensory properties of these pH-sensors,
the commonly employed AlGaN-based ion-sensitive ﬁeld-eﬀect transis-
tor (ISFET) was reduced to its basic sensing and transducing structure
- the AlGaN/GaN eletrolyte-insulator-heterostructure (EIHS). Based
on the results of the characterisation and optimisation, a micro blood-
pH analyser for foetal blood sampling was developed and successfully
realised.
From the fundamental impedance characterisation of AlGaN-based
capacitor heterostructures with a metal (MIHS) and an electrolyte so-
lution contact (EIHS), the following results were obtained:
• A full and a reduced equivalent circuit were derived from imped-
ance spectroscopy. The full equivalent circuit is very suitable to
describe the impedance characteristic of both the MIHS and the
EIHS in a large frequency and bias voltage range. The broad
distribution of trap time constants in AlGaN/GaN heterostruc-
tures was successfully modelled with constant phase elements.
Although these equivalent elements are seldom employed in semi-
conductor physics, it was veriﬁed that they are a suitable for a
phenomenological description.
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• It was found that the AlGaN/GaN heterostructure cannot be
described by the commonly employed one-dimensional model, as
the 2DEG exhibits a two-dimensional depletion geometry. This
depletion geometry is due to the absence of a bulk contact in the
AlGaN/GaN heterostructure. The vertical component dominates
for as long as the 2DEG is suﬃciently conducting, whereas a
lateral component dominates when part of the 2DEG channel is
depleted. Due to this two-fold behaviour, the 2DEG conductance
and the 2DEG area are inﬂuenced diﬀerently.
• For the application of impedance-voltage proﬁling, a reduced equiv-
alent circuit C+R was derived to calculate equivalent capacitance
and conductance proﬁles. A method for the unambiguous esti-
mation of threshold voltage was developed based on the inﬂection
point of the capacitance proﬁles.
• No pronounced diﬀerence was observed between the impedance
characteristic of the MIHS and the EIHS, with the exception of
the resistance of the reference electrode and the electrolyte solu-
tion. Information on the semiconductor-electrolyte interface and
the electrical double layer could not be obtained.
• It was demonstrated that high resolution SEM images can be
employed to determine the dislocation density of AlGaN/GaN
heterostructures.
Employing the derived reduced equivalent circuit, it was possible
to characterise the drift behaviour, pH- and cross-sensitivity of the
AlGaN-EIHS using impedance-voltage proﬁling. These investigations
yielded the following results:
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• Three main drift eﬀects were identiﬁed: an initial drift due to pho-
toresist contamination, the well-known PPC characteristic upon
darkening and a slow electrochemical corrosion drift. The con-
tamination drift was eliminated by an appropriate cleaning pro-
tocol, whereas for the minimisation of the latter two drift eﬀects
speciﬁc optimisation steps were necessary.
• It was shown that impedance-voltage proﬁling is very suitable for
the determination of pH-sensitivity. From the evaluation of three
diﬀerent analysis methods, the inﬂection point method was found
to be the most suitable to obtain quantitative results with a good
reproducibility, even from slightly distorted proﬁles.
• A mean pH-sensitivity of 48.1mVpH−1 (SD = 5.8mVpH−1) was
determined from more than 20 measurement series. The relative
imprecision was always lower than 0.1pH.
• The measurable pH-sensitivity was found to be inﬂuenced by the
2DEG depletion characteristic of the AlGaN-EIHS. The measur-
able pH-sensitivity is reduced, when the depletion characteristic
is intensiﬁed due to a reduced sheet charge density in the outer
2DEG (Nso) compared to the inner 2DEG (Nsi). In this case,
the sensor characteristic is mainly determined by the outer 2DEG,
which is independent of pH-value.
• No speciﬁc cross-sensitivity to the ionic strength of the electrolyte
solutions was discovered. Instead, it was veriﬁed that equivalent
conductance proﬁles partly reﬂect the conductance of the elec-
trolyte solution.
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In order to minimise the impact of the PPC characteristic and to
enhance the corrosion resistance, the illumination conditions and the
layout of the AlGaN/GaN-heterostructure were optimised with the fol-
lowing results:
• The continuous illumination with violet light (λ = 400 nm) was
found to be unsuitable for reducing the inﬂuence of ambient illu-
mination, as it led to pronounced photoelectrochemical corrosion.
It was observed that the corrosion process attacks dislocations at
the sensor surface and has a dominant vertical component. Nev-
ertheless, the characterisation of the corroded EIHS sensor was
useful in order to reﬁne the model that was developed for the
AlGaN/GaN heterostructure.
• The continuous illumination with red light (λ = 630 nm) did
not increase the corrosion drift compared to no illumination.
From long-term measurements it was derived that the very slow
corrosion process is mainly lateral. The PPC decay duration
was successfully limited to (2–3) h as a result of continuous il-
lumination. No signiﬁcant change of the mean pH-sensitivity
was discovered with continuous red illumination (49.6mVpH−1
(SD = 4.1mVpH−1)).
• A reduction of corrosion drift by about 80% was achieved by in-
creasing the GaN cap layer thickness of the heterostructure to
10 nm. The observation that the relative decrease of dislocation
density was comparable conﬁrmed that the corrosion process is
almost exclusively determined by the dislocation density. The
pH-sensitivities of the threshold voltages were found to be un-
changed, whereas the sensitivity of Ns was lower due to a reduc-
tion of the ﬁeld eﬀect.
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• An additional reduction of the Al-content in the AlGaN bar-
rier layer to 20% reduced the corrosion drift to almost negligible
values, even with continuous violet illumination. The disloca-
tion density was determined to be signiﬁcantly lower. The pH-
sensitivity ofNs was reduced further, in contrast to the sensitivity
of the threshold voltages.
In general, the results obtained from the characterisation and opti-
misation of the AlGaN-EIHS demonstrate that electrochemical imped-
ance spectroscopy and impedance-voltage proﬁling are very suitable to
determine structural, electrical and sensory properties of AlGaN-based
pH-sensors. These results greatly contributed to achieving accurate and
precise pH-measurement with both EIHS and ISFET sensors. For the
development of a micro-blood-pH analyser this accuracy and precision
were the primary requirement. The following results were obtained:
• A micro blood-pH analyser with AlGaN-based pH-sensors was
developed and successfully realised for pH-measurements in foetal
blood samples with a volume of 10 μl.
• Even with the non-optimised EIHS sensor, a high measurement
accuracy was achieved for a variety of sample solutions, ranging
from simple phosphate buﬀer solutions to umbilical cord blood. It
was found that the control of ambient conditions is the most im-
portant prerequisite for accurate and precise pH-measurements.
The analysis of the pH-sensitivity using the developed inﬂection
point method, also contributed to be measurement accuracy and
precision. However, a linear drift correction was necessary to ac-
count for electrochemical corrosion.
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• For the ISFET sensor based on an optimised heterostructure, no
drift correction was necessary to obtain a high accuracy. The
simple measurement instrumentation and measurement methods
for the ISFET resulted in a much shorter measurement duration,
compared to the EIHS. This is why the ISFET was employed in
the micro-blood-pH analyser.
• The performance of the micro-blood-pH analyser was evaluated
by basic statistical analysis. A relative incorrectness of 0.1% or
less and a relative imprecision of around 0.3% was calculated for
measurement series of umbilical cord blood. With these values the
analyser satisﬁes the requirements of the guideline of the German
Medical Association (RiLiBÄK). In order to evaluate the practi-
cal beneﬁt of this analyser, initial clinical tests are underway.
It can be summarised that the results obtained in this thesis demon-
strate for the ﬁrst time that AlGaN-based pH-sensors are very suitable
for the accurate and precise measurement of pH-value. Thereby, spe-
cial application ﬁelds of medical engineering are opened up that are
covered inadequately by common pH-sensors. The high accuracy and
precision was achieved by appropriate optimisation of the AlGaN/GaN
heterostructure and by controlled ambient conditions.
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For further improvement of the AlGaN-based pH-sensors several fur-
ther research avenues can be conceived, as given in the following:
• A crucial aspect is the minimisation of measurement noise. It can
be assumed that a signiﬁcant noise level is present, as the pH-
measurements were found to be very accurate, but only reason-
ably precise. Possible optimisation approaches include the eval-
uation of diﬀerent reference electrodes, the use of an additional,
grounded quasi-reference electrode and the continuous precon-
ditioning of the sensor surface and the reference electrode by a
baseline electrolyte solution.
• The reduced light-sensitivity of the corroded EIHS sensor may be
exploited for the construction of a light-insensitive sensor. How-
ever, in order to achieve this, comprehensive investigations on the
responsible mechanism are needed and the disadvantages of the
deliberate deterioration have to be evaluated.
• In order to obtain more information on the semiconductor-elec-
trolyte interface using impedance spectroscopy, the measurement
setup has to be modiﬁed. Most importantly, a reference electrode
with a low impedance, on the order of 1 kΩ or less, has to be
used. With an additional counter electrode, a three electrode
conﬁguration can be realised to minimise the potential drop in
the electrolyte solution. Thereby, the actual inﬂuence of the ionic
strength on the EDL may be measurable.
• Although the pH-ISFETs fabricated for this work yielded good
results, there is still a large potential for optimisation. In this
context, the presented characterisation and optimisation of the
heterostructure are only the ﬁrst steps that give insight into the
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depletion characteristic of the 2DEG and enhance the corrosion
stability. However, for the ISFET another lateral dimension is
introduced with the W/L ratio of the gate area and the mea-
surement instrumentation is fundamentally diﬀerent. Systematic
investigations are needed to verify that the results obtained for
the EIHS can be directly applied to the ISFET.
Additionally, the results obtained in this thesis also suggest further
research work beyond the optimisation of AlGaN-based pH-sensors:
• Especially the two-dimensional depletion geometry of the 2DEG
can be assumed to have a profound impact on the properties of all
devices that are based on AlGaN/GaN heterostructures, includ-
ing AlGaN-HEMT devices. With regard to the parasitic eﬀect of
current collapse, this depletion geometry needs to be considered
and the ratio of Nso/Nsi should be investigated in more detail.
In this context, the inﬂuence of the passivation layer and the
illumination conditions on Nso and Nsi have to be considered.
• It was shown that the CPE is very suitable for the phenomeno-
logical description of trap states with a broad distribution of time
constants. It is therefore likely that the CPE can also be applied
to other semiconductor devices or material systems. Thereby, the
modelling in semiconductor physics could beneﬁt from an equiv-
alent element that was introduced in electrochemistry.
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